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Abstract  

DNA-based aptamers are widely employed as bioreceptors, owing to their tuneable affinity 

and specificity towards their targets. The use of peptide nucleic acids (PNAs) has instead 

proven challenging for this purpose, due to the absence of selection methods for the 

independent discovery of suitable receptors and due to the difficult mimicry of established 

DNA-based ones. Despite that PNAs exceed homologous DNA or RNA in terms of 

complementary base pairing, they can fail to reproduce alternative modes of binding because 

of their different structural features. The remarkable stability and charge distribution of PNAs 

could be beneficial to produce sensing bioreceptors, especially in the development of 

electronic devices such as field-effect transistor-based (FET) biosensors. We hereby report for 

the first time a high-affinity PNA aptamer for cardiac Troponin I (cTnI), a biomarker of acute 

myocardial infarction able to interact with this specific protein in the picomolar range. The 

PNA aptamer was immobilized onto a graphene-based FET (gFET) transducer, and its ability 

in the direct detection of cTnI was compared with that of a DNA-based one of the same 

sequences. Similar dissociation constants were recorded for both receptors in 0.01× PBS, as 

well as comparable detection limits of 6.0 ± 1.0 pg mL-1 (PNA aptamer) and 3.3 ± 0.7 pg mL-

1 (DNA aptamer). Apart from the non-trivial demonstration that a PNA can behave as an 

aptamer, the tested receptor proved to be more consistent upon working in more complex 

biological matrices. 
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1. Introduction 

The flexibility that nucleic acid aptamers offer in terms of chemical modification, together 

with their high affinity and selectivity for target analytes, render them suitable for a large 

variety of analytical applications, serving either as alternatives to antibodies or as unique 

receptors with peculiar properties [1-3]. The secondary structures of aptamers can, in 

addition, undergo analyte-dependent conformational changes, opening a wealth of possible 

signal transduction schemes that allow to study the kinetic and thermodynamic details of their 

interactions with the target molecules, and provide highly-sensitive quantification of the same 

[4-7]. 

In the design of new aptamers, the development of non-canonical protocols for the generation 

of structural diversity (i.e., not based on the iterative variation of their sequence) is a subject 

of great interest. For example, the use of synthetic nucleic acids could lead to the 

development of improved aptamers by modification of their original chemical identity. Post-

selection techniques are normally used in this field, in which DNA or RNA hits that are 

provided by Systemic Evolution of Ligands by Exponential Enrichment (SELEX) or similar 

techniques are replaced with analogues of the nucleic acid structure to increase affinity, 

stability, and resistance to degradation [8]. Substitution with a variety of other structures, such 

as locked nucleic acid (LNA),[9] unlocked nucleic acid (UNA) [10], L-RNA based 

Spiegelmers [11], expanded genetic alphabet [12, 13] and functional group bearing 

nucleobases [14] has proved to be successful. A crucial point in these ‘substitution’ 

approaches is how far a DNA aptamer structure can be varied without losing, or even 

improving, their essential interactions with the target molecule. The aptamer ligand 

interaction is dictated not only by the secondary structure, but also by the specific non-

covalent interactions that the nucleic acid is capable to install with the target.  This is guided 

by the electrostatic interactions, but other types of interactions such as cooperative hydrogen 

bonding, stacking interactions and hydrophobic effects can play important roles. In some 

cases, the overwhelming role of electrostatics can result in a strong dependence of the 

interactions on environmental factors such as ionic strength or pH. In the design of possible 

alternative aptamer structures, it would be interesting to understand if the proper disposition 

of functional groups in a DNA aptamer can be effective also in the case of drastically 

different derivatives lacking electrostatic interactions. Indeed, it has been shown that neutral-

backbone, isostructural alkylphosphonate oligonucleotides can be selected as aptamers for 

streptavidin using an autonomous selection process based on DNA polymerase engineering 

[15]. 
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The oligonucleotide analogues which represent one of the farthest models from nucleic acid 

original structures is that of Peptide Nucleic Acids (PNAs) [16]. PNAs are synthetic DNA 

analogues in which a neutral peptide-like backbone composed of repeated N-(2-aminoethyl) 

glycine units substitutes the sugar-phosphate backbone of the natural nucleic acids (Figure 1). 

These compounds exhibit high affinity and high selectivity in binding complementary DNA 

and RNA. The neutral charge of the backbone provides high thermal stability to PNA 

complexes in solution with interactions barely affected by variations in solution composition 

such as pH and ionic strength. Most importantly, PNAs are very stable from a chemical or a 

biological point of view and are not degraded by peptidases or nucleases commonly present in 

biological fluids. Thus, many PNA-based RNA or DNA ultrasensitive detection biosensors 

for early disease diagnoses have been developed [17-22], including gFET sensors [19]. The 

higher sensitivity using PNA strands in DNA analysis is linked to their neutral backbone, 

which eliminates electrostatic repulsions between the two hybridised strands and reduces the 

background noise. SELEX iterative methods are not possible for PNAs, so these compounds 

are eventually suitable only for the “post-SELEX” approach [23, 24]. It would be very useful 

to study the difference between a DNA and a PNA aptamer bearing the same nucleobase 

sequence and to understand under which conditions PNA can actually mimic high affinity 

DNA aptamers. The replacement of DNA with a PNA would result in a substitution of the 

negatively charged phosphate groups of the former with the neutral backbone of the latter, 

while keeping intact the possibility of achieving the same interactions mediated by the 

nucleobases. One great advantage of using PNAs as aptamers over DNA aptamers would be 

their well-known intrinsic resistance to both peptidases and nucleases [25, 26], which is due 

to their “unnatural” structure, and which makes them very persistent when exposed to 

biological fluids or hydrolytic enzymes. 

 

In this paper, we follow up on recent work we performed using a DNA aptamer to detect 

selectively cTnI via a gFET sensor [27]. Graphene-based field-effect transistors (gFET) have 

been proven to be ideally-suited for the sensitive detection of various biomarkers and to 

reliably study their interaction with surface-immobilized DNA aptamers [28-31] with 

electrolyte-gated gFET sensors in combination with DNA-aptamers are a preferable choice, 

since their compact structure enables target capturing within the Debye length limitation [2, 

32]. While PNA aptamers have been proposed in the past as DNA aptamer analogues in 

solution hybridization studies, no previous work reported gFETs and PNA aptamers for 

protein sensing and study of PNA-protein interactions. Although the possibility to have 
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selective PNA aptamers for metal ions [33] and proteins [34-36] has been shown in the past 

and sequence selective PNA-protein interactions have been reported [37], this work is the first 

example of a PNA aptamer able to interact with a specific protein in the picomolar range. 

Indeed, we show that by choosing the proper target, a PNA aptamer gFET sensor, in 

combination with a stable covalently modified graphene surface, can sense PNA/protein 

interactions in a similar manner as a DNA aptamer transducer.  

 

2. Results and Discussion 

2.1. Specific-PNA aptamer probe synthesis and characterisation 

A PNA aptamer with the same sequence as the well-known HD1 thrombin DNA aptamer was 

previously reported to sense its target by fluorescence ‘switch on [24]. Follow up studies 

based on Micellar Electrokinetic Chromatography suggested that the affinity of this probe 

might be lower than that of DNA, and non-specific to the target protein [38]. Since the DNA 

aptamer interaction with thrombin was found to be sensitive to ionic strength, we reasoned 

that the electrostatic component was decisive and this model was not optimal for developing 

an efficient PNA aptamer, as confirmed also by interaction data obtained by us using 

fluorescence anisotropy and surface plasmon resonance measurements (Figures S1 and S2).  

We focused consequently on a different aptamer sequence for the synthesis of a cTnI PNA 

aptamer (Figure 1), showing the following characteristics: a) a high affinity for target, and b) 

a less dramatic dependence of the interaction upon ionic strength variation. The ideal choice 

was found in a DNA-based aptamer which binds with high affinity to cTnI. A single-stranded 

DNA aptamer against cTnI, called Tro4 aptamer, was identified by Jo Hunho in 2015 [39], 

with a reported dissociation constant, i.e. a half saturation-constant, KD=270 pM. When used 

as a bioreceptor in an electrochemical sensor, a detection limit of 1.0 pM (24 pg mL-1) was 

reached. Some of us had determined a KD=2.1 pM for the electrons’ regime using a gFET 

modified with the same aptamer using “click” chemistry [30], while a KD=6.6 pM was 

extracted from a related electrochemical interface [40].  

To allow for the direct comparison of the performance with our previously-developed DNA-

based gFET [30], a PNA aptamer with a pending azido function at the 5’ end was synthesised 

in order to be immobilized onto the graphene transducer channel via a click chemistry 

approach (Figure 1) [41].  
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Figure 1: DNA or PNA aptamer modified graphene-based field effect transistors for 

cardiac troponin I (cTnI) sensing: (a) Schematic structure of cTnI PNA aptamer; (b) 

structure of PNA aptamer probe (same sequence for DNA); (c) graphene functionalization: (i) 

electrochemically driven anchoring of 4-[(triisopropylsilyl)ethynyl]benzene diazonium 

tetrafluoroborate (TIPS-Eth-ArN2
+) onto graphene forming graphene-TIPS, followed by (ii) 

chemical deprotection of the triisopropylsilyl function with tetrabutylammonium fluoride 

(TBAF) giving a graphene-ethynyl to which (iii) azide-terminated bioreceptors were 

covalently linked using Cu(I) catalyzed “click” chemistry.  

 

The synthesis of the cTnI-specific PNA aptamer was performed according to solid-phase 

protocols using Boc-chemistry that allows higher yields for very long sequences such as that 

of the troponin aptamer (40 bases long). Since functionalization with azido groups on resin is 

difficult due to the use of harsh acidic conditions for cleavage from the solid support, the 

PNA was first removed from the resin, reacted with N-succinimidyl ester of 2-azidoacetic 

acid and finally purified by HPLC purification to provide azide-PNA conjugate (Figure 2a). 

Long PNA aptamers have generally poor aqueous solubility and a tendency to aggregate. This 

was overcome by using PNA aptamer stock solutions of 100 µM in a mixture of 

water:acetonitrile (8/2). 
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Figure 2: PNA synthesis and affinity characterisation: (a) Synthetic steps used for 

obtaining the azido-PNA aptamer N3-cTnI. (b) Schematic diagram of the plasmonic sensor 

modified with N3-PNA aptamer. (c) SPR sensograms measuring the apparent binding affinity 

of cTnI (1.3, 2.7 and 27 pM) to the surface-immobilized N3-DNA. The SPR binding curves 

were recorded with a Biacore (T200) using 1× PBS (pH 7.4). (d) SPR sensograms measuring 

the apparent binding affinity of cTnI (1.0, 2.1, 21 pM) to surface-immobilized N3-PNA. The 

interaction with cTnI was recorded at a flow rate of 30 µL min-1. The 1:1 Langmuir binding 

fits are the dashed red lines.  

 

The binding affinities of the DNA and PNA aptamers were determined using surface plasmon 

resonance (SPR). To operate under comparable conditions as on the gFET, the N3-DNA and 

N3-PNA aptamers were clicked to a 4-pentynoyl-cysteine modified gold prism (Figure 2b) 

and the interaction with cTnI was sensed. A dissociation constant KD=6.4 pM with kon = 

8.1×107M-1 s-1 and koff = 5.2×10-4 s-1 was determined for the DNA aptamer (Figure 2c) and 

compared to N3-PNA linked to gold SPR chips. From the SPR sensograms in Figure 2d, 

KD=1.5 pM, with kon = 3.2×108 M-1 s-1 and koff = 4.7×10-4 s-1 were determined. The affinity for 
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cTnI is clearly preserved in the PNA case (Table 1). PNA probes showed general larger kon 

values with comparable koff rates. Interestingly, the affinity remained comparable over a wide 

pH range, while the DNA aptamer showed increased affinity at more acid as well as more 

basic medium. This indicates that the PNA aptamer is more robust to pH variations 

 

Table 1: SPR data recorded on a CM5 chip (Biacore T200) on DNA- and PNA-modified gold 

chips at different pH values (1× PBS and pH adjusted with HCl or NaOH addition) and at 

different ionic strengths (0.01-1× PBS). 

 

 

2.2. PNA- and DNA-modified gFET sensors 

As in our previous work using N3-DNA aptamer [30], the gFET design is based on the 

transfer of CVD-grown graphene onto interdigitated gold electrodes (IDE) consisting of 90 

electrode pairs of 10 µm in width with a 10 µm separation and total surface area of 3.6 mm2. 

For cTnI specific interactions, graphene was covalently modified with the cTnI -specific 

azido-PNA aptamer (Figure 1b) in a three-step process based on electrochemical reduction of 

4-[(triisopropylsilyl)ethynyl]benzenediazonium tetrafluoroborate (TIPS-Eth-ArN2
+) forming 

graphene-TIPS, followed by chemical deprotection of the triisopropylsilyl (TIPS) function to 

provide graphene-ethynyl and subsequent covalent integration of the bioreceptors using Cu(I) 

catalysed “click” chemistry, resulting in graphene-PNA. Figure 3a shows the Raman spectra 

of initial graphene and graphene-PNA presenting three prominent bands at 1350 cm–1 (D band 

– defects in the graphene sheet), 1580 cm–1 (G band – sp2-carbon), and 2700 cm–1 (2D band, 

also called G′ – secondary D-band) [42]. The position of the G band is dependent on the 

number of layers and can be used to estimate the graphene thickness. In our case, the G band 

of graphene is around 1585.1±2.3 cm-1 with the deviation error being ascribed to local 

changes in graphene thickness: downshift to ≈1581 cm–1 indicates few-layer graphene, while 

upshift to ≈1587 cm–1 is consistent with monolayer graphene. We estimated I2D/IG=1.53±0.05 
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for graphene, 0.61±0.03 for graphene-TIPS, 0.99±0.03 for graphene-ethynyl and 0.86±0.12 

for graphene-PNA. The ID/IG ratio changed from 0.11±0.02 for graphene to 0.59±0.17 for 

graphene-TIPS and 2.35±0.14 for graphene-ethynyl, indicating an increase of graphene 

disorder as expected. Clicking of the PNA aptamer to graphene-ethynyl results in 

ID/IG=2.43±0.41, indicating no further increase of disorder, also visible by the maintenance of 

the D peak intensity (inset Figure 3a).  

 

Figure 3: Characterisation of the graphene-PNA based FET. (a) Raman spectra of initial 

graphene (orange), graphene-TIPS (red), graphene-ethynyl (dark blue) and graphene-PNA 

(purple). (b) dc characteristics ∆IDS-VG of gFET for VDS=50mV, recorded after each 

functionalization step, with ΔIDS = IDS-minimum (IDS). See Figure S3 for raw data and 

leakage current taken from each step. (c) Table of the anodic hole mobility, μh, and the 

cathodic electron mobility, μe, as determined from Figure 3c. See Figure S4 for CEDL 

calculations used for extraction of mobility. (d) SEM image of PNA-modified graphene 

(Figure S5 for SEM images recorded after each modification step). 

 

Graphene functionalization was in addition monitored through changes in transfer 

characteristics. Upon grafting the diazonium, a constant shift of the VDirac to higher gate 

voltages (≈0.2 V), was observed and a shift to approximately the initial values (for bare 

graphene) once the triisopropylsilyl (TIPS) group is chemically removed (Figure 3b). 
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Previously [30], we had found an initial Dirac point at around 0.3 V for unmodified graphene, 

whereas in this work a lower value of around 0.1 V was noted. This difference is due to the 

transfer process – graphene preparation after growth, water/ammonium persulfate and copper 

contaminations, and manual handling.  

A drastic increase in the mobilities of holes and electrons after the electrochemical grafting of 

TIPS-Eth-ArN2
+ onto graphene is observed, remaining stable with deprotection of the TIPS 

function. To this interface PNA-aptamers as well as poly(ethylene glycol) (PEG) in a ratio of 

PNA/PEG=2/1 were linked. The addition of a PEG units aims at the prevention of non-

specific interactions and serves as anti-fouling agent; it also increases the Debye length due to 

a decrease of the dielectric constant of the electrolyte as reported previously [30]. Once the 

Debye length increases, the sensitivity the device increases consequently, since the charges 

previously residing beyond this length are no longer screened. Addition of the PNA aptamer 

together with poly(ethylene glycol) (PEG) in a ratio of PNA/PEG=2/1, revealed a shift of the 

Dirac point to more positive gate voltages, indicative of device n-doping. Considering that 

PNA is not charged, the shift in the Dirac point cannot be attributed to the formation of a 

charged monolayer, but rather to combined effects such as modification of local dielectric 

constant and/or association of the layer with ions through dipolar and hydrogen bonding 

interactions. In a control experiment, graphene was only modified with PEG units (Figure 

S6) revealing an identical positive shift compared to graphene modified with PNA/PEG. The 

n-doping effect is consequently not attributed to the PNA-aptamer .  

As shown previously, charge mobilities increase dramatically after TIPS modification 

(Figure 3c). The anodic hole mobility, μh, and cathodic electron mobility, μe, were obtained 

(Table of Figure 3d) from the anodic and cathodic linear slopes of the IDSVGS plots using 

equation μ� or μ� =
�	
�

��

×

�

��
���
�
 with L and W being the channel length and width 

(1.00×10-5 m and 4.90×10-1 m, respectively), VDS is the source–drain voltage (VDS = 50 mV), 

and CEDL the electrical double layer capacitance extracted from the leakage current 

(CEDL=5.76 µF cm-2 for unmodified graphene, CEDL=3.95 µF cm-2 for ethynyl-modified 

graphene and CEDL=3.61 µF cm-2 for PNA-modified graphene). The values of capacitances 

used to calculate the mobility of charge carriers were extrapolated from fitting the leakage 

current at different scan rates recorded at different applied gate voltages (Figure S3). 

Moreover, the leakage current was recorded in all measurements to ensure that the processes 

occurring in the vicinity of the channel’s surface is mainly (desirably, only) due to the 

formation of an aptamer-protein complex instead of parallel electrochemical reactions. 
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Leakage currents are currents between the device and the electrolyte under VG bias and highly 

undesirable as they are interfering with the current of interest (source-drain current in this 

case). It was demonstrated previously  [43] that leakage currents at the gate electrode are 

products of faradaic and capacitive reactions occurring at the surface, a possibly  outcome of 

oxygen reduction reactions. Considering that these parasitic currents might be a product of 

graphene’s oxygen-containing groups/defects, they are transistor specific and need to be 

determined. 

The SEM image on Figure 3d of the PNA modified graphene, indicates a complete coverage 

of the drain-source channel in addition to graphene’s preservation. Figure S5 shows SEM 

images of the previous functionalization steps, where the introduction of small defects along 

each step is observed, although preserving the overall surface of graphene. In general, SEM 

revealed the good quality of graphene placed on top of the interdigitated electrodes, with low 

density of defects despite some evident holes and perturbations, with a few wrinkles, folds 

and nucleation points that are typically present on graphene samples. Moreover, the presence 

of the Au interdigitated electrodes (lighter stripes) adds a height different between glass and 

Au, potentiating graphene ruptures on the Au edges.  

 

2.3. PNA-based gFET for cardiac troponin I detection  

Figure 4a depicts the transfer characteristics of the PNA-modified gFET during exposure to 

cTnI of increasing concentrations in 0.01× PBS (pH 7.4) after 10 min stabilization for each 

concentration. No change in the shape of the ∆IDS-VGS curves were observed besides a 

cathodic shift of the Dirac point (Figure 4a) and a positive (Figure 4b) and a negative shift 

(Figure 4c) of the IDS in the electron and hole regimes, respectively. At this physiological pH, 

the positively charged cTnI analyte induces a negative charge in the graphene channel, 

generating more electrons, making them the majority carriers. By performing a linear fit to the 

measurement data in the  regime (3 - 60 pg mL-1), the sensitivity of the gFET, defined as 

ΔIDS/ΔCcTnI, was determined to be 2.12 ± 0.57 µA/pg mL-1. This sensitivity, along with the 

estimated noise level of 4.21 µA for the measurement system, was used to determine the 

theoretical limit of detection (LoD) with LoD = (S/N × Noise)/Sensitivity being equal to 6.0 ± 

1.0 pg mL-1 (S/N = 3). These results are comparable to that obtained for the DNA aptamer 

sensor with a LoD =3.3 ± 0.7 pg mL-1 (S/N = 3) [30]. Using Figure 4d, a limit of 

quantification LoQ of 13.2 ± 1.0 pg mL-1 was extracted with a dynamic response of the gFET 

covering the concentration range relevant for patient diagnostic with cTnI critical levels (25 

pg mL-1 – 50 pg mL-1).  
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Figure 4: PNA aptamer-based gFET sensing of cTnI in 0.01× PBS. (a) Transfer 

characteristics of graphene-PNA after 10 min stabilization for each cTnI concentration (3, 6, 

60, 120, 240, 480, 650, 820 and 1000 pg mL-1) in 0.01× PBS (pH 7.4) without washing steps, 

applied VDS = 50 mV. The current values were treated to start at zero using the equation ΔIDS 

= IDS-minimum (IDS). Dotted black lines represent the VG values in which the current was 

monitored for each cTnI concentration (Figure S7 for raw data and leakage current). (b) 

Change of ΔIDS as a function of cTnI concentration at a fixed gate voltage VG = 0.5 V with 

respective Langmuir binding isotherm. (c) Change of ΔIDS as a function of cTnI concentration 

at a fixed gate voltage VG = 0.150 mV with respective Langmuir binding isotherm. (d) 

Change of ΔIDS with log of cTnI concentration at a fixed gate voltage VG = 0.5 V, showing 

the values of LoD and LoQ. 

 

When using the Langmuir isotherm format in equation (1),  
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with KD being the dissociation constant in which half of the receptor’s binding sites are 

occupied in the system in equilibrium, C0 and C∞ are respectively the cTnI initial and infinite 

bulk concentrations correlating to IDS(c0) and IDS(c∞) being the drain-source current at the 

respective cTnI concentrations. Assuming a 1:1 complex, KD = 72 ± 15 pg mL-1 (3.0 ± 0.6 

pM) for the electrons’ regime and KD = 96 ± 20 pg mL-1 (4.0 ± 0.8 pM) for the holes’ regime 

were calculated by fitting the data in Figure 4b and 4c, respectively. The results are 

comparable to that of DNA aptamers with KD= 51 ± 9 pg mL-1 for DNA [30]. 

The PNA proved to be specific to cTnI, validated by recording the current changes using 

another cardiovascular biomarker, BNP-32 as well as bovine serum albumin (BSA) and 

thrombin, an unique molecule that functions both as a procoagulant and anticoagulant (Figure 

5). In contrast to the DNA-aptamer gFET, where a decrease in current was observed for BNP-

32 although having almost an identical isoelectric point as cTnI  [30], no current change was 

recorded for the PNA-aptamer-based gFET in the presence of BNP-32 at VG = 0.5 V. 

Thrombin, with an isoelectric point between 6.3-7.6 and being almost neutral at pH 7.2 as 

well as BSA with an isoelectric point between 4.5–4.8 and being negatively charged, show 

both a decrease in current a low analyte concentration, which is preserved in the case of BSA 

at higher concentrations, while the current is somehow increasing for thrombin with a final 

value comparable to that of BNP-32, indicating excellent selectively for cTnI. By integration 

of a cTnI non-specific PNA aptamer (N3-CH2CO-AEEA-GGTTGGTGTGGTTGG-Gly-NH2, 

N3-ND1-PNA) with azido moiety, we could show in addition that no bind to cTnI occurred in 

this case (Figure 5d).  

 

The reproducibility of the electrode fabrication was determined on 5 devices and the long-

term stability of the sensor showed a loss of 2.3% when tested in cTnI (100 pg mL−1) upon 

storage of the electrode at 4°C for a month. The sensor could be regenerated by immersion 

into NaOH (0.1 M, pH 12.0) for 20 min. The PNA aptamer sensor performed in very similar 

way to the DNA homolog in the recognition of cTnI, with similar, though not identical, KD. 

This, in turn, implies that, surprisingly, comparable interactions can occur both with the 

negatively charged DNA and with the neutral PNA aptamers, suggesting a major role of 

hydrogen bonding, dipolar and stacking interactions in the recognition process. The similarity 

in DNA and PNA affinity and selectivity towards cTnI might be due to the occurrence of 

similar secondary structures; namely, the DNA hairpin structure proposed for the cTnI 

aptamer might be formed also in the PNA analogy, reinforced by the stronger PNA:PNA 
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interactions. The formation of the stem in the secondary structure should be less dependent on 

ionic strength, unlike DNA aptamers for which an increase in the ionic strength should 

increase the stem stability. The main advantage of the use of a PNA-aptamer in sensing seems 

consequently linked to known higher chemical stability and lack of enzymatic degradation.  

 

Figure 5: Selectivity of PNA sensor to cTnI in 0.01× PBS: (a) Transfer characteristics of 

graphene-PNA after stabilization for each (a) BNP-32, (b) Thrombin, and (c) BSA 

concentrations (3, 6, 60, 120, 240, 480, 650, and 820 pg mL-1) in 0.01× PBS (pH 7.4) without 

washing steps, with applied VDS = 50 mV. The current values were treated to start at zero 

using the equation ΔIDS = IDS-minimum(IDS) (Figure S8 for raw data and leakage current). (d) 

Change in ΔIDS for increasing concentrations of cTnI (black, same as Figure 4b) BNP-32 

(red), thrombin (grey), BSA (pink), on cTnI specific PNA surface as well as cTNI on 

thrombin PNA aptamer suface at a fixed gate voltage VG=0.5 V. 

 

2.4. PNA-aptamer gFET performance in solutions of different ionic strengths and pH 

The replacement of the DNA aptamer by a PNA aptamer does not result in a significantly 

different sensing behaviour in all solutions studied, even at a variation of the ionic strength of 

the analyte solution of more than 2 orders of magnitude and a variation of its pH from 4 to 9. 
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This is shown in Figures 6a, c, respectively, for the variation of ionic strength and in Figures 

6b, d for the pH variation. In case of ionic strength variation, the PNA aptamer showed nearly 

identical affinities, whereas the KD values of the DNA aptamers measured under the same 

(extreme variations of the analyte) conditions (Figure S9) showed a change of KD of less than 

a factor of 3 (despite the significant variation of the ionic milieu of the analyte solutions. 

Similar behaviour was recorded in solutions of different pH but constant ionic strength 

(Figures 6 b, d, Figure S9, respectively).  

 

Figure 6: Ionic Strength and pH effects of DNA and PNA modified gFET: (a) Change of 

ΔIDS on graphene-PNA for each cTnI concentration at a fixed gate voltage VG = 500 mV with 

respective Langmuir binding isotherm for 0.01, 0.1 and 1× PBS solutions. (Figure S10 raw 

data and leakage current). (b) Change of ΔIDS in graphene-PNA for each cTnI concentration 

at a fixed gate voltage VG = 500 mV with respective Langmuir binding isotherm for pH 4, 7 

and 9 in 0.01× PBS solutions (Figure S11 raw data and leakage current). (c) Change of ΔIDS 

on graphene-DNA for each cTnI concentration at a fixed gate voltage VG = 500 mV with 

respective Langmuir binding isotherm for 0.01, 0.1 and 1× PBS solutions. (d) Change of ΔIDS 

on graphene-DNA for each cTnI concentration at a fixed gate voltage VG = 500 mV with 
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respective Langmuir binding isotherm for pH 4, 7 and 9 in 0.01× PBS solutions. (Figure S9 

for surface coverage plots as a function of cTnI concentrations).  

 

 

This concludes that for the DNA aptamer, binding affinities depend both on the ionic strength 

and the pH of the medium, although only weakly, with KD increasing with increasing ionic 

strength and pH. The pH and ionic strength dependence of the signals imply a careful control 

of these two parameters when measuring in real samples, which can be obtained by dilution, 

desalting and pH adjustment. This is in contrast to the PNA aptamer where the KD values 

remained comparable under all experimental conditions (Table S1). Though the PNA 

aptamer has not a dramatically higher affinity for cTnI, it does help in reducing the influence 

of these parameters, showing more stable and consistent KD values, thus allowing more 

adaptability to different conditions in the sample matrices. It is also important to consider that 

unmodified gFETs depend strongly on ionic strength and solution pH (Figure S12). In the 

case of unmodified gFET, the pH dependency is believed to be due to hydroxyl and carbonyl 

groups present on graphene’s surface. There seems to be no evident pH dependency of our 

transistors after fabrication, perhaps indicating the good overall surface quality.  

 

Conclusion 

In conclusion, this work demonstrated, for the first time, the application of a PNA aptamer 

specific to cTnI as a bioreceptor in gFETs with picomolar range affinity. In contrast to DNA 

aptamers, PNA aptamers carry no charge they are expected to be the better choice for 

electrical transducers, based on change in surface charges. The superiority of PNA-aptamer 

gFET sensing over DNA-aptamer one in terms of assay sensitivity as limited with a 

respective limit of detections of 3.34 ± 0.69 pg mL-1 (DNA-aptamer) and 5.95 ± 1.02 pg mL-1 

(PNA aptamer). The similarity in DNA and PNA affinity towards cTnI might be due to 

similar secondary structures. The PNA-based transducer proved however to be insensitive to 

changes in pH and ionic strength with dissociation constants variations are in the error of the 

experiment. This differs from the DNA aptamer case, for which slight changes in KD values 

were found when changing the ionic and pH properties of the sensing medium. The 

neglectable pH and ionic strength dependency upon PNA-aptamer/cTnI interaction is a 

further confirmation that electrostatic interactions are not prevalent. Since both DNA and 

PNA share the same nucleobases, the nucleobase-protein interactions are considered the most 
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important origin of the observed affinities and selectivity. Indeed, hydrogen bonding, dipolar 

and stacking interactions seem to play a major role in the recognition process observed. Since 

PNAs have many applications in diagnostics and therapeutics, the present results form the 

base of envisaging PNA scaffold for study of other PNA/protein interactions. The 

understanding of PNA derived affinity and specificity compared to DNA aptamers can in the 

long run lead to a better understanding of their behaviour in biological environments. The 

combination with sensing technology such as gFET transducer can lead to very robust and 

high-performance sensor devices. 
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3. Experimental Section 

Materials: The Boc-protected PNA monomers were purchased from ASM Research 

Chemicals GmbH (Hannover, Germany). Thrombin, purified from human plasma, was 

purchased from EUROCLONE S.P.A. (Milano, Italy). 5(6)-Carboxy-tetramethylrhodamine 

(TAMRA) was purchased from Novabiochem (Darmstadt, Germany). O-(Benzotriazol-1-yl)-

N,N,N',N'-tetramethyluronium hexafluorophosphate (HBTU) was purchased from 

Fluorochem Ltd (Derbyshire, United Kingdom). N,N-diisopropylethylamine (DIPEA) was 

procured from Alfa Aesar (Kandel, Germany). Piperidine, GPR RECTAPUR, was obtained 

from VWR International srl (Milano, Italy). N,N’-diisopropylcarbodiimide (DIC) and 3,4-

dihydro-3-hydroxy-4-oxo-1,2,3-benzotriazine (DhBtOH) were purchased from TCI 

chemicals. Dichloromethane (DCM), N,N-Dimethylformamide (DMF), acetonitrile were 

purchased from Carlo Erba reagents (Milano, Italy). Rink amide-MBHA resin LL (100-200 

mesh) was purchased from Novabiochem. Biotin, Boc-Gly-OH, Trifluoroacetic acid (TFA), 

formic acid (FA), trifluoromethanesulfonic acid (TFMSA), azidoacetic acid, N-
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hydroxysuvvinimide (NHS), pyridine, thioanisole, m-cresol, acetic anhydride, diethyl ether, 

phosphate buffer tablets (PBS, 0.1 M), N-butyl hexafluorophosphate, tetrabutylammonium 

fluoride (TBAF), copper(II) sulfate (CuSO4), L-ascorbic acid, ethylenediaminetetraacetic acid 

(EDTA), and methoxypolyethylene glycol azide PEG (mPEG-N3, average Mn=2.000) were 

obtained from Sigma-Aldrich and used as received. 4-

((trisopropylsilyl)ethynyl)benzenediazonium tetrafluoroborate (TIPS-Eth-ArN2
+) and 

succinimidyl 2-azidoacetate (see paragraph S1) were synthesized as reported previously.[38, 

44] The 5’-azide modified troponin I DNA aptamer (5’-N3-TTT-TTT-CGT GCA GTA CGC 

CAA CCT TTC TCA TGC GCT GCC CCT CTT A-3’) was procured from integrated DNA 

Technologies (Leuven, Belgium). The unspecific aptamer was a 5’-azide modified Brain 

Natriuretic Peptide-32 aptamer (5′-N3-TTT-TTT-GGC GAT TCG TGA TCT CTGCTC TCG 

GTT TCG CGT TCG TTC G-3′) and was purchased from IDT Technologies (Leuven, 

Belgium).  

Recombinant human cardiac troponin I protein (MW=24 kDa) was obtained from Abcam 

(Cambridge, UK). BNP-32 peptide (MW = 3.4 kDa) was obtained from BACHEM AG 

(Switzerland). Graphene is synthesized in-house as described in Ref.[30] and interdigitated 

microelectrodes (ED-IDE1-Au w/o SU8) are provided by Micrux Technologies. Thrombin 

from human plasa mas purchased from MercK. Bovin serum albumin (BSA) was obtained 

from Sigma-Aldrich  

 

cTnI PNA Aptamer synthesis. NH2-cTnI PNA, the amino precursor of the tested PNA-

aptamer, was synthesized according to manual solid phase synthesis on MBHA resin, loaded 

with Boc-Gly-OH (0.20 mmol/g) in 5 µmol scale. The following solutions were used: a) Boc 

deprotection: TFA/m-cresol 95/5; b) Capping: acetic anhydride/pyridine/dry DMF 1/25/25; c) 

piperidine wash: 10% piperidine in DMF; d) Cleavage: TFA/TFMSA/m-cresol/thioanisole 

6/2/1/1. The PNA monomers were attached according to standard Boc/Cbz protocols, 

consisting in:  1) deprotection 2 × 4 min; 2) DCM wash; 3) DMF wash; 4) Kaiser test (1 min, 

positive); 5) coupling 1 × 30 min (activation for 2 min; Activation solution: 5 eq of PNA 

monomer, 4.9 eq of HBTU, 10 eq of DIPEA in dry DMF); 6) DMF wash; 7) Kaiser test 

(1min, negative); 8) capping 2 × 1 min; 9) DMF wash; 10) piperidine wash 2 × 2 min; 11) 

DMF wash; 12) DCM wash. Treatment of the dried resins with the cleavage solution (2 × 1 h) 

resulted in the release of the deprotected PNA oligomer. The crude sample was precipitated 

with 10 volumes of Et2O at −20°C and then purified by reversed-phase HPLC (see below). 

The resulting aliquots of NH2-cTnI were checked by UPLC-MS analysis and quantified by 
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UV-vis spectrometry (see SI for details). Stock solutions of 100 µM cTnI PNA-aptamer in a 

8:2 water:acetonitrile mixture were made. This was further diluted to a 10 µM concentration 

for deposition through click chemistry . 

cTnI PNA (H - CGT GCA GTA CGC CAA CCT TTC TCA TGC GCT GCC CCT CTT A-

Gly-NH2) ε (260 nm): 396280 M−1cm−1, yield: 2.1%. UPLC-MS (ESI+, H2O), r.t.= 2.91 min, 

m/z found (calculated): 1340.48 (1340.18) [M+8H]8+; 1191.30 (1191.38) [M+9H]9+; 1072.55 

(1072.35) [M+10H]10+. Deconvoluted mass: calculated 10713.45, found 10713.20 a.m.u. [M]. 

(Figure S14). 

N3-cTnI PNA (N3 - CH2CO - CGT GCA GTA CGC CAA CCT TTC TCA TGC GCT GCC 

CCT CTT A-Gly-NH2) was obtained by reacting succinimidyl 2-azidoacetate with the 

corresponding amino precursor cTnI PNA. Succinimidyl 2-azidoacetate (5.9 mg, 3 μmol) 

(Figure S13) was reacted with a purified aliquot of cTnI PNA (30 nmol) in an Eppendorf 

tube. The coupling was carried out overnight in DMSO (100 μL) in the presence of DIPEA (5 

µL, 30 nmol), under shaking conditions at 37°C. The resulting azido-PNA was purified with 

reversed-phase HPLC standard protocols, checked by UPLC-MS analysis and quantified by 

UV-VIS spectrometry. N3 - CH2CO - CGT GCA GTA CGC CAA CCT TTC TCA TGC GCT 

GCC CCT CTT A-Gly-NH2, ε (260 nm): 396280 M−1cm−1, yield: 50 %. UPLC-MS (ESI+, 

H2O), r.t. = 2.88 min. m/z found (calculated): 1350.46 (1350.56) [M+8H]8+; 1200.74 

(1200.61) [M+9H]9+; 1080.86 (1080.65) [M+10H]10+; 982.52 (982.50) [M+10H]11+; 1080.86 

(1080.65) [M+10H]10+. Deconvoluted mass: calculated 10796.50, found 10796.0 a.m.u. [M]. 

(Figure S15). 

Graphene surface modification: Graphene-TIPS was formed via electrografting of 4-

((triisopropylsilyl)ethynyl)benzenediazonium tetrafluoroborate (TIPS-Eth-ArN2
+) (10 mM) in 

0.1 M tetrabutylammonium hexafluorophosphate (NBu4PF6) in acetonitrile using cyclic 

voltammetry at a scan rate of 50 mV s-1 for five cycles between +0.20 V and -0.60 V vs. 

Ag/AgCl. The modified electrodes were rinsed with copious amounts of acetonitrile and 

acetone, and gently dried. Before “click” chemistry, the TIPS protecting group was removed 

by immersion of graphene-TIPS surface into tetrabutylammonium fluoride (TBAF, 0.1 M in 

THF) for 1h at room temperature. The surface was then left for 15 min in a pure THF solution 

for cleaning. This modification process produces graphene-ethynyl. The deprotected surface 

was then exposed to azido-modified methoxypolyethylene glycol (mPEG-N3, Mn 2.000) and 

azide-DNA or azide-PNA aptamer mixtures in a 2:1 ratio using CuSO4 (0.01 M) and L-
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ascorbic acid (0.01 M) as reaction catalyst. The resulting interface was then treated with an 

aqueous solution of EDTA (10 mM) for 10 min to chelate any remaining Cu2+ residues and 

finally washed copiously with water and dried under ambient conditions.  

Electrical sensing: Electrical measurements were conducted using a probe station source 

meter unit U2322A (Keysight Technologies, USA). All measurements were performed using 

a PMMA commercial flow cell (Micrux Technologies, Spain) with fixed flow channel 

geometry (16 µL), ensuring a defined flow rate of 50 µL min-1 to minimize mass transport 

limitation of the analyte to the sensor surface in all experiments. A silver chloride wire 

(diameter 1 mm, Sigma-Aldrich) was used to operate the gFET device in liquid gate 

configuration,  



 

21 

 

Characterization: Scanning electron microscopy (SEM) images were obtained using an 

electron microscope ULTRA 55 (Zeiss, France) equipped with a thermal field emission 

emitter and three different detectors (ESB detector with filter grid, high efficiency In-lens SE 

detector and Everhart-Thornley Secondary Electron Detector). Raman spectroscopy 

measurements were performed on a LabRam HR Micro-Raman system (Horiba Jobin Yvon, 

France) combined with a 473 nm laser diode as excitation source. Visible light was focused 

by a 100× objective. The scattered light was collected by the same objective in backscattering 

configuration, dispersed by an 1800 mm focal length monochromator and detected by a CCD. 

Electrochemical experiments were performed on a potentiostat/galvanostat/impedance 

analyzer (PalmSens4, PalmSens, The Netherlands). Surface plasmon resonance 

measurements were conducted using a Biacore (T200) with a constant flow of 30 µL min-1. 

The chips were formed by incubating 25 mM of L-cysteine on the surface for 30 min, washed 

and dried, followed by a solution of 10 mM 4-pentynoic acid in 1× PBS that was activated by 

EDC/NHS (10 and 15 mM) in 1 × PBS, for 20 min and this solution was further incubated for 

2h in the cysteine-modified gold surface. The remaining ethynyl group of the 4-pentynoic 

acid enabled the “click” of the azido PNA (10 µM in H2O), following the normal clicking 

protocol using Cu(I) as catalyst. Finally, the substrate was rinsed and washed with EDTA for 

15 min, rinsed with H2O and dried before placing it inside the SPR biacore machine. cTnI 

concentrations of 30, 60 and 120 pg mL-1 were prepared in a high and low PBS concentration 

with added 0.02 % Tween 20 and 1 mM MgCl2. The solutions were flushed through the gold 

sensor for about 15-20 min, with washing steps in between. 
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