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experiments) to emphasize the scattering signal. (d) Contour plot of the PA signals 

collected at different beam positions inside the cuvette. The signal due to laser scattering 

is observed at tҒ0 s at all beam positions. The width of this signal (solid green line) 

estimates the external diameter of the capillary (1.6±0.2 mm FWHM), consistent with the 

direct measurement using a caliper. Due to the finite speed of sound (Ғ1500 m/s in 

water), the signal from absorption by the solutions inside the capillary is observed at 

increasing delay when the cuvette is scanned, and the distance between the transducer 

the beam increases. The red shaded area reports the amplitude of the acoustic wave 

generated inside the capillary, whose time-position dependence nicely reproduces the 

speed of sound in the solvent (Ғ1500 m/s). The width of the red curve (FWHM) is 1.0±0.2 

mm, identical to the one measured through an optical microscope with a calibrated ruler.
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Summary 
Optical microscopy provides a vast toolbox of solutions to study essential challenges in 
life sciences.  The light-matter interaction can provide a large amount of information 
about the biological specimen, e.g., structural, dynamic, chemical and physical properties. 
Among optical microscopy techniques, fluorescence microscopy is the most widely used 
due to its intrinsic ability to visualize the molecules of interest with high contrast, high 
specificity, and high spatial and temporal resolution. In the last decades, research focused 
on developing advanced super-resolution fluorescence microscopy techniques to 
overcome the diffraction limit and create images with unprecedented spatial resolution. 
STED, RESOLFT, SIM, PALM, and STORM brought live-cell imaging at the nanoscale, 
improving the quality and extending the number of information we can collect.  
Nevertheless, fluorescence microscopy suffers intensely from the strong attenuation of 
light through tissues. As a possible solution, approaches that combine the resolution 
advantages of light with the penetration depth of sound waves have been proposed in 
the last years. Techniques based on detecting the acoustic waves generated after light 
absorption from the sample are called Photoacoustic Microscopies (PAM). PAM has 
several declinations: Optical Resolved PAM (OR-PAM), Acoustic Resolved PAM (AR-PAM), 
Ultra High-Frequency PAM (UHF-PAM) and Photoacoustic Computed Tomography 
(PACT). All these techniques take advantage of the acoustic wave as a detected quantity. 
As a drawback, they suffer from poor spatial resolution and contrast. This thesis proposes 
a series of approaches borrowed from fluorescence microscopy devoted to improving the 
Signal-to-Noise Ratio (SNR) in PAM.   
We structured this work in two parts: Part 1 gives an overview of the theoretical aspects 
of fluorescence and photoacoustic microscopy. In Part 2, we will present experimental 
applications of the theoretical concepts presented in Part 1.  
In the first part of the work, in Chapter 1, we report a theoretical overview of the 
photophysical phenomena due to light-matter interactions focusing on those leading to 
PA emission. The PA effect is a physical phenomenon based on the emission of sound 
waves following light absorption in material samples. The photon absorption and 
subsequent non-radiative relaxation of the excited states of the chromophores rapidly 
raise the temperature within the sample. The temperature increase induces a volumetric 
expansion, which generates a pressure wave. Fluorescence emission competes with non-
radiative relaxations of the excited states; thus, bright fluorophores are poor sources of 
photoacoustic signals. Chapter 2 focuses mainly on the probes studied. The discovery and 
the development of the Green Fluorescent Protein (GFP) led to the award of the Nobel 
Prize in Chemistry in 2008 to Osamu Shimomura, Martin Chalfie, and Roger Tsien. The 
GFP discovery prompted the massive application of genetically encoded probes in 
fluorescence microscopy and life sciences in general. This chapter presents a systematic 
review of the Fluorescent Proteins (FPs), starting from the more canonical GFP-like FPs, 
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massively used in fluorescence microscopy, to more recent proteins of the phytochrome 
and cyanobacteriochrome families. We classify the FPs on their origin and their 
chromophores structures. The first group we described are the proteins coming from 
marine organisms (GFPs and reefGFPs). These proteins are endowed with a chromophore 
generated in an autocatalytic way and show an absorption mainly in the blue/green 
region of the visible spectra. We move then our review to proteins coming from plants, 
fungi and bacteria (phytochromes, cyanobacteriochromes) that show an absorption 
mainly localized in the green/red and even far-red region of the visible spectra. These 
proteins also show substantial differences in their chromophore structure compared to 
GFP derivatives: the protein's backbone binds a derivative of the heme group (BV, PCB, 
t±. ŀƴŘ t˒.ύ covalently. The combination of GFPs derivatives and 
phytochromes/cyanobacteriochromes forms a palette of genetically encodable 
fluorescent probes covering the whole visible spectrum range that widely expands our 
capability to perform fluorescence microscopy. We then focused on a subgroup of 
fluorescent proteins, showing reversible switching between two different optical states: 
these proteins are called reversibly switchable fluorescent proteins (rsFPs). Regarding 
GFPs derivatives, only a subgroup of these proteins shows photochromism between a 
dark (non-fluorescent) and a bright (fluorescent) state. We also report the possibility to 
add punctual mutation capable of making a non-switchable GFP an rsFPs expanding then 
the palette of genetically encodable probes based on this protein architecture.  On the 
other hand, phytochromes and cyanobacteriochromes show photochromism between 
two bright states, generally green/red-(far-red)-absorbing. We then comment on the 
possible application of FPs and rsFPs to life sciences, highlighting their great 
improvements brought to fluorescence as a reporter gene or for labeling target 
structures. In Chapter 3, we present a review of the canonical approaches in fluorescence 
microscopy. We start with a theoretical description of fluorescence microscopy and 
widefield microscopy, the ancestor of all modern microscopy techniques. We moved then 
to the description of modern microscopy approaches like the confocal microscope, which 
is the most common architecture for a fluorescence microscope and the more recent 
light-sheet microscopy, tool-of-choice for studying thick biological samples. As the last 
point, we review the newest super-resolution techniques overcoming the diffraction limit 
affecting fluorescence microscopy. We point out that RESOLFT, PALM and qOLID make 
extensive use of photochromic probes for enhancing resolution and signal-to-noise ratio 
(SNR). We borrowed the idea from this evidence to introduce photochromic proteins in 
Photoacoustic Microscopy (PAM) to increase SNR. In Chapter 4, we present a systematic 
review of the state-of-art of PAM. We start from a theoretical description of signal 
generation in PAM, taking advantage of the concepts exploited in Chapter 1. We highlight 
the main sources contributing to reducing SNR and contrast, pointing out the thermal 
origin of the noise. We then characterize the detection system and the lateral resolution: 
we have systems where the acoustic components drive the lateral resolution (AR-PAM), 
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or the optical components drive the lateral resolution (OR-PAM). At first glance, we notice 
that AR-PAM is more suitable to study thick samples with good resolution while OR-PAM 
provides high resolution in thinner samples showing a tradeoff between lateral resolution 
and penetration depth. We then review approaches to avoid this tradeoff: we focused 
mainly on Two-Photon Photoacoustic Microscopy (2P-PAM), which combines the two-
photon excitation's advantages in terms of penetration depth whit the same properties 
in detection offered by photoacoustic microscopy. We complete the description with a 
review of the main approaches to achieving super-resolution in PAM: we move from non-
linear approaches (2P-PAM, PAM nanoscopy) to approaches using structured illumination 
or photochromic probes (used both to enhance lateral resolution and contrast). In this 
work, we take advantage of rsFPs to enhance contrast in photoacoustic spectroscopy and 
microscopy. 
The second part of the thesis contains the experimental results. Chapter 5 explains the 
engineering, expression, and purification processes of FPs; we focused mainly on two 
mutants of GFPs and a cyanobacteriochrome. We prepared tƘŜ DCtΩǎ ŘŜǊƛǾŀǘƛǾŜǎ at the 
laboratories of the National Enterprise for nanoScience and nanotechnology laboratory 
in Pisa, under the supervision of Dr.Ranieri Bizzari and Dr.Barbara Storti. We designed two 
mutants of GFP, including two punctual mutations: one for the photoswitching and one 
for lowering the fluorescence quantum yield. The cyanobacteriochrome protein (GAF3 
from slr1393) was expressed and purified in the group of Dr. Wolfgang Gaertner at the 
University of Leipzig, Germany. The latter protein was the core of the experiments in 
Chapter 6, where it was studied extensively from a spectroscopic point of view showing 
better results than GFP derivatives. We characterized GAF3 through optical and 
photoacoustic spectroscopy. This chapter points out the usefulness of photoacoustic 
spectroscopy to retrieve time-resolved thermodynamic information from the sample. We 
designed a 1D experiment to show the contrast enhancement brought by GAF3 in PAM. 
In Chapter 7, we present preliminary results on a more advanced application of PAM for 
which we built a 2P-PAM setup. The setup shows a high lateral resolution and provides a 
good penetration depth in samples. We acquired images of a biological sample, showing 
an improved resolution given by this approach and poor contrast and intense background 
noise due to the modulated CW excitation. We suggest that the application of rsFPs may 
improve contrast in 2P-PAM. Chapter 8 presents an alternative methodology to improve 
SNR, not involving rsFPs. We show results firstly obtained in optical microscopy. The idea 
is to parallelize the illumination on a sample to improve the SNR by sharing the noise 
content among different sample portions. We implement this approach on a light-sheet 
microscope where we shine the light on different portions of the samples with an 
encoded parallel illumination pattern. We collect the light coming from different planes 
by extending the depth-of-field. We reconstruct the single plane after a decoding process. 
It is crucial to notice that we can vary both encoding sequence and extending depth-of-
field methods, adapting to experimental needs. Since the architecture of the light sheet 
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is similar to the one of the photoacoustic spectroscope previously mentioned, in the last 
part, we postulate the feasibility of a parallelized photoacoustic spectroscopy to enhance 
contrast. We propose synthetic data to validate our hypothesis.  
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PART ONE: THEORETICAL BACKGROUND   
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1 Light-Matter Interactions 
Light plays a crucial role in our everyday life, providing us the information on the 

surrounding. The first theories on the eye working with the light belong to the ancient 

Greeks and Pythagoras, which supported the possibility that the eye sends visual rays to 

explore the surroundings.  Nowadays, we can use the dual nature of light, corpuscular or 

wave, to describe the optical phenomena like reflection, refraction, and absorption that 

permit us to see the colors. We can describe the behavior of a light wave crossing a 

material through a set of optical parameters related both to the light itself and the 

material. If this set of parameters remains constant and independent of the intensity of 

light, like the phenomena we use to observe, we are working in the field of linear optics. 

The development of the first laser in the 1960s allowed to confine a high light intensity in 

a small spot, leading to the study of new optical phenomena. At such high power, the 

optical parameters are not constant anymore and may become dependent on light 

intensity: we are in the field of non-linear optics.  

 

Figure 1.1. The representation of light as an electromagnetic field. In blue is the electric field, and 
in red is the magnetic one. 

To explain both linear and non-linear effects, we start by considering a non-conducting 

dielectric medium with a total neutral charge. If we apply an oscillating electric field like 

the electric component of the light ╔►ȟὸ ╔ ▓Ͻ► ‫ὸ(Reported as a blue wave in 

Figure 1.1) we produce deformation through a forced oscillation of the electrons orbitals 

that leads to the generation of a microscopic dipole moment ▬ὸ ὩϽ▀ὸ; where ╔  

is the amplitude, ▓ the wave vector the angular frequency, Ὡ the charge of the ‫ 

electron, and ▀ὸ is the time-variant displacement from the original position.  If the 
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frequency Notice that) ‫ ‫ ὧ‗ϳ  where ὧ is the speed of light in the vacuum and ‗ the 

wavelength) of the electric field matches one of the atom's natural frequencies, then we 

have a resonance phenomenon leading to the absorption of energy by the molecule from 

the light. The energy absorbed promotes an electron to a quantum state with higher 

energy (excited state) than the previous one (fundamental state). The excited state 

generally has a very short lifetime and many processes, summarized by the Jablonsky 

diagram (Figure 1.2), lead to the depletion of the excited state energy and the restoration 

of the fundamental state. We can distinguish between non-radiative (e.g., heat release) 

and radiative (e.g., light emission like fluorescence) decays. There are also processes 

depleting the energy through long-living paths like inter-system crossing and 

phosphorescence. The absorption coefficient ♪ⱷ  describes the absorption strength. If 

is not in resonance, the medium will not absorb the energy and, in this case, will be ‫ 

transparent to that radiation that will then propagates through with a lower velocity 

compared with the free space. The refractive index ▪ⱷ  governs this process and it is 

intimately linked to the absorption coefficient. The two parameters are the main 

properties that optically characterize a medium. 

 

Figure 1.2. Jablonski diagram showing the major transitions between electronic (thick horizontal 
lines) and vibrational (thin horizontal lines) states. Straight arrows represent the radiative 
transitions (absorption, fluorescence, and phosphorescence). Wavy arrows represent non-
radiative transitions (Vibrational Relaxation, Internal Conversion, Intersystem Crossing). Image 
adapted from Edinburgh Instruments Ltd, https://www.edinst.com/. 

We consider a dielectric medium to understand better how linear and non-linear optics 

work. An external oscillating electric field would locally generate a dipole that 

macroscopically will contribute to the vector ╔. We can quantify this process through the 

vector ╓ that represents the electric field inside the material, written as follows: 
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╓ ‐╔ ╟ 

Equation 1.1 

Where ‐ is the electric permittivity of free space, and ╟ is the macroscopic polarization 

vector of the medium defined as the net average dipole moment per unit of volume: 

╟ὸ ὔộ▬ὸỚ 

Equation 1.2 

Where ὔ is the number of macroscopic dipoles per unit of volume, and the brackets are 

the average over all the dipoles in the medium. By expanding ╟ in powers of the electric 

field, we can classify linear and non-linear processes through their power-law 

dependence. 

1.1 Linear optics 
While applying weak electric fields, we can consider the electron binding potential 

harmonic and the dipole as a damped harmonic oscillator. Under this condition, the 

resulting displacement ▀ὸ   acts in the same direction of the electric field, and so the 

polarization could be written as: 

╟ὸ ‐Ⱶ Ͻ╔ 

Equation 1.3 

Where Ⱶ  is the linear electric susceptibility tensor of the medium that, for isotropic, is 

reduced to a scalar quantity … . The relation ‐ ρ …  then relates the 

susceptibility to the relative dielectric constant (‐) of the medium. From the following 

Equation 1.4, we can derive both terms as complex and frequency-dependent quantities:  

‐‫ ὲ‫ Ὥ
‌‫

τ“

… … Ὥ…

 

Equation 1.4 

The refractive index ὲ‫  governs the real part, which characterizes the dispersive 

behavior of the material, while the absorption coefficient ‌‫  governs the imaginary 

part, which represents the absorption properties.  
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Figure 1.3. Schematic representation of the main linear interactions involving a light beam 
incident on an optical medium. 

As we said at the beginning, linear optics involves the propagation of a weak 

electromagnetic field through an optical medium. Figure 1.3 represents these optical 

processes, categorized as follows: 

¶ Parametric, if the light interacts instantaneously with the matter, without any net 

transfer of energy, momentum, or angular momentum between the field and the 

material. This is the case of reflection, refraction, diffraction, and elastic scattering. 

The real part of the susceptibility rules these processes. 

¶ Non-parametric, if the processes involve a change in quantum states. In this case, 

examples are absorption, emission, heat release, and inelastic scattering. The 

imaginary part of the susceptibility rules these processes. 

1.1.1 Reflection, Refraction, Diffraction, and Scattering 
Reflection is the direction change of a wavefront at an interface between two different 

media so that the wavefront returns to the medium from which it originated. The law of 

reflection says that for specular reflection, the angle at which the wave is incident on the 

surface equals the reflection angle ɡ ɡ. This behavior is typical of the mirrors. 

Refraction is the change in the direction of a wave passing the interface between two 

media. The portion of light not reflected passes through the material with a velocity ὺ

ὧὲϳ ‫ , where ὧ is the speed of light in the vacuum. Snell's law describes the change in 

direction due to the change in velocity ὲÓÉÎ— ὲÓÉÎ ɡ  where Ὥ stands for 

"incident" and ὸ for "transmitted". Refraction is the typical process associated with the 

lenses. 

Diffraction is the waves bending around the corners of an obstacle or through an aperture 

into the region of geometrical shadow of the obstacle/aperture. We explain this process 

as the result of interference of waves since the diffracting object or aperture effectively 

becomes a secondary source of the propagating wave according to the Huygens-Fresnel 
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principle. The Diffraction is more pronounced when the size of the obstacle or the crack 

is comparable to the radiation wavelength. The Diffraction of light by small structures 

governs the image formation in light microscopy. Diffraction is also the Acousto-Optic 

Deflectors (AOD) critical process. 

Scattering is a term that includes a wide range of physical phenomena where localized 

non-uniformities force moving particles (like light) to deviate from their original trajector.  

We classify scattering events on the ratio between entering and scattered wavelengths: 

if the two-wavelength matches, we are talking about elastic scattering. Otherwise, we are 

in a regime of inelastic scattering. The first group is the one we are interested in the most, 

and we can further divide it depending on the dimension ‌ of the scattering center: 

if ‌ḻ‗ is called geometric scattering. If ‌ͯ ‗ is called Mie scattering and is dominant in 

tissues light diffusion, particles of comparable size diffuse the light in the same order as 

the wavelength of light: cells, nuclei, and organelles all fit in this category. If ‌Ḻ‗ is 

called Rayleigh scattering (which is responsible for the blue color of the sky). The Rayleigh 

scattering goes approximately as ρȾ‗ while the Mie Scattering is proportional to the 

inverse of the wavelength. We will not comment on the inelastic scattering group. 

1.1.2 Absorption and Fluorescence 
As we said at the beginning of this paragraph, if ‌‫  is non-zero, the electric field of light 

transfers energy to the electrons and atoms of the medium. In the absorption process, 

the electromagnetic energy is converted into the system's internal energy. In 1917, in the 

paper "On the Quantum Theory of Radiation," Albert Einstein proposed a solution for the 

radiation-matter interaction, starting from the black body radiation, based on three 

coefficients called "Einstein's phenomenological coefficients". 

Let us consider a system having two energy levels,  Ὓ  and  Ὓ (Figure 1.2). Three 

coefficients describe the induced absorption process (ὄ ), the induced emission process 

(ὄ ), and the spontaneous emission process (ὃ ). The induced emission process Ὓᴼ

Ὓ occurs at exactly the same rate as the induced absorption process ὛᴼὛ, so that 

ὄ ὄ . For the absorption process, we define the Lambert-Beer Law to describe the 

decay of the absorbed light. 

Ὅὼ ὍὩ  

Equation 1.5 

Where ‌ is the absorption coefficient, ὼ is the optical path, and Ὅ is the initial intensity 

of the light. Let us now consider the population of the two states,  ὔ  and  ὔ , 

respectively. These two numbers will satisfy the Boltzmann Law described in the following 

Equation 1.6. 
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ὔ

ὔ
Ὡ ϳ Ὡ ϳ  

Equation 1.6 

Where Ὤ is the Planck constant, ’ ς“ὧ‗ϳ  and  Ὁ and  Ὁ are the energies of  Ὓ and 

 Ὓ, respectively. The rate of absorption from state 0 to state 1 is ὔὄ ”’, where ”’ 

is the energy density incident on the sample at a given frequency. The rate of emission 

from state 1 to state 0, indeed, is ὔ ὃ ὄ ”’ . At the equilibrium, these two 

quantities are equal: 

ὔ

ὔ

ὄ ”’ ὃ

ὄ ”’
ρ

ὃ

ὄ ”’
 

Equation 1.7 

By substituting the density obtained by black body radiation, ”’

ψ“Ὤ’ϳὧὩ ϳ ρ we reduce the Equation 1.7 in the following form: 

ὃ
ψ“Ὤ’

ὧ
ὄ  

Equation 1.8 

It is interesting to note that the ratio ὃ ὄϳ  is proportional to the cube of the 

frequency. For this reason, while in the visible region, essentially all emission is 

spontaneous for the normal radiation levels, the same is not valid for longer wavelengths 

(e.g., radiofrequency), where spontaneous emission is negligible. 

The coefficient ὃ  summarizes the spontaneous emission, including fluorescence 

(process at the base of the modern optical microscopy techniques) and phosphorescence. 

We can go deeper in the analysis, pointing out the main properties of fluorescence. We 

consider the spontaneous emission independent of the wavelength and, from a kinetic 

point of view, as a unimolecular process. Given ὔ the number of emitting sources, we can 

write the following equation: 

Ὠὔὸ

Ὠὸ
ὃ ὔὸ 

Equation 1.9 

The solution of the Equation 1.9 leads to the following result: 

ὔὸ ὔὩ  

Equation 1.10 
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The constant ὃ  is inversely proportional to the lifetime of the process † ὃ . 

More generally, we can state that a system excited by a photon will drop to the ground 

state with a certain probability based on the decay rates through several different 

(radiative or non-radiative) decay pathways, of which fluorescence (ὃ ) is one of the 

possible ways. 

ὔὸ ὔὩ  

Equation 1.11 

We can see that the decay rate of the excited singlet state is proportional to the sum of 

the rates for all decay pathways † ВὯ.  

We must comment on two decay pathways: the first one is the internal conversion (IC, 

Figure 1.2), which is a non-radiative transition between two electronic states of the same 

spin multiplicity. A vibrational relaxation towards the lowest vibrational level of the final 

electronic state follows the latter process. The excess vibrational energy that can be 

transferred to the solvent during collisions of the excited molecule with the surrounding 

solvent molecules is the base of the heating process that we will treat more in detail in 

paragraph 1.3. The second pathway is intersystem crossing (ISC, Figure 1.2) between two 

isoenergetic vibrational states of two electronic levels with different spin multiplicity, like 

a singlet Ὓ to a triplet Ὕ. Even if the transition (ὝᴼὛ) is forbidden, it is observed for 

the spin-orbit coupling. In solution at room temperature, non-radiative de-excitation 

from the triplet state Ὕ  is predominant over radiative de-excitation called 

phosphorescence, but at low temperatures or in a rigid medium, we can observe 

phosphorescence. 

1.2 Non-linear optics 
The spreading of new powerful sources such as lasers boosted the study of non-linear 

phenomena in light-matter interaction. Let now consider the equation of the polarization 

vector. The considerably high oscillation induced by a higher electric field causes a 

stronger distortion in the electron structure, inducing inharmonic effects. Since the 

electric fields of focused light are still small compared to interatomic forces, we can 

expand ╟ to ╔ in a Taylor series: 

╟ὸ ‐ Ⱶ Ͻ╔ Ⱶ Ͻ╔ Ⱶ Ͻ╔ Ễ  

Equation 1.12 

Here we show the high-order susceptibility tensors Ⱶ . Most of the non-linear 

phenomena involve the second-and the third-order susceptibilities. Generally, the non-

linear coefficients are many orders of magnitude smaller than the linear ones, which 
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means that non-linear optical effects require high incident powers to become relevant. In 

this work, we will focus only on one non-linear process. 

1.2.1 Two-Photon Absorption (2PA) 

 

Figure 1.4. The scheme represents the two-photon absorption of two identical wavelengths (a) 
and two photons with different frequencies (b), in (c) the different excitation volumes in both 
one-photon (1P) and two-photon (2P) processes. 

The process is governed by the imaginary part of the third-order susceptibility Ⱶ╘ . Two-

photon absorption consists of two photons' simultaneous absorption to match the (usual) 

one-photon transition energy between the ground and the excited state. The 

"simultaneity" is achieved within a time window of the order of 10-16 s (1,2), which is the 

scale of molecular energy fluctuations (Figure 1.4). The system will pass through a virtual 

intermediate state (v.s.). The 2PA could be achieved by absorbing two photons with equal 

wavelengths, doubling the single photon's energy or through the absorption of two 

photons with different wavelengths. However, many molecules exhibit deviations from 

this rule because the selection rules for 2P processes are different from single-photon 

ones (2). Since the one-photon transition is achieved via the absorption of a UV-VIS 

photon, it means that longer wavelengths (smaller frequencies) towards the near-

infrared (NIR) part of the spectrum need to be used for a 2PA process to occur. As stated 

in paragraph 1.1.1, Mie Scattering in tissues decreases linearly with the increase of the 

wavelength; for this reason, the use of NIR wavelength has a relevant interest in the study 

of thick biological samples. As we did in paragraph 1.1.2, we can define an absorption law 

also for the 2PA: 

Ὅὼ
Ὅ

ρ „ὼὍ
 

Equation 1.13 

Where „ is now the two-photon absorption coefficient, ὼ is the optical path, and Ὅ is the 

initial intensity of the light.  
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1.3 Photoacoustic Effect 
This phenomenon will play a prominent role in this work. The photoacoustic effect (PA) is 

a photophysical phenomenon involving the generation of sound waves following light 

absorption by a sample (3). The PA wave is then quantified by measuring the outcoming 

sound with an appropriate detector (e.g., ultrasound transducers). As we stated in 

paragraph 1.1.2, many processes concur to deplete the energy of an excited state; 

internal conversion and vibrational relaxation (Figure 1.2) are the two involved in the 

generation of heat. In the scheme below, we can observe the processes occurring during 

the photoacoustic generation:  

 

Figure 1.5. Scheme representing the P.A. wave generation. Q is the heating, V is the volume, T is 
the temperature, cp is the specific heat at a constant temperature, ʍ is the density, ɼ is the 
isobaric expansion coefficient, and kT is the isothermal compressibility. ʊ stands for all the 
molecular, atomic, and electronic rearrangements of solute and solvents molecules leading to a 
structural volume change. 

As we can see from Figure 1.5, two main processes are leading to PA wave generation:  

¶ The photothermal mechanism consists of three steps: (i) conversion of the 

absorbed (pulsed or modulated) radiation into heat; (ii) temperature increase 

through the heat capacity ὠὧ”; (iii) Temperature changes are "translated" to 

volumetric changes through the isobaric expansion coefficient (‍) and finally to 

pressure changes through the isothermal compressibility (Ὧ). 

¶ The molecular structural changes may affect the solvent organization, leading to a 

pressure wave.  

The amplitude of the traveling thermal wave decreases strongly (exponentially) along its 

propagation direction. Since the temperature and pressure changes involved are minute, 

the standard order of magnitude for the temperature changes, using ordinary light 

intensities, is about micro to millidegrees and for the resulting pressure changes are about 

nano-to microbars. The pressure change is typically detected by using an ultrasound 
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transducer. We will present a detailed review of PA microscopy in Chapter 4. We can 

write the overall pressure variation as follows: 

ɝὖ
ρ

Ὧ

ɝὠ

ὠ

ρ

Ὧ

ɝὠ ɝ6

ὠ
 

Equation 1.14 

In this equation, ɲt is the pressure change, V is the illuminated volume and Ὧ  is the 

isothermal compressibility. The transducer will measure an electric signal related to the 

pressure that is linearly related to the number of absorbed photons: 

ὲ
ὔ

ὔ
ρ ρπ  

Equation 1.15 

Where ὃ is the absorbance of the solution at the wavelength ʇ, ὔ  is the Avogadro's 

constant and ὔ  the number of incident photons. We can write the total signal as 

follows: 

Ὄ Ὧὲ ‌
‍

ὅ”
Ὁ ɝὠ  

Equation 1.16 

Here we define Ὁ ὔὬὧȾ‗ as the energy of one mole of photons of wavelength ʇ (=one 

Einstein), ‌ ὗȾὉ  as the fraction of the absorbed energy, Ὁ  released as heat, Q, 

 ɝὠ as the structural volume change per absorbed Einstein, ὅ  as the specific heat 

capacity, ” the density, and ‍ the cubic thermal expansion coefficient. Ὧ is an 

instrumental constant, and its determination plays a crucial role in measuring the other 

parameters.  

We define a class of compounds called "photocalorimetric references" that show the 

following properties: Photocalorimetric reference compounds are non-fluorescent 

substances, show no transients with a lifetime longer than a few nanoseconds, are 

photochemically stable, and are 100% efficient in delivering the absorbed energy to the 

medium as heat when the excited molecules return to their ground state. In this case, 

Equation 1.16 is reduced as follows, neglecting the contribution due to structural volume 

changes: 

Ὄ Ὧὲ
‍

ὅ”
Ὁ 

Equation 1.17 
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These compounds are used to eliminate the instrumental constant by taking the ratio in 

Equation 1.18: 

Ὄ
Ὄ

Ὄ
‌
ɝὠ

Ὁ

ὅ”

‍
 

Equation 1.18 

For transient species with lifetimes within the pressure integration time, we write the 

signal as the convolution between the transfer function of the instrument Ὄ ὸ, 

obtained through the calorimetric reference and the time-dependent ratio Ὄὸ. We 

write the following equation: 

Ὄ ὸ Ὄ ὸὌὸ ὸὨὸᴂ 

Equation 1.19 

In paragraph 6.2.3.5, we will explain experimentally how to retrieve information about 

the enthalpy changes. 
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2  The GFP and the autofluorescent proteins 
In the last 50 years, bioanalytical techniques have gone deeper into the main biochemical 

processes occurring inside the cells. The possibility of studying dynamically the molecular 

processes occurring at the sub-cellular scale represents the new frontier of biochemical 

analysis. For this reason, imaging techniques with the sub-micrometer resolution are 

requested. Among these techniques, fluorescence microscopy (paragraph 3.1) plays a 

prominent role thanks to its intrinsic sensitivity, spatial resolution, and biocompatibility 

due to the emission process. However, fluorescence microscopy requests suitable 

molecular probes capable of emitting fluorescence even if linked to other 

macromolecules. From a photophysical point of view, a protein that includes at least one 

of the three aromatic amino acids (Phenylalanine, Tyrosine, and Tryptophan) 

characterized by a weak fluorescence emission under UV excitation could be considered 

(auto)-fluorescent. However, UV excitation is not compatible with biological systems and 

provides lower penetration depth. There are then proteins based on redox coenzymes 

b!5Iκb!5tI όŜȄΦ опл ƴƳΣ ŜƳΦ псл ƴƳύ ŀƴŘ C!5 όŜȄΦ Ғпрл ƴƳΣ ŜƳΦ Ғрнр ƴƳύ ƻǊ 

ǇƻǊǇƘȅǊƛƴ ǎȅǎǘŜƳǎ όŜȄΦ Ғплл ƴƳΣ ŜƳΦ Ҕслл nm) that emit in the visible region but do not 

solve the issue of the fluorescent tag (4). In the last 30 years, the discovery of a new class 

of fluorescent proteins emitting in the visible region of the electromagnetic spectrum not 

requiring any cofactor has significantly changed the scenario with a new class of probes 

generically called FP, "fluorescent proteins". These proteins show interesting and 

complex photochemistry and, through bioengineering processes (that will be further 

described in Chapter 5), could be tailored to several applications, including photoacoustic 

microscopy (we will describe the principles in Chapter 6). This work of thesis will mainly 

focus on the latter application of FPs. 

2.1 The origin of the autofluorescent proteins 
In this chapter, we comment on the main classes of fluorescent proteins depending on 

their original host and the characteristics of their chromophores. 

2.1.1 The GFP and the bioluminescence in Aequorea victoria and other marine 
species 

Many living organisms show bioluminescence as a defense or a tool to attract partners or 

quarries; among these bioluminescent organisms, Aequorea victoria showed a system of 

organelles that, in particular conditions, emits green light. Thanks to O. Shimomura 

(Chemistry Nobel Laureate in 2008 for discovering the GFP), we have been able to retrieve 

the mechanism of this process (5ς7). The primary source of light is a protein called 

aequorin that releases energy as a blue light in the presence of calcium ions, while a green 

protein modifies its emission spectrum through a resonance transfer of the excitation. 
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This last protein is called Green Fluorescent Protein (GFP) and is the ancestor of the whole 

family of FPs. These proteins were first discovered in two Cnidaria classes: Hydrozoa and 

Anthozoa (8,9), that use GFP for bioluminescence or fluorescent/non-fluorescent 

coloring. Recently GFPs from other marine organisms evolutionarily far from Cnidaria 

have been reported. The Arthropoda uses fluorescent proteins for choosing the partner. 

Color Diversity. The natural diversity of FPs was firstly discovered in non-bioluminescent 

species of the Anthozoa (9), where homologs of the GFP were used as a colorizing system. 

There were classified five main classes of colors depending on their emission: cyan (CFP), 

green (GFP), yellow (YFP), orange/red (RFP), and blue-violet non-fluorescent 

chromoproteins. Nowadays, including artificial mutants, FPs are available in a wide range 

covering the whole visible spectrum, from Ғ450 nm to 650 nm, and the Near Infrared 

region. 

2.1.2 Fluorescent proteins in photosynthetic bacteria 
Marine organisms are not the only source of FPs; we can find another class of fluorescent 

proteins different in structure from GFP derivatives in photosynthetic bacteria. Protein 

complexes, called phytochromes, binding a linear tetrapyrrole (10), are responsible for 

photoreception in these latter organisms. Among the photosynthetic bacteria, the 

cyanobacteria (improperly called blue-green algae) are the most intriguing, giving rise to 

two classes of fluorescent proteins: the cyanobacterial phytochromes and the 

cyanobacteriochromes (10). This last group is peculiar to the cyanobacteria and shows 

different properties than the other bacterial phytochromes. Cyanobacteria Synechocystis 

and Cyanothece are essential to model organisms with potential applications in 

biotechnology. 

2.2 Structure and Chromophore of the FPs 
In this paragraph, we describe the molecular structure and chromophore of the 

fluorescent proteins belonging to the GFP-like family and the phytochromes.  

2.2.1 Folding and structure stability of GFP 
The sequence of the GFP contains 238 amino acids for a molecular weight of 27 kDa. From 

X-ray diffraction studies of crystallized GFP, this sequence is compacted in a cylindrical 

structure of 42 Å height and 24 Å diameter containing various secondary structure motifs. 

¢Ƙƛǎ ǘŜǊǘƛŀǊȅ ǎǘǊǳŎǘǳǊŜΣ ŎŀƭƭŜŘ ʲ-barrel, derives from a three-dimensional arrangement of 

ŜƭŜǾŜƴ ǎǘǊŀƴŘǎΣ ŀƴǘƛǇŀǊŀƭƭŜƭ ʲ-sheets. This tertiary structure is unique for GFP and is 

represented in Figure 2.1 (11). 
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Figure 2.1. The ̡ -barrel tertiary structure of GFP side (a) and top-view (b). The chromophore, 
here represented in ball and sticks mode, is located in the core of the protein. Copyright (2003) 
National Academy of Sciences. 

-hhelix stretches close to ǘƘŜ ʲ-barrel on both sides, ǿƘƛƭŜ ŀƴƻǘƘŜǊ ʰ-helix stretch crossing 

the interior of the barrel contains a sequence of three amino acids that form the 

chromophore upon maturation. We can see from Figure 2.1 that this arrangement 

protects the chromophore located in the proteinΩǎ ŎƻǊŜ from the external solvent and 

other quenchers like molecular oxygen. The highly compact structure of the protein 

allows high thermal stability (denaturation occurring at 83°C) and the capability of 

recovering the tertiary structure after warming/cooling cycles (12). 

2.2.2 Structure and autocatalytic formation of GFP and GFP-like chromophore 
We will distinguish between proteins emitting in the region of the spectrum going from 

cyan to green/yellow (480-560 nm) that own chromophores chemically identical to the 

original GFPΩǎ ƻƴŜ and proteins emitting in the region of the spectrum going from yellow 

to red (560-700 nm) that undergo an extra step during the maturation process. We briefly 

commented on this last class since yellow-red GFPs will not be central in this work.  

Wilde-Type GFP. The chromophore of the original GFP (wild-type GFP or wtGFP) is a 4-(p-

hydroxybenzyliden)-imidazolid-5-one (p-HBI) and is formed after the cyclization of three 

adjacent amino acids: Ser65, Tyr66, Gly67. It is demonstrated that the expression of the 

gene coding for GFP in other organisms leads to fluorescence, meaning that no cofactor, 

apart from oxygen, is requested for the complete maturation of the chromophore, being 

the core of the unique feature of this protein. The protein formation mechanism is 

described in (13) and is shown in Figure 2.2. !ŦǘŜǊ ǘƘŜ ʲ-barrel formation, the 

imidazolidone (the five-term ring) is formed by the nucleophilic attack of Gly67 on the 

carbonyl of Ser65 following dehydration. After, the molecular oxygen dehydrogenates the 

-̡carbon of Tyr66, leading to the formation of the conjugated system responsible for the 

absorption and the fluorescence in the visible. 
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Figure 2.2. Biosynthetic scheme for GFP chromophore's formation. (A) Cyclization of the 
backbone through a nucleophilic attack by nitrogen of Gly67 to the carbonyl of Ser65. (B) 
5ŜǇǊƻǘƻƴŀǘƛƻƴ ƻŦ ǘƘŜ ʰ-carbon of Tyr66 and enolate's formation. (C) Reversibly dehydration of 
the main chain. Arg96 stabilizes both this and the previous intermediate. (D) Addition of oxygen 
and formation of the adduct with hydroperoxide. (Eύ hȄƛŘŀǘƛƻƴ ōȅ ŘŜǇǊƻǘƻƴŀǘƛƻƴ ƻŦ ǘƘŜ ʲ-carbon 
of Tyr66 and formation of hydrogen peroxide. Image adapted from (11). Copyright (2003) 
National Academy of Sciences. 

It iǎ ƛƳǇƻǊǘŀƴǘ ǘƻ ƴƻǘƛŎŜ ǘƘŀǘ ƛŦ ǿŜ ŘŜƴŀǘǳǊŜ ǘƘŜ ʲ-barrel after chromophore formation, 

we lose the fluorescence, while a subsequent renaturation will restore the original 

ŎƻƴŘƛǘƛƻƴΦ ¢Ƙŀǘ ƳŜŀƴǎ ǘƘŀǘ ǘƘŜ ʲ-barrel is necessary to have fluorescence, so the tertiary 

structure must be complete. It is possible to operate punctual mutation to modulate the 

properties of the protein and tag the protein to other structures not compromising 

correct functioning. Among the three functional amino acids, only Gly67 is essential since 

the nucleophile needs space and flexibility to work. Ser65 could be variously substituted 

(Thr65 instead of Ser65 brings to the Enhanced GFP, EGFP), while Tyr66 could be 

substituted with aromatic amino acids, leading to a change in color (Y66W, Trp instead of 

Tyr, brings to aquamarine, cyan fluorescent protein (14). A group of mutations across the 

backbone has different features to the protein, preserving the primary structure's 

effectiveness.   

Reef GFP. In the second class of GFP-like FPs, we have proteins belonging to organisms 

mainly coming from the coral reef that is sometimes indicated as reefGFP. In these 

proteins, after the chromophore's maturation, an oxidation process forms an acilimine. 

The protein DsRed (‗ υψσ ὲά, Figure 2.3, IV) was the first protein undergoing 

these processes discovered. Here dehydrogenation occurs at h-carbon of Gln66 (in DsRed, 

position 66 corresponds to position 65 of GFP). The extended conjugation onto the 

backbone redshift the emission of the protein. The acilimine could undergo other 

reactions, giving rise to other classes of chromophores. In zFP538 (‗ υσψ ὲά , 

Figure 2.3), the first amino acid of the chromophore (lysine) undergoes a cyclization onto 
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ƛǘǎ ʰ-carbon. In mOrange (‗ υφς ὲά) threonine cyclizes with the carbonyl forming 

a ring (Figure 2.3, VIII). In Kaede protein, irreversible photoconversion cleavages the 

chromophore generating a new red-emitting one (Figure 2.3, V). In protein KFP (kindling 

fluorescent protein, asFP595), the autocatalytic hydrolysis forms a ketone (Figure 2.3, 

VII). Figure 2.3 reports a schematic representation of the main processes described in 

reference (13). 

 

Figure 2.3. The chromophores in FPs ŀƴŘ ǘƘŜƛǊ ǎȅƴǘƘŜǘƛŎ ǎǘŜǇǎΦ ¢ƘŜ ˉ-conjugation is reported in 
color. Reprinted from Chemistry & Biology, Vol 15, Alexey A. Pakhomov, Vladimir I. Martynov, 
GFP Family: Structural Insights into Spectral Tuning, Pages No. (13), Copyright (2008), with 
permission from Elsevier. 

2.2.3 Proteins binding heme derivatives 
As we mentioned in paragraph 2.1.2, we will comment on another group of fluorescent 

proteins having different origins and spectral/structural properties than GFPs. These 

proteins bind a tetrapyrrole derivative (bilin) as a chromophore, and we refer to them as 

"phytochromes". They are a widespread family of red/far-red responsive photoreceptors 

first discovered in plants in 1959 (15), where they constitute one of the three main classes 

of photomorphogenesis regulators (16). Phytochromes bind covalently bilin 

chromophores that enable photoconversion between red-absorbing (Pr) and far-red-

absorbing (Pfr) forms through cis-trans isomerization. In plants, phytochromes measure 

the ratio of red light and far-red light, allowing the plant to assess the quantity of 

photosynthetically active light (17). New members of the phytochromes family were then 

discovered in fungi, bacteria and cyanobacteria, demonstrating that these proteins are 

not limited to photosynthetic organisms (18). Generally, the cofactor is produced from 

the heme group through enzymatic processes and is covalently acquired by the backbone 
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at a later stage, differently from the autocatalytic formation of p-HBI in GFPs. Figure 2.4 

(Adapted from reference (10)) shows some of the main chromophores and their color.  

 

Figure 2.4. Four different kinds of tetrapyrrole chromophores: phycoviolobilin (PVB), 
phycocyanobilin (PCB), phytochromobilin (P˒ B) and biliverdin (BV). The chromophores' colors 
highlight conjugated regions. 

The architecture of the phytochromes is usually modular and is made of a PAS-GAF-PHY 

module for the N-terminal photosensory core (19). The first part of the backbone is a PAS 

domain whose name belongs to the first proteins in which this motif was discovered (Per-

Arnt-Sim). The PAS domain acts as a molecular sensor, whereby small molecules and 

other proteins associate via binding of the PAS domain (20ς22). Due to this sensing 

capability, the PAS domain is also a common motif found in signaling proteins, where it 

works as a signaling sensor (23,24). The GAF domain is the sole portion of the molecules 

that bind the chromophore. This motifΩǎ ƴŀƳŜ comes from the three first proteins in 

which it was discovered: cGMP-specific phosphodiesterases, adenylyl cyclases and FhlA. 

The last domain, PHY (phytochrome-specific domain), connects the chromophore binding 

domains PAS-GAF with the output kinase (25) and helps the photoconversion. The 

photochromic N-terminal module is typically combined with a C-terminal histidine kinase-

related domain (HKRD). Interestingly, PAS and GAF domains can be present in other 

signaling domains like Lov domains of the phototropin (23,27,28), while GAF domains take 
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part in cyclic nucleotides regulation in cyanobacteria and even mammals. Figure 2.5 

reports the canonical structure of plants' phytochrome (26).  

 

Figure 2.5. Structural domains of a plant phytochrome and their role in perceiving environmental 
signals and downstream signals. In lavender, the C-terminal module is involved in PIF binding, 
photo body formation and nuclear localization. In blue, the Photosensory Module is involved in 
light perception, signal transduction and interaction with the chromophore (BV, represented by 
the green square). The cyan arrows indicated the portions of the phytochrome dedicated to 
photoconversion, and the yellow ones the portion dedicated to thermal reversion. In red are 
represented the knot lasso of the GAF domain and the hairpin of the PHY domain. 

In general, plants phytochromes (Phys), fungal phytochromes (Fphs), bacterial 

phytochromes (BphPs) and cyanobacterial phytochromes (Cph1s/Cph2s) show 

similarities in their modular architecture. Phys possess two additional PAS domains 

constituting the part of the photoreceptor involved in PIF (Phytochrome Interacting 

Factors) binding, while the first portion (PAS-GAF-PHY) binds the bilin chromophore. As 

we will see, bacterial and cyanobacterial phytochromes show slight differences. The 

nature of the chromophores depends on the specimen: Phys bind PB˒, Cph1s and Cph2s 

bind PCB, while BphPs and Fphs bind BV. 

2.2.3.1 Phytochromes binding biliverdin 

These are the most common proteins among the Phytochromes. The crystal structure of 

BrBphP and RpBphP3 shows that the biliverdin is embedded in the GAF domain, while a 

Cys residue preceding the PAS domain ligates the pyrrole ring A of biliverdin (BV). As a 

main difference, the Phytochromes from plants (Phys) own another Cys residue that binds 

the phytochromobilin (10). The phytochrome GAF domain shows a knot lasso sequence, 

part of a unique figure-of-eight knot that connects PAS and GAF domains in Phys (Figure 

2.5) and BphPs. Moreover, in BrBphP and RpBphP3, the 3D structure reveals that the 

three pyrrole rings A, B and C of BV (Figure 2.4, BV) are connected to the GAF domain by 

a hydrogen bond via a specific water molecule and an aspartate residue. The co-planarity 

of the three rings is critical for the absorption of the phytochrome in the red/far-red light 

region, while a possible distortion would be responsible for some variation in spectral 

properties. 

2.2.3.2 Phytochromes binding phycocyanobilin 

As we mentioned, phycocyanobilin (PCB) binding phytochromes are mainly found in 

cyanobacteria. The PCB is a derivative of the heme group, generated by the following 
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mechanism: Heme oxygenase 1 (HO1) catalyzes stereospecific cleavage of heme to yield 

BV IXh  that PCB:ferredoxin oxidoreductase further reduces to phycocyanobilin (Figure 

2.6, adapted from (27)).  

 

Figure 2.6. Pathway of PCB biosynthesis in cyanobacteria. Heme oxygenase 1 (HO1) 

ŎŀǘŀƭȅȊŜǎ ǎǘŜǊŜƻǎǇŜŎƛŦƛŎ ŎƭŜŀǾŀƎŜ ƻŦ ƘŜƳŜ ǘƻ ȅƛŜƭŘ ōƛƭƛǾŜǊŘƛƴ L·ʰ ǘƘŀǘ t/.Υ ŦŜǊǊŜŘƻȄƛƴ 

oxidoreductase further reduces to PCB. Image adapted from reference (27). 

Here we must specify a distinction between three main groups of phytochromes based 

on the 3D structure: cyanobacterial phytochromes knotted (Cph1s) and knotless (Cph2s) 

and cyanobacteriochromes (CBCR).  

 

Figure 2.7. Representative architectures for bacterial phytochromes with histidine kinase domain 
output from different lineages. The tetrapyrrole chromophore is shown as a green (BV) or cyan 
(PCB) polygon. Protein domains are shown as carton shapes. The region highlighted by dashed 
lines represents the portion of the phytochrome involved in light perception. Image adapted 
from (28) 

For their structure, Cph1s represent the prokaryotic phytochromes with the greatest 

similarity to plant phytochromes. As a general feature, we can see that the Cys residual 

binding the PCB in Cph1s (and Cph2s) is located directly on the GAF domain (Figure 2.7), 
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while in BphPs, BV is bound to the PAS domain, a fact that constitutes the main difference 

with other bacterial phytochromes. BphPs and Cph1s show high similarities in the knot 

lasso sequence and the PAS domain, preserved in both species. In the knotless 

cyanobacterial phytochromes (Cph2s), there is a complete lack of the PAS domain and the 

lasso sequence present in Cph1s. The third class of cyanobacterial phytochromes, called 

cyanobacteriochromes, is a far relative of the other phytochromes. The main feature of 

this protein is the complete lack of the PHY domain; only a GAF domain binding PCB is 

present. In this class of protein, the lasso sequence present in the bacterial one is absent 

and is consistent with the absence of the PAS domain. Among the cyanobacteriochromes, 

the one that plays a prominent role in this work is the third GAF domain (GAF3) from 

Synechocystis PCC6803. This molecule has a size of 155 amino acids, slightly smaller than 

GFPs (29). Recently some cyanobacteriochromes expressing BV have been reported as a 

source of FPs in the NIR region (30). 

2.3 Photochromic proteins 
Recently, the photoactivable proteins family, referred to as PAFPs (Photoactivable 

Fluorescent Proteins), has attracted high interest. The PAFPs own two or more stable 

optical states, where transitions can be induced reversibly or irreversibly upon 

appropriate light irradiation (31ς33). The most interesting among these are the reversibly 

switchable Fluorescent Proteins (rsFPs), also called "photochromic proteins". These 

proteins mainly work on the cis-trans photoisomerization of the chromophore, inducing 

a structural change of the protein conformation leading to changes in spectral properties 

(Figure 2.9). In GFP-like proteins, the chromophore (p-HBI) generally switches between a 

cis-neutral and a trans-anionic form (Figure 2.8, a); punctual mutations can modify the 

spectral and switching properties of the proteins, also affecting the pKa of the cis/trans-

forms. This latter is the case of the proteins Padron and Dronpa (34). Padron is obtained 

from Dronpa by adding V167G and M159Y mutations that give the protein opposite 

properties compared to the parental one: while Dronpa is fluorescent (on) in the rest 

state, Padron is not fluorescent (off) in the rest state (respectively negative and positive 

switching). For these proteins, irradiation with appropriate wavelengths (405/488 nm) 

raises a non-fluorescent band centered at 400 nm. The fluorescent band centered on 490 

nm can then be restored. Mutation Y66W in protein Aquamarine (14) strongly changes 

the spectral properties: in this case, the illumination with 405/448 nm does not rise a 

second absorption band, but it modifies the only main absorption band. As we will see in 

Absorption/Fluorescence Spectra mutation Y145W shows a similar effect. Storti et al. (35) 

demonstrated that the mutation E222Q induces a photochromic behavior between an 

off-state and an on-state by modulating the chromophore's electronic properties via H-

bonds that stabilize largely twisted structures around the double bond of p-HBI. 
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Figure 2.8. Schematic comparison of the cis-trans isomerization of (a) p-HBI (image adapted from 
(35)) and (b) PCB. /ƘǊƻƳƻǇƘƻǊŜǎΩ ŎƻƭƻǊ ƘƛƎƘƭƛƎƘǘ Ŏonjugated regions. 

 

Figure 2.9. The figure shows two different photochromic proteins. (a) Dronpa protein from 
reference (36). The proteins show a photochromism offĄon. The dark state is shown in gray 
(PDB: 2POX) and the bright one in green (PDB: 2IOV). Below we show the photoswitching scheme. 
(b) Representative views of the chromophore and its nearby residues. The CYG chromophore in 
Dronpa adapts distinct cis and trans conformations in the bright (Upper) and dark state (Lower), 
respectively. (c) Superposition of the three-dimensional structures of the parental state (GAF3R, 
tube, light blue, PDB: 5dfx)(37) and the photoproduct state (GAF3G, tube, magenta, PDB: 
5m82)(37) of the cyanobacteriochrome GAF3 from Slr1393 of Synechocystis sp. PCC6803 (in vivo 
assembled protein/chromophore). The phycocyanobilin chromophore is shown as sticks in cyan 
for GAF3R and purple for GAF3G. 
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Chromophores based on bilin derivatives show isomerization at carbon 15 (15Z-to-15E). 

The Cys binding C10 seems to be not a prerequisite for photoconversion. Figure 2.8 (b) 

reports the isomerization scheme for PCB. Most phytochromes show a photochromism 

between two optical states, both fluorescent in red/far-red, while the GFP-like proteins 

cover a more comprehensive range of the visible spectrum but often have only one 

fluorescent state (offĄon).  In Figure 2.9 is possible to see the structural changes induced 

on the proteic backbone by chromophoreΩǎ isomerization for a GFP-like protein (b, 

Dronpa) and a bacterial phytochrome domain (c, GAF3). Figure 2.9 (a) shows a canonical 

photoconversion diagram for a GFP-like protein (Dronpa).  

2.4 Application of the FPs 
The GFP and its mutants have been widely used as non-invasive intracellular probes to 

study processes related to proteins expression, localization and interactions from their 

first discovery. 

2.4.1 Protein tagging 
Protein tagging is probably the most used application of the FPs. Nowadays, many studies 

aim to develop intracellular genetically encoded probes to determine analytes 

concentrations (Ca2+, pH, Cl-) or to track enzymatic activity. To this aim, a cell line or a 

transgenic animal is transformed to express fluorescent probes, targeting a specific 

organelle not achievable by exogenous labels. This approach uses FPs, where the 

fluorescence is sensitive to the environment. Other possibilities involve the application of 

FPs fused to a protein able to detect the phenomenon of interest; the structural changes 

of the target protein modify the emission of the FP. 

 

Figure 2.10. (a)  HEK cells expressing EGFP-ɲрл ƭŀƳƛƴ-A (the mutation associated with Progeria). 
(b) HEK cell with lamin-A stained through Syto staining. Both images are acquired using a confocal 
microscope (LEICA SP5) and edited through Fiji imaging processing package (38). 
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From Figure 2.10 is evident that the genetically encoded label of the FP is more precise 

and localized than the one provided by other approaches, making protein tagging a good 

choice for investigating cellular processes. Figure 2.10 compares, through a fluorescent 

tag, the features of the nuclear membrane in cells affected (a) or not (b) by Progeria 

disease. Figure 2.10 highlights that the nuclear membrane of Progeria cells (a) appears 

stiffer than the other cells. In general, due to the reduced dimensions of the tagging FP, 

the fusion proteins do not undergo any loss of functionality. Nevertheless, one should 

evaluate each case of FPΩǎ Ŧǳǎƛƻƴ ǊŜƳƛƴŘƛƴƎ ǘƘŀǘ ƻne important aspect is that the FP 

should be monomeric. 

2.4.2 Detection of protein-protein interaction 
Since the resolution of diffraction-limited optical microscopes is too low to indicate if two 

tagged proteins are interacting or co-localizing new methods based on Förster Resonance 

Energy Transfer (FRET) are used. FRET is a spectroscopic technique, easily implementable 

in fluorescence microscopy, which is ideally suited to study biomolecular interactions in 

solution, live cells, and tissues (39). FRET has its basis on the non-radiative transfer of 

energy from an excited molecular fluorophore (donor, D) to a chromophore (acceptor, A) 

via long-range dipole-dipole coupling (40). In most applications, also the acceptor is 

ŦƭǳƻǊŜǎŎŜƴǘΣ ŀƭǘƘƻǳƎƘ ƛǘ ƴŜŜŘ ƴƻǘ ōŜ ǎƻ ŦƻǊ Cw9¢ ǘƻ ƻŎŎǳǊΦ !ŎŎƻǊŘƛƴƎ ǘƻ CǀǊǎǘŜǊΩǎ ǘƘŜƻǊȅ 

(40,41), the efficiency Ὁ of FRET is inversely proportional to the sixth power of the donor-

acceptor separation (ὶ) according to: 

Ὁ
Ὑ

Ὑ ὶ
 

Equation 2.1 

where Ὑ ƛǎ ŀ ǇŀǊŀƳŜǘŜǊ ƴŀƳŜŘ CǀǊǎǘŜǊΩǎ ǊŀŘƛǳǎΣ ǿƘƛŎƘ ŀŎŎƻǳƴǘǎ ŦƻǊ ŀƭƭ ǘƘŜ ƻǘƘŜǊ 

contributions to the energy transfer process and represents the distance between donor 

and acceptor at which Cw9¢Ωǎ ŜŦŦƛŎƛŜƴŎȅ ƛǎ Ŝǉǳŀƭ ǘƻ 0.5. Among these stands the so-called 

ƻǾŜǊƭŀǇ ƛƴǘŜƎǊŀƭΣ ƛΦŜΦΣ ǘƘŜ ǎǇŜŎǘǊŀƭ ƛƴǘŜƎǊŀƭ ƻŦ ǘƘŜ ǇǊƻŘǳŎǘ ƻŦ ŘƻƴƻǊΩǎ ŜƳƛssion and 

ŀŎŎŜǇǘƻǊΩǎ ŀōǎƻǊǇǘƛƻƴ ǿŜƛƎƘǘŜŘ ōȅ ǘƘŜ ŦƻǳǊǘƘ ǇƻǿŜǊ ƻŦ ǿŀǾŜƭŜƴƎǘƘ (40). FRET detects the 

interaction between fluorophores when they are close enough (<10 nm). It is interesting 

to notice that the original GFP is involved in a FRET mechanism in Aeqourea Victoria. This 

method is helpful to track interactions between proteins tagged with FPs of two different 

colors and monitor the variation of the ratio of the two emissions. This approach is used 

to study protein-protein interactions and design intracellular genetically encoded probes. 
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2.4.3 Application of rsFPs 
The application of rsFPs in microscopy is another crucial point of this work. There are 

mainly two ways to use these proteins: (i) they can be exploited to strongly improve the 

imaging contrast-to-noise ratio due to modulation and locked-in detection, and (ii) they 

can be employed to boost spatial resolution (42). For this latter application, we refer to 

paragraph 3.4. For what concerns the first point, each rsFPs is studied as a modulable 

signal over a constant fluorescent and consequently filterable background. Besides the 

classical applications of rsPFs in the super-resolution field, rsFPs can be usefully applied 

to Quantitative Optical Lock-In Detection (qOLID) (43). In short, qOLID quantitatively 

separates the modulated and the non-modulated signals deriving from photochromic and 

non-photochromic fluorophores emitting in the same spectral range, allowing for 

quantitative interpretation of overlapping signals (44). For this reason, qOLID has been 

applied to photochromic FRET (pcFRET) in a relevant imaging technique to probe the 

formation of protein complexes in vivo. 

2.4.4 Cyanobacteriochromes as a source of fluorescent probes 
The previous applications (protein tagging and dynamics) were made possible by 

discovering the GFP and the GFP-like proteins. In general, for the choice of FP for a specific 

application, there are many parameters to consider, such as molecular weight, oligomeric 

state, availability of chromophore and tissue penetration of exciting and emitted light. As 

stated in paragraph 1.1.1, visible light suffers from a higher tissue scattering and a 

competitive absorption of many components like hemoglobin and melanin. This issue 

restricts the application of GFP-like FPs in tissue (45) due to their absorption/emission 

mainly localized in the visible region. Various natural photoreceptors were employed as 

molecular templates for FP engineering to overcome these limitations. The 

photoreceptor-derived FPs have been successfully applied to report dynamics and 

interaction signaling molecules in time and space (46). The far-red to near-infrared (NIR) 

light within the 650-900 nm region is the "NIR tissue transparency window" and 

penetrates significantly deeper into tissues. Although some GFP-like FPs exhibit 

substantially red-shifted emission, their excitation light is still strongly absorbed by 

tissues. One way to overcome that is to use two-photon excitation (paragraph 1.1.2). 

Many bacterial phytochromes (BphPs) show emission/absorption lying in NIR (47ς49), 

complementing the existing palette of GFP-like proteins.  
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3 Optical Microscopy 
The possibility of studying small size objects is the key to the comprehension of most 

biological processes. The first microscope is ascribed to the Dutch draper Antoni Philips 

von Leeuwenhoek around 1670s. A single lens made of transparent glass is interposed 

between the eye and the object. The light comes from the object and is collected, forming 

an enlarged virtual image projected onto the retina according to the rules of geometrical 

optics. In the 17th century, mainly thanks to the work of the Dutch spectacle-makers Hans 

and Zacharias Janssen, the English natural philosopher Robert Hooke and the Italian 

astronomer Galileo Galilei further improvements in the architecture of the microscope 

have been added: the objective that is the optical element gathering and focusing the 

light from the object producing the real image. One of the fundamental properties of the 

objective is the Numerical Aperture (ὔὃ), defined as ὔὃ ὲίὭὲ‌, where ὲ is the 

refractive index of the medium and ‌ is the maximal half-angle of the cone of light that 

can enter or exit the lens. A high ὔὃ means that the objective can focus and collect light 

efficiently. The second addition was the eyepiece (or ocular lens), so named because it is 

usually the closest lens to the eye, is placed in the focal point of the objective to magnify 

the image. The amount of magnification depends on the objective focal length. The total 

magnification is given by ὓ ὓ Ͻὓ . This architecture was preserved for 

centuries, with the leading innovation mainly concerning the mechanical part of the 

instrument. From the first half of the 19th century, improvements raised exponentially, 

leading to the current microscopy techniques. Improvements in the optical components 

permitted the correction of the optical aberrations. Meaningful improvements were 

made to the light sources (lamps and lasers) and the detection systems (cameras, 

photosensitive devices). Among these, one of the major advancements was fluorescence 

microscopy, which significantly expanded the application of optical microscopy and led to 

the development of super-resolution microscopy. 

3.1 Fluorescence Microscopy 
The history of modern fluorescence microscopy started in 1845 when Sir Frederik William 

Herschel first described the process. He noticed that a quinine sulfate solution (e.g., tonic 

ǿŀǘŜǊύ ŜȄƘƛōƛǘǎ ŀ άǾƛǾƛŘ ŀƴŘ beautiful celestial blue colorέ ǿƘŜƴ ƛƭƭǳƳƛƴŀǘŜŘ ŀƴŘ ƻōǎŜǊǾŜŘ 

under certain incidences of UV light coming from sunlight (50). Starting from this 

evidence, the British Scientist Sir George G. Stokes observed that fluorescence emission 

has a longer wavelength than the UV light that originally excited the object (Stokes Shift, 

red-shift). The first commercial fluorescence microscope development is due by Carl Zeiss 

and Carl Reichert companies  (51ς53). Ellinger and Hirt that in the early 1940s, made 

another important step forward in achieving fluorescence labeling. They devised 
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άƛƴǘǊŀǾƛǘŀƭ ƳƛŎǊƻǎŎƻǇŜǎέ to examine thick and opaque living organisms by implementing 

incident instead of transmitted light. They implemented their setup using a UV-light 

source and interposed filters between objective and eyepiece, reflecting the UV rays and 

transmitting the red-shifted fluorescence. They treated the samples, generally living 

organisms, with fluorescent substances to have the source of light emission inside the 

sample; this was the first attempt at fluorescence labeling. The ways of labeling a 

specimen widely expanded over the next decades. In the 1940s, Coons et al. developed 

fluorescent antibody labeling (direct immunofluorescence), directly testing a specific 

antigen's presence (54). As we mentioned in Chapter 2, the cloning of GFP (55,56) and 

the development of spectral variants (57) added another important element to the 

toolbox of fluorescent labels. In the early 2000s, the development of modern 

immunostaining (indirect immunostaining) occurred. Fritschy et al. (58) used an 

unlabeled primary antibody, specifically binding the target antigen. A secondary antibody 

carrying the fluorophore then recognized the primary antibody and bound to it. The 

indirect immunostaining protocol is more complex than the direct one, but it allows more 

flexibility since we can use various secondary antibodies and detection techniques for a 

given primary antibody. Generally, fluorescence labeling of target cellular structures 

allows significant background noise reduction, bringing out the object of interest; due to 

its intrinsic sensitivity and specificity (59), fluorescence microscopy provides a high Signal-

to-Noise Ratio (SNR), making this microscopy approach successful. The simplest 

fluorescence microscope is the so-called widefield, where the entire specimen of interest 

is exposed to the light source, with the resulting light forming an image that can be further 

viewed either by the observer or a camera. Figure 3.2 (a) shows a typical widefield 

architecture that can be upright or inverted depending on the illumination coming below 

or above. If the excitation and the emitted light share the same objective lens, we use the 

ǘŜǊƳ ά9Ǉƛ-CƭǳƻǊŜǎŎŜƴŎŜέΦ Lƴ ǘƘƛǎ ŎŀǎŜΣ ƭƛƎƘǘ ǘǊŀǾŜƭǎ ŦǊƻƳ ǘƘŜ ƭƛƎƘǘ ǎƻǳǊŎŜ through a set of 

filters and through a dichromatic mirror with the shorter wavelength light (excitation) 

reflected onto the samples. The longer wavelength light emitted from the samples then 

travels back passing the dichroic mirror being imaged by the eyepiece or collected by a 

camera. Epi-fluorescence microscopes represents the majority of available microscopes. 

Widefield microscopy ensures high-speed performances and good spatial resolution 

while it suffers from the out-of-focus fluorescence background (60). It results in images 

showing poor contrast between optical planes, with this phenomenon becoming severe 

in thick samples (61). To overcome these limitations, we can use contrast methods, 

including differential interference contrast (DIC) Microscopy and phase contrast 

microscopy in conjunction with widefield fluorescence microscopy. The introduction of 

fluorescence confocal microscopy addressed the poor SNR issue of the latter method. This 
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technique was developed during the 50s by Marvin Lee Minsky and then applied to 

biological samples during the 70s (62). Different from widefield microscopy, confocal 

microscopy uses a point scanning illumination pattern. The out-of-focus fluorescence is 

efficiently removed by a pinhole placed in the image plane of the microscope, Figure 3.2 

(b). Such a spatial filter enables a good optical sectioning of the sample (63) that allows 

performing z-stacks of samples to generate 3D images. In Figure 3.1, we report a 3D image 

of a HEK cell expressing EGFP-ɲ50 lamin-A, codifying for Progeria.  

 

Figure 3.1. z-stack of HEK cell expressing EGFP-ɲ50 lamin-A. On the sides, we report lateral views. 
It is easy to visualize the 3D structure of the cell and the invaginations due to the disease. Images 
are acquired using a confocal microscope (LEICA SP5) and edited through Fiji imaging processing 
package (38). 

Since only one point at a time is illuminated, it is necessary to perform a raster scanning 

to obtain a whole image of the sample, thus strongly increasing the image acquisition 

time compared to a widefield microscope. Nowadays, scanning is performed by using one 

or more galvanometric mirrors or other approaches with low latency (paragraph 8.1.1). 

After the pinhole, a sensitive detector, usually a photomultiplier tube (PMT) or an 

avalanche photodiode, detects the light intensity, transforming the light signal into an 

electrical one. 

Since the pinhole selects the fluorescence at the focal plane, the image's optical 
resolution (the capability of distinguishing two objects) is enhanced compared to 
widefield microscopes. However, signal intensity is less at a given position in the sample 
for the same reason. Long exposures time or high light intensity may often be required to 
improve the signal-to-noise ratio (SNR). A confocal implementation that reduces these 
limits is referred to as Spinning Disk. It uses a series of moving pinholes on a disc to scan 
light spots. The parallel scanning of the pinholes across an area, each of their hooves over 
a specific portion for a longer time, then reduces the excitation energy needed to 
illuminate a sample compared to the simple confocal microscope. Decreased excitation 
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energy reduces phototoxicity and photobleaching onto a sample, making a 
confocal/spinning disk microscope the preferred system for imaging live cells or 
organisms. It is important to point out that decreasing phototoxicity nowadays is one of 
the main challenges in microscopy since damages to cellular macromolecules upon light 
illumination can impair sample physiology and even lead to sample death. Another 
important advantage of confocal microscopy and fluorescence microscopy, in general, is 
that the fluorescence phenomenon accesses many spatial and functional information 
obtained through specific absorption, emission, lifetimes, photodecay, diffusion and 
other contrast mechanisms.  

 

  

Figure 3.2. Schematic representation of a widefield (a) and a confocal (b) microscope. In confocal 
detection, the pinhole cuts off the contribution of the out-of-focus planes. The light-green ray is 
the on-focus fluorescence. 

3.2 Principles of Light-Sheet Microscopy 
However, confocal microscopy presents several drawbacks; one of the main is the poor 

intrinsic capability of studying thick samples and the poor acquisition speed. A new 

microscopy technique was developed to overcome these limits based on the decoupling 

of excitation and emission. This technique was firstly described in 1994 as Light-Sheet 

Fluorescence Microscopy (LSFM) by Francis Spelman (64) and Ernst Stelzer (65) and then 

as Selective Plane Illumination Microscope (SPIM) in 2004 by Jan Huisken (66). The core 

of these techniques relies upon fluorescence acquisition orthogonal to excitation. In this 

way, fluorescence and excitation are decoupled, improving the contrast (comparable to 

confocal microscope) and optical sectioning, reducing the photodamage. We can state 
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that Light-Sheet microscopy combines the advantages of the optical sectioning of 

confocal microscope with the higher acquisition rate provided by widefield microscopy. 

In Figure 3.3, we can see the differences among widefield (a), confocal (b) and light-sheet 

(c) architectures.  

 

Figure 3.3. Schematic representation of the illumination modalities of widefield (a), confocal (b) 
and light-sheet (c) microscope. The excitation is cyan, and the fluorescence is green. In the light-
sheet configuration, the excitation and the fluorescence are orthogonal. In cyan is reported the 
excitation, in green the fluorescence. The sample is simultaneously shined in widefield 
microscopy (a), and the fluorescence is acquired. In confocal microscopy (b), a focused laser is 
shined point by point in a scanning mode. In light-sheet microscopy, (c) illumination comes 
perpendicularly to the excitation, providing decoupling of the two. 

To better understand the theory behind light-sheet microscopy, we should introduce the 

concept of beam waist (BW). BW represents the Gaussian beam's thickness at its focus, 

and it is a crucial parameter of LSFM: a thicker beam waist leads to worse sectioning but 

a larger field of view (Figure 3.4). The beam waist depends on the numerical aperture of 

the lens used. 

 

Figure 3.4. {ŎƘŜƳŀǘƛŎ ǊŜǇǊŜǎŜƴǘŀǘƛƻƴ ƻŦ ǘƘŜ Ƴŀƛƴ ǇŀǊŀƳŜǘŜǊǎ ƻŦ ŀ Dŀǳǎǎƛŀƴ ōŜŀƳΥ ˖0 is the beam 
waist, and  is the divergence angle. 

There are two approaches for the generation of the light sheet.  

1. Cylindrical lens approach. This lens focuses the light onto a line instead of a point. 

It is the simplest and cheapest approach, but the cylindrical lens may introduce 

optical aberrations. It is worth noting that cylindrical lenses do not guarantee thin 

sheets of lights (beam waist) because of their numerical aperture.   
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2. Scanning approach. In this case, a single beam is scanned along the axis with a 

speed higher than the camera frame rate. The scanning systems generally are 

based on galvanometric mirrors or acousto-optic devices (67). The scanning system 

may also be used for scanning the light sheet along the optical axis of the detection 

objective, generating a three-dimensional (3D) illumination pattern. 

SPIM provides a higher Field-of-View (FoV) for its intrinsic characteristics compared to 

other microscopy approaches. Combining this evidence with the high optical sectioning 

provided by the technique, we use light-sheet microscopy for 3D studies of thick samples. 

The general approach includes the motion, by a motorized stage, of the sample through 

the light sheet. We will comment in Chapter 8 on another possibility of performing a 3D 

stack in LSFM. 

3.2.1 Light-parallelization for SNR enhancement 
Light-Sheet is the election tool for the volumetric image of large samples for both FoV and 

resolution. Nowadays, one of the main goals of optical microscopy is retrieving 

quantitative and volumetric information while minimizing sample photodamage. The 

photosensitivity of the sample forces to work with low exposition time and low laser 

power leading to images with poor SNR. In a standard LSFM, the easiest way to retrieve 

the lost signal would be to increase the excitation peak intensity, but the higher the 

illumination intensity, the greater the risk of inducing photodamage. Even with the photo-

resistant sample, fluorescence is a saturable process, and at high laser powers, it results 

in no gain limiting the advantages of increasing laser power. To prevent phototoxicity and 

accumulate photons, a good solution would be to increase the exposure time or average 

multiple images. However, this strategy requires a longer acquisition time: it exists a 

trade-off between the acquisition speed and the SNR of the images. Parallelization of the 

illumination/acquisition represents an essential tool for enhancing SNR preventing 

damage to the sample. In Chapter 8, we report a practical application of this latter 

approach. Let us assume a general measurement Ὢ (ὲ points ὴ). In this paragraph, we 

will describe the process of light parallelization, pointing out its advantages in terms of 

SNR enhancement and background suppression. To better understand these latter 

processes, we need to define the matrix equation for a set of measurements and the noise 

types that can affect data. More details about the information contained in this paragraph 

can be found in the supplementary information of reference (67). We encode the 

sequence of measured points through the weights ‫ ᶰπȟρ, writing the following 

equation: 
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Ὢ ‫ ὴ 

Equation 3.1 

Defining a ὲ ὼ ὲ square matrix ὡ, whose entries are the weights, we can write the array 

of encoded measurements in matrix form: 

█ ὡ▬ 

Equation 3.2 

By inverting the matrix, we retrieve the individual points: 

▬ ὡ █  

Equation 3.3 

At this point, we must consider the presence of noise in our measurements. Here we will 

describe three types of noise: random noise, photon noise and background noise. 

Random noise. We will assume this noise is independent of the signal: 

█ ὡ▬ ▄ 

Equation 3.4 

With the following properties: 

¶ The expected value of the noise is zero: ὉὩ π 

¶ The noise is uncorrelated and has variance „ : ὉὩὩ ‏„   

We consider now the reconstruction, done with the inverse matrix ὓ ὡ  that leads 

to: 

▬ ὓ█ ▬ ὓ▄ 

Equation 3.5 

The mean square error (the variance of ▬) in the presence of random noise (ὓ▄) is given 

by: 

‭ „ ά  

Equation 3.6 
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Photon noise. Considering a set of measurements not correlated, they will follow the 

Poisson distribution. In this case, we can write the mean square error as: 

‭ ’” ά  

Equation 3.7 

Where we defined ’ В ‫  namely, the number of entries in the Ὥ column of W 

whose value equals one. We can finally write the mean square error in the presence of 

both random and photon noise: 

‭ „ ’” ά  

Equation 3.8 

Background. We must comment now on the possible presence of a uniform background 

for which ‍ ‍ ‍ ᶅὭȟὮ. We also assume the background independent of the signal, 

and we write: 

█ ὡ▬ ♫ 

Equation 3.9 

The resulting background after the decoding with the inverse matrix ὓ ὡ  is now: 

♫ᴂ ὓ♫ 

Equation 3.10 

Where ‍ В ά ‍ ‍В ά . On the other hand, if the signal-dependent 

background is present, we have █ ὡ ▬ ♬Ȣ Even if its expected value is unaltered 

after decoding, the background contributes to degrading the SNR, being a source of 

photonic noise. The shape of the encoding matrix will play a crucial role in improving SNR. 

Interestingly, the parallelization approach, also called multiplexing, is borrowed from 

spectroscopy (68). 

As we saw, parallelization enables decoding ὲ planes ὖ from ὲ frames Ὂ, whose noise 

content is now ὡ ▄ instead of ▄. Such a noise reduction is an intrinsic feature of 

parallelized acquisition, known as Fellgett's advantage: the signal-independent noise of 

the measurement is shared among the illuminated planes. Roughly we can say that the 

larger the number of simultaneously acquired planes (and then frames), the lesser the 

noise per plane. This assumption is not completely true since the decoding step needed 
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to retrieve information from each plane can introduce some noise to the images. The 

choice of ὡ (now referred to as Ὓ, encoding matrix) is crucial in determining the SNR of 

the decoded images since the amount of added noise depends on the encoding matrix. 

To illustrate this effect, we used three different illumination patterns, each one 

represented by a unique matrix: 

1- Sequential scan. This pattern corresponds to the traditional implementation of SPIM, 

where a single light sheet illuminates a single plane, and we perform z-scanning, moving 

illumination to a different axial position at each frame. Consequently, the encoding 

matrix, the identity Ὅ (Ὓ Ὅ Ὓ), leaves the noise content unchanged. This non-

parallelized acquisition scheme is used as a benchmark for the following ones. 

2- Black Light Sheet scan. This pattern is based on  ὲ ρ parallel and identical light sheets 

simultaneously illuminating a volume divided into ὲ sections: all planes within a volume 

are illuminated except for one. The axial position of the dark plane changes after each 

frame. As an effect, the dark plane scans over the sample. The corresponding matrix Ὓ 

contains zeros on the main diagonal and ones everywhere else. We expect the following 

gain in SNR for an image in the z-stack is: 

3.2

3.2

ρ ʔ

ρ ὲ ρʔ

ὲ ρ

ὲ σὲ σ
 

Equation 3.11 

Where ʔ is the ratio of the standard deviation of the photon noise to the standard 

deviation of the camera noise (69), and ὛὔὙ is the SNR of the image acquired using a 

sequential scheme with the same exposure time and energy per light-sheet. The 

parameter ʔ depends on several variables, such as detector type, the brightness of the 

sample, and exposure time and is fixed for experimental setup and conditions. In fast 

imaging experiments, the exposure time is expected to be low, resulting in a small number 

of collected photons and, correspondingly, a low value of ʔ. 

3- Hadamard scan. A volume, divided into ὲ planes, is simultaneously illuminated by 

ὲ ρȾς identical light-sheets. At each frame, the axial position of the beams is changed 

accordingly to the rows of the Hadamard matrix Ὓ (70). In this case, we expect an SNR 

gain as: 
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ὛὔὙ

ὛὔὙ

ρ ʔ

ρ
ὲ ρ
ς
ʔ

ὲ ρ

ςЍὲ
 

Equation 3.12 

Which also depends on the parameter ʔ. Note that, different from Black Light Sheet 

matrices that can be defined for every natural number ὲ, Hadamard matrices are defined 

only for ὲ ς ρ, with Ὧ ρ and integer. For a better understanding of the Hadamard 

matrix, we refer to supplementary information of reference (67). 

To investigate the effects of parallelization on image background, we should consider that 

noise and offset affect imaging through a camera. We define this latter as the signal-

independent background. The parallelization also offers the advantage of suppressing 

background, increasing the contrast of the reconstructed images. In particular, the 

expected background reduction with the Black Light Sheet encoding is: 

ɼ

ɼ

ρ

ὲ ρ
 

Equation 3.13 

Where ɼ is the background of the image acquired using the sequential scan. For 

Hadamard encoding, we write such a reduction as: 

ɼ

ɼ

ς

ὲ ρ
 

Equation 3.14 

From Equation 3.13 and Equation 3.14, we find that both encoding methods enable 

reducing the background compared to the sequential scan. In addition, such a reduction 

increases with the number of illuminated planes. However, the Black Light Sheet encoding 

shows better performance in background suppression. Therefore, while the Hadamard 

scan provides the best SNR gain of the strategies analyzed, the Black Light Sheet can be 

preferable when a strong background is present. Note that it is always possible to 

determine the optimal encoding method for a given sample or application. 

3.3 The Diffraction Limit 
In paragraph 1.1.1, we mentioned that the phenomenon of Diffraction is the basis for 

image formation. The Diffraction acts as a source of light that propagates to the objective 

concurring for the image formation. The conjugation between image and specimen 

means that each point of the specimen has a corresponding one in the image. It is 
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essential to state that the image of a point source through an objective lens is no more a 

point. The constructive and disruptive interferences produce a characteristic diffraction 

pattern consisting of a central bright spot (Airy Disk) surrounded by concentric rings 

forming the Airy pattern (Figure 3.5, a). The central spot contains around 84% of the light 

(71). The Airy Disk dimension depends on the wavelength ʇ and the angular aperture of 

the objective (72). 

ὶ ρȢςς‗
Ὢ

Ὀ
 

Equation 3.15 

ὈὪϳ is the aperture angle, Ὢ is the focal length, and Ὀ is the lens diameter. In terms of 

the ὔὃ defined in the previous paragraph, we can rewrite the previous equation as 

follows: 

ὶ ρȢςς
‗

ςὔὃ
 

Equation 3.16 

Given ὔὃ ὲίὭὲ‌, ὲ is the refractive index of the medium between the sample and the 

objective, and ‌ is the half-angle of the cone of specimen light accepted by the objective. 

We notice that the disk dimension decreases with decreasing wavelength and increasing 

numerical aperture. The dimension remains finite, and we define microscopy as a 

diffraction-limited technique. Ernst Abbe, who published the landmark paper containing 

the definition of the fundamental resolution limit, firstly quantified the phenomenon. The 

resolution limit was described as the shortest distance d between two points that can still 

be distinguished with a microscope system, otherwise they result unresolved (Figure 3.5, 

c) (73). 

Ὠ
‗

ςὔὃ
 

Equation 3.17 

Experimentally, this means that for a Numerical Aperture equal to one, and the visible 

wavelengths in the range of 400-700 nm, the resolution limit is around 200 nm. The British 

scientist Lord Rayleigh ƭŀǘŜǊ ǊŜŘŜŦƛƴŜŘ !ōōŜΩǎ ǘƘŜƻǊȅ with the Rayleigh criterion for the 

resolution limit: two Airy patterns are distinguishable if the center of one Airy disk falls 

on the first minimum of the other Airy Disk (Figure 3.5, b). The new definition of 

resolution limit (74) is given by: 
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Ὠ πȢφρ
‗

ὔὃ
 

Equation 3.18 

When we look at a point source in 3D, the Airy Disk elongates in the axial direction. This 

typical density distribution is called the point spread function (PSF). The image is the result 

of the real light source with the PSF of the microscope used. The axial resolution is even 

worse than the lateral one and is given by the Equation 3.19: 

Ὠ
ς‗ὲ

ὔὃ
 

Equation 3.19 

The application of a pinhole improves this limit by a factor Ѝς since the confocal aperture 

can be closed to eliminate higher orders of the diffraction pattern (62,71). Thus, 

constraining the axial PSF and improving the optical sectioning of the technique. We can 

consider confocal microscopy a super-resolution technique to its Ѝς the improvement 

brought to resolution. 

Ὠ πȢτ
‗

ὔὃ
 

Equation 3.20 

Ὠ ρȢτ
‗ὲ

ὔὃ
 

Equation 3.21 

 

Figure 3.5. Airy diffraction patterns generated by light from two point sources passing through a 
circular aperture, such as the eye's pupil. We can resolve points far apart (a) or meeting the 
Rayleigh criterion (b) while points closer than the Rayleigh criterion (c) are unresolved. Image 
adapted from Wikipedia, Creative Commons BY-SA 4.0. 

3.4 Super Resolution techniques 
As we saw in the previous paragraph, the lateral resolution of usual microscopy 

techniques is constrained to around 200 nm in the visible range, limiting access at the 

nanoscale. In 2014 Eric Betzig, Wiliam E. Moerner and Stefan W. Hell won the Nobel Prize 



   
 

42 
 

in Chemistry for "the development of super-resolved fluorescence microscopy". The so-

called nanoscopy consists of two main groups of super-resolution techniques: 

¶ Deterministic super-resolution: based on REversible Saturable Optical 

Fluorescence Transitions (RESOLFT). It is possible to prevent the emission of 

adjacent molecules by manipulating the fluorescing volume. The STimulated 

Emission Depletion (STED), firstly developed by Stefan Hell, belongs to this group 

(75).  

¶ Stochastic super-resolution: based on the complex temporal behavior of many 

fluorophores. In this group of techniques, the idea is to separate the light emission 

of two adjacent molecules temporally by the stochastic switching between a dark 

and a bright state.  

The last group of super-resolution techniques includes a set of approaches that modestly 

increases resolution like the 4Pi microscope, the confocal itself and the Structured 

Illumination Microscopy (SIM). SIM is implemented on laser-based widefield microscopy, 

adding a movable diffraction grating into the excitation beam path (76). Zero-order or 

only first-order diffracted laser beams are let to pass through the objective interfering 

with each other at the focal plane of the objective and creating an illumination in stripes. 

This stripe pattern of light by its superimposition with the sample generates the so-called 

Moiré effect. Under homogeneous illumination, objects separated by a small distance, or 

in other words, being organized at high frequency, are not visible. Using structured 

illuminations overlaps the high-frequency organization of the sample with the high 

frequency of the illumination stripes creating an interference pattern of lower frequency, 

which is well collected by the objective. We will treat less the SIM in this work. 

3.4.1 Deterministic super-resolution techniques 
In these methods, super-resolution is achieved by the selective deactivation of 

fluorophores. As we saw in paragraph 1.1.2, fluorescence (spontaneous emission) occurs 

after the absorption of a photon, promoting an electron from the ground state to an 

excited one (ὛᴼὛ ). The following relaxation from Ὓ  to Ὓ can occur by the 

spontaneous emission, i.e., fluorescence. A second photon striking the fluorophore forces 

the excited electron to relax to the vibrational state corresponding to the energy gap that 

equals such photon energy. By selecting the photon energy in the red portion of the 

emission spectrum, the resulting stimulated emitted photon is red-shifted and easily 

decoupled from the fluorescence of interest. STED works by depleting the fluorescence 

in specific regions of the focus, e.g., a donut, leaving a central part of the spot to fluoresce. 

The donut-shaped depletion beam is achieved by altering the properties of the pupil 

plane of the objective (in APPENDIX I: Development and characterization of a phase-
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plate, we report the process of fabrication and characterization of a phase plate used for 

STED/RESOLFT). An annular phase plate creates perfect null intensity at the focus.  

Another common implementation uses an optical vortex based on interference. We 

describe now the lateral by a modified AbbeΩs law: 

Ὠ
‗

ςὲίὭὲ‌ρ
Ὅ
Ὅ

 

Equation 3.22 

where ὲ is the refractive index of the medium, Ὅ is the maximum STED intensity and Ὅ  

is the saturation intensity defined as the power required to reduce the fluorescence 

intensity by half.  The main drawback of STED is the need to use a high-intensity depletion 

laser, which may lead to photodamage and photobleaching. Another drawback of STED is 

that there will always be some fluorophores in the depletion area that are not being 

depleted by the STED depletion laser, resulting in fluorescence emission. Compared to 

the case of a perfectly depleted fluorophore, this leads to a lower obtainable resolution. 

Even if STED does not fully deplete the excited states of the fluorophores, it still affects 

their lifetimes. We obtain a higher resolution by filtering the photons by their arrival time. 

We term this approach Gated-STED (g-STED) since the filtering based on arrival time is 

ŎŀƭƭŜŘ άƎŀǘƛƴƎέΦ ²Ŝ Ŏŀƴ also use gating as a tunable parameter to reduce STED depletion 

power, thus avoiding photodamages and preserving the lateral resolution. G-STED allows 

higher super-resolution than STED without gating, but the reduced number of collected 

photons also reduces the SNR. A process of deconvolution is strongly recommended while 

working with STED images. Until now, we referred to STED as working with continuous-

wave laser sources (CW), but STED can be implemented either with pulsed lasers systems 

or with CW laser sources (77). The use of pulsed lasers comes from the evidence that CW-

STED requires higher average power than pulsed STED to achieve an optimal depletion. 

The STED pulse must arrive directly after the excitation pulse to achieve an efficient 

depletion; the excited level is no longer pumped. Another characteristic to consider is the 

pulse width or pulse duration. It is advantageous that the laser pulse width is significantly 

ǎƘƻǊǘŜǊ ǘƘŀƴ ŦƭǳƻǊŜǎŎŜƴŎŜ ƭƛŦŜǘƛƳŜ όҒ н ƴǎύ ŀƴŘ ƭƻƴƎŜǊ ǘƘŀƴ ǾƛōǊŀǘƛƻƴŀƭ ƭƛŦŜǘƛƳŜǎ όҒм-5 ps) 

to avoid absorption back by the same pulse. Therefore, pulses in the 100 ps range are 

typically used. The pulse's duration also affects the resolution of STED, which 

mathematical derivation is presented by Moffitt et al. in reference (78). We can consider 

RESOLFT as a generalization of the STED concept. RESOLFT operates with molecules 

exhibiting at least two different optical states (photoactivable, photochromic), of which 

one (A) is bright and generates fluorescence, and the other (B) is dark, giving no signal. 

The transition between the two states is induced by light. In this case, the function of the 
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donut beam is deactivating the peripheral zone of the excitation by turning off the 

emitting molecules while the center remains bright. The inverse transition can be either 

spontaneous or stimulated. In addition, in this case, the new formula for the resolution is 

again the one in Equation 3.22. The architecture of Deterministic super-resolution 

techniques mainly based on scanning microscopes strongly constrains the acquisition 

time and the capability of performing live-cell imaging. Stefan Hell et al. presented a 

parallelized widefield arrangement exploiting the principle of RESOLFT (79). An intensity 

distribution of the switch-off light featuring zero intensity lines further apart from the 

conventional Abbe resolution limit is used to achieve parallelization. In this way, authors 

restrict rsFPs emission to lines of sub-diffraction size. The illumination pattern is then 

scanned over the sample. Compared to other methods, including applying the zeros of 

structured illumination (72,80), widefield RESOLFT microscopy avoids mathematical steps 

that are prone to noise issues. As we mentioned in APPENDIX I: Development and 

characterization of a phase-plate, our capability to develop linear phase plates suggests 

the fruitful application of RESOLFT to SPIM. In reference (81), the authors suggest the 

application of a half-moon phase plate combined with a photoconversion laser to a SPIM, 

reducing the light sheet's thickness and improving the axial resolution (originally 

constrained by diffraction limit) and, thus, optical section. This approach represents 

another way, slightly different from those previously presented, to bring RESOLFT (or 

STED) to a widefield configuration. 

3.4.2 Stochastic super-resolution techniques 
In this group of techniques, the temporal separation of adjacent emissions is the core. 

The optical architecture of the setup is often based on a widefield system. The most 

general definition can be called Single Molecule Localization Methods (SMLM) (82). The 

signals of different fluorophores must be acquired sequentially rather than 

simultaneously by controlling their optical properties (83) to obtain super-resolution 

imaging. In this approach, single photoactivable or photochromic molecules are randomly 

activated in the sample (Figure 3.6). If only a few emitters are activated (with a controlled 

laser pulse) in a field of view of a few tens of microns, and the background is composed 

of molecules in the off state, then the switching statistic guarantees that the distance 

between on-molecules is major than the diffraction limit. Therefore, it is certain that the 

emitters are single molecules, and their position may be determined whit a nanometric 

precision. Turning off emitters and turning on new ones repeatedly allows for obtaining 

a high-resolution image after many cycles (generally thousands). The critical property of 

the fluorophore is its photoactivation for at least one cycle (84). Differences in technical 

details lead to different approaches. If we use genetically encoded exogenous probes 

fused to the interest target, we talk about PhotoActivated Photolocalization Microscopy 
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(PALM). If we stain endogenous molecules in the sample with antibodies labeled with 

organic fluorophores, we talk about STochastic Optical Reconstruction Microscopy 

(STORM)(85). In general, we describe the localization precision of the fluorophore may as 

follows (86): 
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Equation 3.23 

Where ὔ is the number of collected photons, ὥ is the pixel size of the imaging detector, 

ὦ is the background signal in average, and si is the standard deviation of the PSF. 

  

Figure 3.6. General representation of Single-Molecule Localization Methods. The final image is a 
density map reporting the positions of all the fluorophores acquired during the cycles. 

The widefield architecture of SMLM suggests its fruitful combination with SPIM. In 2013 

Francesca Cella et al. in reference (87), proposed coupling two-photon excitation to 

Individual Molecule Localization Single Plane Illumination Microscope (IML-SPIM).  This 

approach combines the advantages of optical sectioning of SPIM, the resolution 

enhancement of SMLM and spatial confinement of 2PA. The improved signal-to-noise 

ratio of selective plane illumination allows nanometric localization of single molecules in 

thick scattering specimens without activating or exciting molecules outside the focal 

plane. The authors report then a 3D super-resolution imaging of a cellular spheroid. 
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4 Photoacoustic Microscopy 
The first idea of using soundwaves to investigate biological systems comes from Stanford 

University around the 1970s by Ross Lemons and Calvin Quate (88). The strong belief that 

the visualization of the acoustic properties of the sample may reveal unobserved features 

of optically transparent samples moved them to investigate this approach. While in 

optical microscopy, variations of the dielectric properties determine the scattering, in 

acoustic microscopy, the material's elastic properties determine the scattering. Lemons 

and Quate developed a Scanning Acoustic Microscope (SAM) where a piezoelectric was 

the source of ultrasounds, and another piezoelectric was the receiver in the transmitted 

position (Figure 4.1, a) or where a piezoelectric acts both as receiver and emitter (Figure 

4.1, b). The sample was placed in a water-filled chamber and moved by an XY-translational 

stage.  

 

Figure 4.1. Schematic representation of Scanning Acoustic Microscope (SAM) in transmission 
(a) and reflection (b) mode. Image adapted from reference (88). 

Another advantage of using acoustic waves is the less scattering of acoustic waves than 

light waves (89). As we mentioned in paragraph 1.1.1, the wavelength increase may 

reduce the scattering. Generally, we can say that techniques implementing acoustic 

detection may be used to study thick biological samples offering better penetration depth 

compared to light-based microscopy approaches. Many pioneering studies around the 

1980s demonstrated that fast enthalpy and volume changes associated with the 

absorption of light by chromophores generate acoustic waves detected by microphones 

(90ς92). The photoacoustic (PA) wave generated by applying a pulsed laser or a 
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modulated laser to an absorbing medium is the basis of an imaging technique that was 

termed Photoacoustic Microscopy (PAM). 

4.1 Principles of Photoacoustic Microscopy 
Despite the initial diffidence for the potential uses of PA techniques, in the last 40 years, 

the number of methods using photothermal effects (including PA) strongly increased, 

covering a wide field of applications from environmental sciences to material and 

biological sciences. The generation of PA waves is achieved through either a pulsed laser 

or a modulated laser source, which differences will be discussed later.  The amplitude and 

phase of PA waves depend on the light source properties and the excited systems' optical, 

thermal, and mechanical properties. In general, the local rise in pressure ὴ is defined as 

follows: 

ὴ ɜ– ‘Ὂ 

Equation 4.1 

Where –  is the percentage of light converted to heat, Ὂ is the fluence of the illumination 

source, and ɜ is the Gruensein parameter defined as ɜ ‍Ὧ”ὅϳ ‍ὺ ὅϳ  (93). In 

this equation, ‍ is the expansion coefficient, Ὧ  is the Boltzmann constant, ”  is the 

density, ὅ is the specific heat at constant pressure and ὺ is the speed of sound. ‘ then 

is the absorption coefficient. After the initial pressure rise, the pressure wave diffuses 

inside the sample at the sound speed in the medium. 

The flexibility and suitability for thick samples studies allow the application of this 

detection in Photoacoustic Tomography (PAT) approaches (97) that are devoted to 

performing 3D imaging onto thick biological systems. Nowadays, photoacoustic 

techniques are some of the fastest-growing methodologies in biomedical imaging (94ς96) 

for their combination of optical excitation and acoustic detection, leading to two main 

features: First, PAM provides high-contrast spectral properties of tissues by investigating 

the optical absorption of the system (95). Second, detecting acoustic waves provides a 

relatively large penetration depth for the lower attenuation of sound waves (97). Based 

on the optical configuration, we can distinguish three main groups of applications of PA: 

photoacoustic computed tomography (PACT), optical-resolved photoacoustic microscopy 

(OR-PAM) and acoustic-resolved photoacoustic microscopy (AR-PAM), including the 

hybrid approach Ultra High-Frequency Photoacoustic Microscopy (UHF-PAM). In the next 

chapter, we will comment on the properties and configuration of OR-PAM, AR-PAM and 

UHF-PAM techniques. 
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4.2 Resolution of Photoacoustic Microscopy 
As we mentioned in the previous paragraph, there are many possible implementations of 

photoacoustic microscopy according to what drives the lateral resolution. Like optical 

microscopy, acoustic and photoacoustic microscopy has in resolution penetration depth 

and contrasts their main characterizing parameter (98). This paragraph will comment on 

the main properties of selected photoacoustic microscopy approaches. 

4.2.1 Optical Resolved Photoacoustic Microscopy (OR-PAM) 
In OR-PAM, a diffraction-limited light spot is focused on the sample, and an ultrasound 

transducer acquires the emitted soundwave. Since the optical focal spot is much time 

smaller than the acoustic one, the optical properties of the system drive the lateral 

resolution (99). Therefore, the lateral resolution of OR-PAM is given by the size of the light 

spot, according ǘƻ !ōōŜΩǎ [ŀǿΥ 

Ὑȟ πȢυρ
‗

ὔὃ
 

Equation 4.2 

Where ‗ is the optical wavelength, ὔὃ Is the numerical aperture of the objective, and 

πȢυρ is the full width at half maximum (FWHM) of the optical focal spot. For the axial 

resolution, we base on the assumption that the PA response to a point target follows a 

Gaussian frequency profile, and we write the following Equation 4.3: 

Ὑȟ πȢψψ
’

ЎὪ
 

Equation 4.3 

Where ’is the speed of sound of the medium and ɝὪ is the PA signal bandwidth that is 

approximated as the transducer bandwidth. This last assumption is based on the fact that 

the PA bandwidth is much wider than the transducer detection bandwidth. We can 

comment that, since higher frequency components of PA signal are attenuated faster 

than lower ones, we can have degradation in axial resolution while investigating thicker 

samples. For its properties, OR-PAM is well suitable for single-cell imaging while having 

advantages in terms of resolution of light and its low penetration in tissues. 

4.2.2 Acoustic Resolved Photoacoustic Microscopy (AR-PAM) 
In AR-PAM, the sample is shined with an unfocused light source (That may also be the 

scattering of a diffraction-limited beam inside the sample), and a focused ultrasound 

transducer (100) harvests the acoustic emission. Here the lateral resolution is given by 
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the acoustic properties of the transducer. We can generally describe the resolution of a 

microscope as linked to its working frequency and numerical aperture (98) as follows: 

Ὑ
‗

ςὔὃ
 

Equation 4.4 

For an acoustic wave, we can write the relation ‗ Ὢ ’ that links the wavelength of 

the acoustic wave with the frequency and the speed of sound in the medium. We can 

rewrite Equation 4.4 as follows: 

Ὑ
’

ςὪὔὃ
 

Equation 4.5 

Considering the FWHM of the acoustic focal spot in acoustic amplitude (99), we obtain 

the final relation (Equation 4.6): 

Ὑȟ πȢχρ
’

Ὢὔὃ
 

Equation 4.6 

Where ὔὃ is the numerical aperture of the ultrasonic transducer, as OR-PAM, the axial 

resolution in AR-PAM is defined as follows: 

Ὑȟ πȢψψ
’

ЎὪ
 

Equation 4.7 

AR-PAM is suitable for thick tissues studies where the focused optical beams scatter and 

become diffuse (99).  

4.2.2.1 Ultra-High Frequency Photoacoustic Microscopy (UHF-PAM) 

Here we present a hybrid approach in photoacoustic. Since both lateral and axial 

resolution of AR-PAM depends on the acoustic frequency, increasing that parameter may 

improve image quality. While working with a frequency over 1000MHz, we can reach a 

lateral resolution comparable to an optical microscope. However, the higher is the sound 

frequency, the higher is the attenuation by the medium, limiting this technique to the 

study of thin cell layers. 

4.2.3 Super Resolution in Photoacoustic Microscopy 
Many approaches to overcome the diffraction limit exist in PAM, like happening in 

fluorescence microscopy. Since the higher resolution of PAM is OR-PAM, super-resolution 
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techniques break the diffraction limit by using nonlinear techniques such as saturations, 

switchable quenching, or multiphoton absorption on the illumination part of the process. 

This paragraph will present the state-of-art of Super-Resolution PAM, excluding 

approaches based on photochromic probes that will be further commented on in 

paragraph 4.4.3.1. 

4.2.3.1 Nonlinear Photoacoustic Methods 

The principle demonstrated by Danielli et al. (101) is based on the nonlinear dependence 

of PA waves from the excitation at higher energy levels. In PAM image generation, the 

peak intensity per pixel of PA waves is collected and assumed proportional to the 

excitation beam. While working at higher excitation power, this assumption is no longer 

valid, and mechanisms such as nonlinearity, optical saturation or multiphoton absorption 

occur. The first source of nonlinear PA is based on nonlinear thermal expansion. By 

considering the second-order term of the expansion coefficient, write as follows: 

‍Ὕ ‍ ‍Ὕ 

Equation 4.8 

The laser induces pressure in the acoustic excitation voxel described by the Equation 4.9 

from reference (102): 

ὴὶ ὶȟᾀ ᾀ
ρ

Ὧ
‍Ὕὶ ὶȟᾀ ᾀ

ρ

ς
‍ Ὕὶ ὶȟᾀ ᾀ  

Equation 4.9 

While the second nonlinear effect is due to the optical saturation related to single-photon 

absorption, under specific conditions, the initial pressure in the voxel may be written as a 

polynomial expansion: 

ὴ ὶȟᾀȟὉ ὧ ὶȟᾀ Ὁ  

Equation 4.10 

Here Ὁ  Is the energy per pulse. The main point of this approach is that a train of 

increasing energy pulses pumps the sample, saturating all the electrons. In this saturated 

state, the additional energy is depleted through different pathways, such as non-

linearities. From these pressure waves, images corresponding to the absorption of 

different molecules can be reconstructed. These techniques allow the resolution to boost 

up to 88 nm. However, these approaches are limited to subsurface and have a poor 

temporal resolution due to the scanning system. Localization methods have been applied 
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to accomplish super-resolution imaging in PAI, ultrasound imaging, and fluorescence 

microscopy. The general principle of the localization imaging method is to superimpose 

the local maxima positions of all localized sources in the sequence of images (103). The 

ŀǳǘƘƻǊǎ ŘŜƳƻƴǎǘǊŀǘŜ ƛƳǇǊƻǾŜƳŜƴǘǎ ŦǊƻƳ тΦрm˃ to 0.4ς0.7 ˃ m in the lateral resolution 

and from 33 ˃ m ǘƻ нΦрm˃ in the axial resolution in vitro. Furthermore, the unresolved 

microvessels in the conventional OR-PAM images are visualized in the localization PAM 

images. This approach may also work with ultrasound arrays (104). 

4.2.3.2 Two-Photon Photoacoustic Mechanism 

Non-radiative two-photon absorption (2PA) improves axial resolution, allowing high 3D 

resolution. Conventional PAM requires spatial filtering to achieve high axial resolution, 

while in Two-Photon Photoacoustic Microscopy (2P-PAM), only the area within the focal 

spot generates nonlinear photoacoustic signals. Due to easier one-photon absorption, a 

prominent 1PA signal will be competitive with the 2PA signal (Figure 4.2, a-b). The 2PA 

signal is extracted using a lock-in detection system (105): the input laser is amplitude 

modulated, and the two-photon PA is extracted by locking at the modulation frequency 

or one of its harmonics. This approach will be explained in detail in Chapter 7. In the paper 

by Lee et al., the authors achieve (106) ŀ ƭŀǘŜǊ ŀƴŘ ŀƴ ŀȄƛŀƭ ǊŜǎƻƭǳǘƛƻƴ ƻŦ лΦрм ˃Ƴ ŀƴŘ нΦпм 

˃Ƴ, ǿƘƛƭŜ мt! Ƙŀǎ ŀ ƭŀǘŜǊŀƭ ǊŜǎƻƭǳǘƛƻƴ ƻŦ лΦтм ˃ƳΦ ¢ƘŜ ǎȅǎǘŜƳ ǎƘƻǿǎ ŀƴ ƛƳǇǊƻǾŜƳŜƴǘ ƻŦ 

factor 1.4 in lateral resolution. 

 

Figure 4.2. Comparisons between 1P-PAM and 2P-PAM. (a) Temporal or spatial filtering is 
necessary to eliminate the induced background and acquire the axial resolution in common PAM 
based on the visible laser excitation process. However, in 2P-PAM, with NIR excitation, only 
photons within the focal spot generate nonlinear photoacoustic signals providing intrinsic optical 
confinement, determining the 3D spatial resolution. (b) While only mechanical scanning is 
applicable in current common PAM due to the small acoustic detection filed-of-view (FOV), 2P-
PAM could be operated at low acoustic frequency creating a large acoustic detection FOV. Optical 
scanning is thus possible. Image from reference (106). 
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4.2.3.3 Structured Illumination Photoacoustic Microscopy (SI-PAM) 

Another approach that we treat quickly exploits structured illumination to increase the 

resolution of PAM. Such a specific illumination pattern (called moiré interference 

pattern), generated by interference, provides an easier view (76).  As we mentioned in 

paragraph 3.4, the capability of structured illumination of increasing resolution in optical 

microscopy relies on the information provided by the interaction of the three-

dimensional modulated illumination patterns and high-frequency variation in sample 

fluorescence caused by small structures. These interactions generate a low-frequency 

Moiré pattern containing information on non-resolvable structures. Imaging the Moiré 

patterns at different positions and their subsequent processing allows the reconstruction 

of sub-diffraction information. In photoacoustic and implementation of structured 

illumination called Blind Structured Illumination PhotoAcoustic Microscopy (BSIPAM) 

uses optical speckle patterns as structured illumination for enhancing the spatial 

resolution of PA imaging in scattering media, describing the measured PA signal as a 

function of the various speckle patterns and the absorber distribution (Figure 4.5, a-c). 

Through acquiring various images and deconvolution, it is possible to retrieve the original 

distribution of the sample with an improving factor of 2 (Figure 4.3, d) (107). Other 

approaches providing better improvement are reported in reference (108). Since SI-PAM 

works in AR-t!a ƳƻŘŜΣ ǘƘŜ ŀŎƘƛŜǾŀōƭŜ ǊŜǎƻƭǳǘƛƻƴ ƛǎ ƛƴ ǘŜƴǘƘǎ ƻŦ ƳƛŎǊƻƴǎ όŀǊƻǳƴŘ нл ˃Ƴ 

in the previous reference) but with a slightly improved penetration depth. 

 

Figure 4.3. Simulated results by Murray et al. show (a) an absorbing system consisting ƻŦ мл ˃Ƴ 
ǿƛŘŜ ƭƛƴŜǎ ǎŜǇŀǊŀǘŜŘ ōȅ ŘƛǎǘŀƴŎŜǎ ǾŀǊȅƛƴƎ ōŜǘǿŜŜƴ пл ŀƴŘ мрл ˃ƳΦ όb) a speckle pattern with a 
ǎǇŜŎƪƭŜ ǎƛȊŜ ƻŦ нр ˃ƳΦ Lƴ όc), the product of the absorber distribution and speckle pattern giving 
the photoacoustic (PA) source distribution is reported. Finally, (d) shows the PA response found 
by convolving the PA source distribution with the transducer PSF (Gaussian with an FWHM of 100 
˃ƳύΦ Image from reference (107). 



   
 

53 
 

4.3 Sensitivity of Photoacoustic Microscopy 
Another important classification of PAM relies on optical sources. There are mainly two 

sources that may be used: pulsed laser sources or modulated continous-wave (CW) laser 

sources (109) 

4.3.1 Signal Generation in photoacoustic microscopy 
In this chapter, we consider the initial pressure rise in both pulsed and CW photoacoustic, 

starting from Equation 4.1. Assuming working with Gaussian pulses, we define the overall 

intensity as follows: 

Ὅ ὸ
Ὂ

†Ѝς“
Ὡ  

Equation 4.11 

With a fluence Ὂ and an FWHM of the temporal pulse profile of ςЍςὰὲς†, where † is the 

pulse width. The resultant PA pressure for a target point is proportional to the time 

derivative of the excitation pulse (3). The maximum PA pressure is: 

ὴ ȟ ᶿ
ɜ– ‘Ὂ

†
 

Equation 4.12 

For a modulate CW laser, the temporal profile of the intensity is the following: 

Ὅ ὸ Ὅρ ÓÉÎ ‫ὸ  

Equation 4.13 

Where ‫  is the modulation frequency and Ὅ is the average laser intensity. Then the 

maximum PA pressure is defined as follows: 

ὴ ȟ ᶿɜ– ‘‫Ὅ 

Equation 4.14 

Taking account of the Equation 4.13 and Equation 4.14, we can compare both 

illumination approaches. CW sources, and their modulation and electronics, are generally 

cheaper than pulsed ones, while the higher operating frequency allows faster imaging 

(110). However, by comparing the two previous equations is easy to see that pulsed 

excitation provides better PA generation than CW (111). In addition, pulsed illumination 

provides axial resolution: the acoustic flight time that depends on laser pulse width, the 

tissue's acoustic attenuation, and the detection bandwidth provide information on the 

depth of the target absorber and the axial resolution. By contrast, CW excitation does not 
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provide similar information (112). The following paragraph will discuss the approaches 

that maximize PA signal generation. 

4.3.2 Detection in Photoacoustic Microscopy 
The core of any PAM system is the detection tool: an ultrasound transducer (UST). USTs 

are generally made of a piezoelectric material, capable of converting an electrical signal 

into mechanical motion and vice versa, making them suitable for generating and 

detecting soundwaves. Structurally, UST includes a disk of a piezoelectric material, which 

thickness determines the resonance frequency, and a damping material, absorbing 

the backward-traveling waves and damping the resonance of the disk. The damper 

enables the transducer to produce waves short in time and wide in frequency bandwidth 

(Figure 4.4). The two most popular choices of material for the piezoelectric disk are the 

ceramic lead zirconate titanate (PZT) and the polymer polyvinylidene 

fluoride (PVDF)(113). UST may be unfocused (flat) or spherically/cylindrically focused. In 

Figure 4.4 are reported the main properties of a spherically focused transducer that are 

useful to understand the Equation 4.7 relative to lateral resolution in AR-PAM. 

 

Figure 4.4. Main features of an ultrasound transducer. ὤ  and ὤ are respectively the beginning 
and the end of the focal zone (FZ). Ὀ is the element diameter. The dashed line is maximum 
intensity line, and the circular crown is respectively the -6 dB and -12 dB beam diameter. The 
beam diameter (ὄὈ) at -6 dB at the focus is calculated through the equation ὄὈ φὨὄ
ρȢπςὊὧȾὪὈ for a focused transducer. For a flat transducer the equation is different: 
ὄὈ φὨὄ πȢςυφψὈὛ . ὄὈ=beam diameter, Ὂ=Focal Length, ὧ=material spund velocity, 
Ὀ=element diameter and Ὓ=normalized focal length (=1 for flat transducers) defined as the ratio 
between the focal length and the near field (ὔ). The focal zone is calculated as follows: Ὂ

ὔὛ ς ρ πȢυὛϳ . Ὂ is the focal zone, ὔ is the near field (The far field is the area beyond ὔ 
where the sound field pressure gradually drops to zero). 

4.3.3 Noise in Photoacoustic Microscopy 
It is important to comment on the sources of noise, which, as in all the other microscopy 

techniques, can limit the detection (110,114). The noise in PAM arises mainly from three 

sources: thermal, acoustic noise from the medium, thermal noise from the ultrasonic 

transducer and electronic noise from the amplifier. We describe noise in terms of power 

spectral density (PSD) that describes the distribution of noise power per bandwidth unit 
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as a frequency function (110). The medium generates a thermal, acoustic noise which PSD 

is: 

ὔ Ὢ – ὪὯὝ 

Equation 4.15 

Here – Represents the efficiency of the transducer at a frequency (Ὢ), defined as the 

fraction of acoustic power converted to electrical power. Ὕ is the absolute temperature 

of the medium and Ὧ  Is the Boltzmann constant. The transducer itself generates a 

thermal noise due to the thermal agitation of charge carriers (also called Johnson-Nyquist 

noise). Considering a transducer with an internal resistance matched to a preamplifier 

with an internal resistance Ὑ. In this case, the PSD is given by (115): 

ὔ Ὢ ὯὝ 

Equation 4.16 

As an electronic component, also the preamplifier introduces additional noise. Using a 

matched impedance, the preamplifier noise is well described through the noise factor Ὂ, 

representing the ratio between the thermal noise of the source resistor, at the input, and 

the output noise of the preamplifier. The PSD is given by: 

ὔ Ὢ ὔ Ὢ Ὂ ρ 

Equation 4.17 

Summing the three above components of the noise, we obtain the total noise power: 

ὖ ὨὪ– Ὢ ὊὯὝ
Ў

 

Equation 4.18 

Where ɝὪ is the frequency bandwidth of the ultrasonic transducer. 

4.3.4 Optimizing PA signal generation 
There are many ways to optimize the PA SNR. Looking at the temperature dependence of 

noise, one might attempt to chill the medium, but, as we saw in paragraph 1.3, the PA 

signal has a stronger dependence on temperature through the linear reduction of the 

expansion coefficient. The chilling method is counter-effective. The signal-averaging may 

help but reduces the imaging speed. One key point is the reduction of the bandwidth of 

the transducer and associated electronics (114). For example, a narrowband ultrasound 

transducer with a CW excitation mode and a lock-in Detection can easily bring a 1000 

reduction factor of the noise (110) amplitude. However, the SNR in pulsed excitation is 
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still better than the CW counterpart. In addition, a narrowband transducer strongly 

degrades axial resolution for the Equation 4.7. 

4.4 Contrast in Photoacoustic Microscopy 
Photoacoustic microscopy has its base in the medium's optical properties, so the contrast 

depends on the different optical properties of the target probe and the background. We 

can classify the contrast agents through their availability in the interest system between 

endogenous and exogenous.  

4.4.1 Properties for contrast agents for photoacoustic microscopy 
Probes for photoacoustic microscopy must have slightly different properties compared to 

the probes designed for fluorescence microscopy. Looking at the energy balance (3): 

Ὁ ‰Ὁ ὗ Ὁ  

Equation 4.19 

Where Ὁ is the total energy of the photon, ‰  is the quantum yield of fluorescence, ὗ 

the energy associated with each non-radiative step and Ὁ  The energy stored in 

photoproducts living much longer than the pressure-integration time of the experiment. 

The main properties that a good probe suitable for PAM should have a low (or none) 

fluorescence quantum yield and the absence of any photoproduct to minimize the 

competitiveness between these processes and the heat release. As shown in Equation 

4.1, optical absorption is a crucial parameter for PA emission: good PA probes should have 

good optical absorption. We further divide the contrast agents between endogenous and 

exogenous, as we mentioned before. 

4.4.2 Endogenous contrast agents 
One of the primary advantages of PAM is the capability of imaging label-free specimens 

in a large spectral range (UV, visible, NIR). Some of the most common sources of contrast 

that absorb in the visible spectral range are hemoglobin in red blood cells (RBCs), 

cytochromes in mitochondria, and melanin in melanosomes. At the same time, we can 

investigate DNA and RNA in the UV spectral range and in the NIR, water and lipids. Figure 

4.5 shows some of the most common absorbers in living tissues. In reference (100), the 

authors demonstrate the bi-concave shape of RBCs using a diffraction-limited 532nm 

laser spot in an OR-PAM configuration with a resolution of 220 nm. The concentration 

and the localization of hemoglobin inside the RBC provide information on the health state 

of the cell itself. In reference (116), Tan et al. used PAM to image anemic RBC, finding out 

that a major concentration of hemoglobin at the cell's periphery is a symptom of this 

disease. The thickness of the central region of RBC is also symptomatic of anemia (117). 
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These measurements were performed using an OR-PAM configuration with a 532 nm 

ƭŀǎŜǊ ŀƴŘ ŀ рлaIȊ ǘǊŀƴǎŘǳŎŜǊΣ ǇǊƻǾƛŘƛƴƎ ŀ ƭŀǘŜǊŀƭ ǊŜǎƻƭǳǘƛƻƴ ƻŦ м ˃ƳΦ ! ƳǳƭǘƛǇƘƻǘƻƴ 

approach was proposed in reference (118) to increase optical depth. Using a pump laser 

and probe pulses makes it possible to create separate PA signals extracted by temporal 

frequency encoding. This method is called transient absorption ultrasound microscopy 

(TAUM). This technique needs a low-frequency ultrasound transducer with a lower lateral 

resolution than other approaches. It is important to notice that a label-free PA nanoscopy 

uses hemoglobin in RBC as described partially in paragraph 4.2.3.1 and reference (101)  

 

Figure 4.5. Representation of the absorption of many tissues' components depending on the 
wavelength. Water and lipids are suitable for NIR studies, while Hemoglobin and other co-factors 
are more useful in the Vis range. Image reproduced from reference (119) 

Another important endogenous contrast agent is represented by the cytochromes, 

proteins facilitating the energy production in mitochondria (120). In reference to (121), 

the cytochromes were targeted with a 422 nm laser, and the signal was acquired with a 

40MHz transducer. A good agreement was demonstrated between the photoacoustic 

image and the fluorescence one, obtained by using MitoTracker Green FM stain. Another 

important endogenous contrast agent is represented by the cytochromes, proteins 

facilitating the energy production in mitochondria (120). In reference (121), cytochromes 

were targeted with a 422 nm laser, and the signal was acquired with a 40MHz transducer. 

It was demonstrated a good agreement between the photoacoustic image and the 

fluorescence one, obtained by using MitoTracker Green FM stain (Figure 4.6, a-d).  
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Figure 4.6. PAM and fluorescence microscopy of fibroblasts. (a) Label-free PAM image of fixed 
but unstained fibroblasts acquired at 422 nm wavelength. (b) Label-free PAM image acquired at 
250 nm wavelength. (c) Dual-color superimposed image of (a) and (b). (d) Fluorescence 
microscopy image of the cells with mitochondria stained in green and nuclei stained in blue. 
Image reproduced from reference (121).  

Melanin pigment is an important molecule present in the melanosome organelle within 

melanocytes. It could be imaged in PAM. Then a branch of PA working in the UV region is 

present, called UV-PAM. In this light region, the main absorbers are the nucleic acids DNA 

and RNA (122). Imaging these acids at 250nm seems to provide better contrast among 

other cell components. In reference (123), Yao et al. combined the UV absorption with a 

422 nm excitation, providing a label-free PA providing information similar to 

histopathological ones. Recently, it has been demonstrated that the application of UV-

PAM intraoperative histopathologic examination of the surgical specimen is crucial for 

tumor margin identification with a less complicated sample preparation than other 

methods (124). 

4.4.3 Exogenous contrast agents 
All the endogenous contrast agents strongly improve contrast and generate high SNR 

images due to their strong optical absorption but are limited to availability in different 

cell lines. Similarly, to optical microscopy, it is necessary to provide contrast agents from 

the outside. These exogenous contrast agents generally are calorimetric stains, 

fluorescent dyes, nanoparticles or fluorescent proteins (FPs) (125,126). If stains with 

different optical properties are selected, different lasers may be used to separate PA 

contributiƻƴǎΦ IƛǎǘƻǇŀǘƘƻƭƻƎƛŎŀƭ ²ǊƛƎƘǘΩǎ stain was used in UHF-PAM by Strohm et al. in 

reference (127) to determine the different characteristics of neutrophils, lymphocytes 

and monocytes. The setup uses a 532/610 nm laser and a 1000MHz ultrasound 

transducer. In this work, we also demonstrated the feasibility of Hematoxylin & Heosin 

(H&E) stain in 2P-PAM. Using exogenous agents makes it possible to move to PAM the 
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toolbox of techniques developed for optical microscopy. FRET is one of the possibilities. 

Wang et al. in reference (128), demonstrated the application of FRET to a fluorescent 

donor (Rodhamine 6G) to a non-fluorescent acceptor (DOQCI). The system used a tunable 

laser, pumped by an Nd:YLF laser, with the excited PA and fluorescence signal acquired 

by a 50 MHz ultrasonic transducer and a photomultiplier tube module, respectively 

(129,130). The authors used this approach to quantify FRET efficiency through PA to a 

depth of around 1 mm. Another tool moved from optical microscopy is FPs (131); in 

reference to (132), authors use a FRET pair made of two genetically encoded probes 

miRFP670-iRFP720 in PAT, enabling dynamic functional imaging of active biological 

processes in deep tissues. By PA detection of the changes in the optical absorption of the 

miRFP670 FRET-donor, they monitored cell apoptosis in deep tissue at high 

spatiotemporal resolution using PAT; they detected apoptosis in single cells at a 

ǊŜǎƻƭǳǘƛƻƴ ƻŦ Ғо µm in a mouse ear tumor and in deep brain tumors (>3 mm beneath the 

ǎŎŀƭǇύ ƻŦ ƭƛǾƛƴƎ ƳƛŎŜ ŀǘ ŀ ǎǇŀǘƛŀƭ ǊŜǎƻƭǳǘƛƻƴ ƻŦ Ғмрл µm with a 20 Hz frame rate. It is 

important to focus on the role that FPs and their subclass of rsFPs may have in PAM.  

4.4.3.1 Photochromic proteins in photoacoustic microscopy 

In the last years, the possibility of improvements in lateral resolution in PAM suggested 

using rsFPs similarly to super-resolution fluorescence microscopy, terming the technology 

reversibly switchable photoacoustic microscopy (RS-PAM). Yao et al. (133) demonstrated 

a differential PA imaging of a bacterial phytochrome BphP1. The idea is that when stable 

BphP1 is on the on-state upon 780 nm irradiation pulse train, molecules are gradually 

converted to the off-state. As a result, the PA amplitude of the signal decreases 

proportionally to the local excitation intensity. Thus, the PA signal in the center decays 

faster than in the surroundings. A differential approach between two images will give a 

high contrast image of the cell with a sub-diffraction resolution. This means a smaller 

FWHM of the lateral PSF that is shown to be πȢυρЍρ ὦά‗Ⱦὔὃϳ  where m is the 

power dependence of the switching-off rate on the excitation intensity and m is the order 

of the polynomial fitting. RS-PAM achieves a Ѝρ ὦά improvement in resolution 

compared to conventional PAM. For the axial resolution, the improvement is the loss of 

dependence from the acoustic components, providing good optical sectioning to RS-PAM. 

The axial PSF is quantified as ρȢψ ςϳ ρ‗ὔὃϳ . The authors estimated the 

lateral and axial resolution of around 141 nm and 400 nm, respectively (Figure 4.7, a-c).  
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Figure 4.7. Sub-diffraction photoacoustic microscopy of reversibly switchable BphP1 (RS-PAM) 
shows an effective improvement in lateral resolution. (a) Schematic of the double-illumination 
photoacoustic microscopy system. BS, beam splitter; DM, dichroic mirror; L1ς2, the laser beam 
1 and 2; M, mirror; OL, optical lens; SOL, silicone oil layer; WT, water tank. Top objective NA: 0.1; 
Bottom objective NA: 1.4 with oil immersion. The transducer was a full-ring ultrasonic transducer 
array (Imasonic) with a 5 cm diameter, 5 MHz central frequency and 512 elements. (b) Principle 
of RS-PAM with sub-diffraction resolutions. Within the diffraction-limited excitation volume, 
some ON state BphP1 molecules (red dots) are switched to the OFF state, where the switching-
off rate is proportional to the local excitation intensity. RS-PAM improves the spatial resolution 
in all dimensions by fitting the nonlinear signal decay dynamics. (c) Conventional PAM and RS-
PAM images of BphP1-expressing bacteria are densely fixed on a cover glass, showing the 
superior lateral resolution of RS-PAM. Image adapted by permission from Springer Nature 
Customer Service Centre GmbH: Springer Nature, Nat Methods 13, 67ς73 by Junjie Yao et al. 
Copyright © (2016) (133). 

In Figure 4.8 (a,b), the image resolution improvement by exploiting photochromic 

proteins for background suppression is significant. The images were acquired monitoring 

a tumor expressing BphP1 through PACT. 

 

Figure 4.8. PA images of BphP1 expressing U87 cells and HbO2 in scattering media. The differential image 

effectively removes the background signal, increasing the contrast of the cell area (a) Whole-body PACT 

images of the liver region of a representative nude mouse repeatedly acquired for 30 days after the 

injection of BphP1-expressing U87 cells into the right liver lobe (n = 6). Differential signals (shown in color) 

are overlaid on top of the structural signals from the blood. The differential image effectively removes the 

background signal, increasing the contrast of the cell area (b) Increase in areas of the primary and 

secondary tumorsτerror bars standard errors of the results from 6 animals. Image adapted by permission 
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from Springer Nature Customer Service Centre GmbH: Springer Nature, Nat Methods 13, 67ς73 by Junjie 

Yao et al. Copyright © (2016) (133). 

A huge work of characterization has been done by Paul Vetschera et al. in reference (42). 

Here the authors characterized many genetically encoded probes for fluorescence 

microscopy from an optical point of view. It is important to notice that FPs designed for 

fluorescence are not suitable for PAM for their high fluorescence quantum yield. It is 

important also to notice that the phytochromes proposed by Yao et al. fit the 

requirements of low fluorescence quantum yield, but they still have a remarkable size 

compared to other fluorescent proteins: 36.67 kDa for BphP1 (134), 30.79 kDA for 

monomeric GFP (135) and 25.45 kDA of slr1393 (37) belonging to the new promising class 

of cyanobacteriochromes (CBCRs). Due to their low fluorescence quantum yield and 

reduced weigth, we think that CBCRs might introduce important improvements in 

photoacoustic microscopy. For this reason, we will focus this work thesis mainly on this 

new family of FPs. 
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PART TWO: EXPERIMENTAL RESULTS 
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5 Proteins expression and purification 
In vitro characterization of the photophysics of fluorescent proteins is a fundamental 
prerequisite for their application in modern microscopy on living cells.  
This chapter focuses on protein engineering, heterologous expression, and purification of 
two novel mutants of GFP and their engineering.  We then report the protocols for 
expressing and purifying the two GFP mutants and a cyanobacteriochrome. This chapter's 
protocols mainly come from published work (136ς139).  
 

5.1 Engineering of dark mutants of GFPs  
As we mentioned in paragraph 2.2.2, it is possible to introduce punctual mutations to the 
sequence of a GFP to vary its spectral properties. The mutation is introduced at the level 
of the DNA sequence coding for the protein. The approach used to introduce mutations 
is referred as site-directed mutagenesis. Among the possible technical implementations 
of site-directed mutagenesis, we used the one operating through polymerase chain 
reaction (PCR)(138). The PCR essentially has the role of amplifying a billion times a DNA 
fragment. The procedure needs the sample to undergo many thermal cycles in the 
presence of a thermostable DNA polymerase and requires primer oligonucleotides 
complementary to the target DNA region (Figure 5.1). The DNA fragment is denatured to 
single-stranded DNA at 95°C (at a temperature such that the polymerase is not damaged). 
The temperature is cooled to down (around 50/60°C) for pairing the single-stranded DNA 
and the primers; this is called annealing temperature. If the temperature is too low, the 
primers will not pair; if it is too high, they will also pair in other regions, leading to non-
specific products. The temperature is then raised to 72°C for the extension/elongation 
phase, where the DNA fragment synthesis is achieved. Polymerization goes on until 
stopped rising the temperature to 95°C. These cycles, performed through a thermal cycler 
(also referred to as a PCR machine or DNA amplifier), are repeated many times. 

 
Figure 5.1. Schematic representation of the PCR process. The starting reagents include the 
interest DNA sequence in appreciable quantity, the enzyme, the primers, and the dNTPs (a 
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solution of the four deoxynucleoside triphosphates requested by the polymerase to work)τ 
Image reproduced from Wikipedia, Creative Commons BY-SA 4.0. 

The DNA coding for mutated GFP is then inserted into host (either prokaryotic or 

eukaryotic) cells through a plasmid vector. Plasmids are extrachromosomal DNA molecule 

within a cell that is physically separated from chromosomal DNA and can replicate 

independently. In E. Coli bacterial cells, they are generally in the shape of circular double-

stranded DNA and must satisfy some structural requirements: they should contain an ori 

sequence that acts as an origin for replication inside host cells allowing plasmids to 

replicate as extrachromosomal elements, not depending on the replication of 

chromosomal DNA. They should contain a selective marker to distinguish cells, including 

the plasmid, from the others; these selective markers are generally resistant to 

antibiotics. They should contain a region where it is possible to insert the target DNA (for 

example, DNA codifying for GFP tagging a specific structure or alone). They should then 

contain the gene lacI codifying for the operon LacI, involved in the expression control 

(Figure 5.2). 

 
Figure 5.2. Schematic representation of a pET30 plasmid, including the GFP sequence. Colored 
arrows highlight all the main features. It is crucial to notice the lacI gene, the ori sequence for the 
origin of replication, and the sequence codifying for the antibiotic resistance used for selection 
(Kanamycin). In green is highlighted the sequence codifying for the GFP where the mutagenesis 
process occurs. Image reproduced from Addgene website. 
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The core of the mutagenesis through PCR is the primers. In this case, the primer (generally 
ten nucleotides) pairs with a region of the parental DNA except for one (or at least two) 
bases. A DNA polymerase with a low proofreading activity is used. Proofreading is the 
capability of a DNA polymerase to fix newly made nucleotide incorporation errors from 
the primer terminus before further primer extension. A DNA polymerase with a low 
proofreading activity will replicate billions of times the DNA strain from the primer with 
the altered nucleotide without fixing it, generating many copies of the parental DNA, 
including one or more different bases (the desired mutation). The parental DNA is then 
digested through an enzyme that removes only methylated DNA (the son DNA is not 
methylated).  
After amplification, an agarose gel electrophoresis is used to analyze the results to 
investigate the presence of non-specific DNA or investigate the optimal conditions for 
PCR. Only the sequencing will confirm then the results of PCR.  
In this work, we engineered mutants of GFP starting from those reported in reference (35). These 
are mutants of the wild type, and the enhanced GFP with E222Q mutation added (wildQ and 
wildQT). As we mention in paragraph 2.2.2, this is a punctual mutation introducing 
photoswitching properties to the GFP. E222Q means that glutamine substitutes glutamate at 
position 222 in the protein. In terms of nucleotides, it means that, for example, while the codon 
encoding glutamate is GAA, the one encoding glutamine contained in the primer is CAA, differing 
for just one nucleotide. We added another mutation from wQ and wQT: Y145W, tryptophane for 
tyrosine, reported in (140) to generate dark mutants of FPs, characterized by lower fluorescence 
quantum yield. To indicate the lower fluorescence emission, we term darkwQ the mutant 
wQ+Y145W and darkwQT the mutant wQT+Y145W. 

After obtaining the plasmid encoding for the structure of interest, it is inserted into a 
system capable of translating the coding sequence of the DNA to a functional protein. The 
system used is E. Coli strains (BL-21 with kanamycin resistance) optimized for this aim. 
We insert the plasmid through bacterial transformation:  the cell membrane becomes 
temporarily permeable through a thermal shock or an electroporation process. To select 
only bacteria that included the plasmid, they are grown on a Luria broth-agarose plate 
containing the proper antibiotic.   
 

5.2 Protein production  
¢ƘŜ ǇǊƻǘŜƛƴǎΩ ǇǊƻŘǳŎǘƛƻƴ ǊŜǉǳƛǊŜǎ ǘƘŜ ǳǇǎŎŀƭƛƴg of the translating system. An E. Coli 
suspension transformed with the engineered plasmid in Luria Broth (LB) is spread onto an 
LB ς Agarose plate. The LB is a nutritive medium often used as a culture medium for 
bacteria. The gel (obtained after agarose polymerization) is functionalized with an 
antibiotic to select only bacteria that incorporated the plasmid with the antibiotic 
resistance. Once the bacterial colony incorporating the target DNA is selected, it is 
necessary to upscale the volume of bacterial suspension to obtain appreciable protein 
recovery. Generally, a small portion of bacterial suspension (or bacterial growth) is 
harvested and inoculated in flasks containing liters of LB and antibiotics, and the density 
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of the bacterial cultured is monitored through the Optical Density (OD) parameter. Since 
FPs, and recombinant proteins, are secondary metabolites, the OD plays a crucial role: E. 
Coli produces the secondary metabolites in the stationary phase of microbial growth. If a 
microbial culture's environmental conditions worsen due to the deprivation of nutrients, 
salts, amino acids or the increase of harmful waste products such as acids or ethanol, the 
population starts to die, moving the suspension to the death phase. Overpopulation is the 
main factor leading to these phenomena. OD600 represents the scattered light at 600 nm 
wavelength by the bacterial suspension and can directly relate to the number of 
microorganisms in very low-density suspensions. After reaching an optimal OD, the 
temperature is reduced to 28°C to stop bacterial growth, and IPTG is added to induce 
proteins expression. This compound is a molecular mimic of allolactose, a lactose 
metabolite that triggers transcription of the lac operon, and it is therefore used to induce 
protein expression where the gene is under the control of the lac operator. After this 
process, the protein is overexpressed inside the cellular membrane of the cells and must 
be recovered.   
 

5.3 Protein Extraction and Purification  
Generally, the proteins include a His-Tag (145) termination in their genome. The His-Tag 
is an amino acid motif of nonfunctional histidine at the end of the protein used for affinity 
purification. The cellular membranes are removed after sonication, and the supernatant 
containing the proteins is separated from the pellet through centrifugation. The His-Tag 
motif enhances the affinity for metallic ions (141), and through this property, the 
supernatant containing the proteins runs over a Nickel functionalized column (Ni-NTA). 
An elution with imidazole (with a higher affinity to the resin) is performed to obtain free 
and clean protein. Dialysis on the membrane is necessary to remove the imidazole that 
denatures proteins. After this process, the three proteins are produced and ready to be 
characterized in Chapter 6. 
 

5.4 Materials and Methods 
This paragraph reports the experimental protocols used for the processes expressed in 

this chapter.  

5.4.1 Site-Directed Mutagenesis 
The PCR for the site-directed mutagenesis requests the following components: 

- 5 ˃ l of buffer (QuikChange II kit, Agilent) 

- 3 ˃ l of Quick Solution (QuikChange II kit, Agilent) 

- 0.5 ˃ l of DNA obtained through mini prep (Wizard ® PlusSV minipreps DNA 

purification system). 

- 1 ˃ l of dNTPs (QuikChange II kit, Agilent) 
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- 1.25 ˃ l of primer 1 (Sigma Aldrich) 

- 1.25 ˃ l of primer 2 (Sigma Aldrich) 

- 1 ˃ l of Turbo DNA polymerase (QuikChange II kit, Agilent) 

- 37 ˃ l of water-DEPC (Sigma Aldrich) 

After PCR, 1 ˃l of DPN-I enzyme is added, and the sample is incubated for 1h at 37°C. The 

enzyme digests the parental methylated DNA. The DNA obtained is transformed into 

competent E. Coli BL-21. We performed tƘŜ ǘǊŀƴǎŦƻǊƳŀǘƛƻƴ ōȅ ŀŘŘƛƴƎ мл ˃ƭ ǘƻ млл ˃ƭ ƻŦ 

E. Coli in ice for 30'. Then the temperature is raised to 30" at 42°C and cooled again for 2'. 

After that, we added LB, and we kept bacteria under stirring. This process generates pores 

onto the membrane of bacteria, allowing the plasmid to enter the cell. 

5.4.2 Protein Production, Extraction, and Purification 
We used the following protocol for three E. Coli strains: one containing wQ+Y145W 
(darkwQ) in pET30 plasmid, one containing wQT+y145W (darwQT) in pET30 plasmid, and 
the last one, provided by Prof W.Gartner, expressing slr1393 (GAF3). This last strain is 
double transformed, containing slr1393g in pET30 (the backbone of the proteins) and 
H01+PcyA in pACYC plasmids; this last portion codifies for the phycocyanobilin-producing 
enzyme, the chromophore, from hemoglobin. The antibiotics requested are Kanamycin 
and chloramphenicol for GAF3 and Kanamycin for the two GFPs. The following protocol 
is adapted from references (35,142). At this point, we have three E.Coli strains: one 
containing wQ+Y145W (darkwQ) in pET30 plasmid, one containing wQT+y145W (darwQT) 
in pET30 plasmid, and the last one, provided by professor W.Gartner, expressing slr1393 
(GAF3). This last strain is double transformed, containing slr1393g in pET30 (the backbone 
of the proteins) and H01+PcyA in pACYC plasmids. This last portion codifies hemoglobin's 
phycocyanobilin-producing enzyme (the chromophore). The antibiotics requested are 
kanamycin and chloramphenicol for GAF3 and Kanamycin for the two GFPs. The following 
protocol is adapted from references (35,142).  
Inoculum preparation. Pre-inoculum preparation: We start from one colony from the 

glycerol stock, and we added it to 3mL LB + antibiotics 1:1000 in 15mL Falcon®. We shake 

the Falcon at 220rpm and 37°C for six hours, and then we split the pre-inoculum into three 

50mL Falcons® containing 10mL LB + antibiotics 1:1000. Finally, we shake at 220rpm and 

37°C overnight. We prepare three 2L flasks containing 1L of LB + antibiotics 1:1000 each. 

We add the three inoculums to the three flasks, checking the OD600 until it reaches 0.5/0.6 

(doubling time around 30'). We added 250 µL of IPTG for each flask to induce the protein 

expression. We left shaking overnight at 28°C and 220rpm (The temperature is crucial for 

blocking bacterial growth). This latter process moves the bacterial culture to the 

stationary phase, where protein production occurs.  

Pellet recover. We centrifuge the bacterial growth for 15' at 4°C and 6000rcf. We remove 

the supernatant, suspending then the pellets in 10mL of PBS (NaCl 137mM, KCl 2,7mM, 
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Na2HPO4 10mM, KH2PO4 2mM, pH 7.4). We split the 30mL total of pellet/PBS into two 

50mL Falcons and centrifuge for 30' removing the PBS. We re-suspend then the pellets 

with 25mL of sonication solution (TrisHCl 20mM, NaCl 100mM, pH 8 + EDTA-free protease 

inhibitor in tablets, Roche) and sonicate for 5'. We further lysed the bacterial membranes 

by adding 5mL of lysing solution (10% Triton X-100 (Sigma Aldrich) + 50uL of DNAse + 50uL 

of MgCl2 1M) for 1/2h at 4°C far from light. We recovered the solution and centrifuged it 

for 1h at 4°C and 11000rpm, recovering the supernatant and trashing the pellets. The 

supernatant is used to suspend the NinTA (NiNTA Agarose, QIAGEN) resin in a column 

kept safe from light and under-stirring at 4°C overnight in a bottle.   

Column purification. We slowly empty the solution (supernatant/resin) back into the 

column to allow an optimal arrangement of the resin inside the column, then we wash 

the bottle twice with 15mL of TrisHCl that we empty into the column. We then elute with 

TrisHCl + 500mM Imidazole. The imidazole is more affine to the resin than the His-Tagged 

protein that is then eluted and must be recovered from the column's bottom. It follows 

the dialysis process for removing the imidazole that may denature the protein in a 

30000kDa centrifugal filter (Pall). GAF3 may be further passed over an ion-exchange 

column (DEAE Sephadex, GE healthcare) to remove the proteins not binding the 

chromophores.  

tǊƻǘŜƛƴǎΩ ǉǳŀƴǘƛŦƛŎŀǘƛƻƴΦ We characterized protein recovery by calculating the 

absorbance ratio at 260 nm and 280 nm by a spectrophotometer. GAF3 has a recovery of 

1.977 mg/mL, and both darkwQ and darkwQ have a recovery of 2.7 mg/mL. Considering 

a final volume of 4 mL (10 mL for the GFPs), the total recovered quantity was 7,908 mg 

for GAF3 and 27 mg for darkwQ and darkwQT. 
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6 Molecular Spectroscopy for protein dynamics 
characterization 

This chapter offers an overview of the main optical properties of the GFP mutants and the 

typical experiments performed to validate FPs in fluorescence and photoacoustic 

microscopy. In the first part of the chapter (paragraph 6.1), we explain canonical light-

based spectroscopy measurement to investigate the spectral properties of novel 

photochromic probes. The second part of the chapter (paragraph 6.2) offers their 

subsequent characterization through PA spectroscopy and their application in a 1D PAM 

experiment. 

6.1 Optical Spectroscopy Characterization 
After protein engineering, expression, extraction and purification, the resulting solution 

must be characterized in optical properties before applying FPs as a molecular tag for 

fluorescence and photoacoustic microscopy. This chapter proposes the light spectroscopy 

characterization of the three proteins through the acquisition of fluorescence 

emission/absorption spectra. Characterization of the photoconversion of the two GFP 

mutants was performed through laser photolysis experiments to retrieve the photo-

switching quantum yield. For GAF3, photo-switching quantum yields for forward and 

reverse reactions are already known.  

6.1.1 Dark Mutants of GFP 
We have first determined the spectral properties of the new proteins darkwQ and 

darkwQT by collecting the absorption and emission spectra of the proteins.  

6.1.1.1 Absorption/Fluorescence Spectra 

Figure 6.1 ŎƻƳǇŀǊŜǎ ōƻǘƘ ǇǊƻǘŜƛƴǎ ǿƛǘƘ ǘƘŜ ƻǊƛƎƛƴŀƭ ǿvΦ !ǘ ǇI җ тΣ ǘƘŜ ŀōǎƻǊǇǘƛƻƴ ǎǇŜŎǘǊŀ 
of darkwQ (a) and darkwQT (b) in the visible region of the spectrum display a large band 
centered at 480 nm (Figure 6.1, solid black line) corresponding to the state on of the 
chromophore. It is interesting to notice that the profile of the darkwQT absorption 
spectrum is similar to the one in the original wQ but slightly blue-shifted, while the one 
for darkwQ is much different (35). For both proteins, illumination on the high-energy tail 
(488 nm) of the absorption spectrum of the on-state leads to a green fluorescence 
emission that mirrors the absorption spectrum (Figure 6.1, black dashed line). It is 
possible to retrieve the fluorescence quantum yield of the darkwQ and the darkwQT by 
comparison with the original wQ. Using wQ (Figure 6.1, green solid and dashed lines) as 
a reference with a known fluorescence quantum yield of 0.45 (35), the fluorescence yields 
for darkwQ and darkwQT can be calculated as 0.086 and 0.043, respectively. Interestingly, 
even if the original wQT has a higher fluorescence quantum yield (0.71) compared to wQ 
(0.45), darkwQT has a lower one than darkwQ. 
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Figure 6.1. (a) A plot of absorbance (solid line) and fluorescence (dashed line) of both wQ (green) 
and darkwQ (black). (b) A plot of absorbance (solid line) and fluorescence (dashed line) of both 
wQ (green) and darkwQT (black). Absorbance is normalized for their absorption maximum, while 
fluorescence is normalized for the maximum of fluorescence of the original wQ. 

In Figure 6.2, we report the photoconversion between the on and the off state of darkwQ 

(a) and darkwQT (b). The photoconversion between the two optical states occurs for the 

isomerization of p-HBI, as shown in Figure 2.8 (a). For the parental proteins, wQ and wQT, 

irradiation of the peak centered at 480 nm with a 488 nm laser leads to the formation of 

a sideband, corresponding to the off state, centered at 400 nm and the reduction of the 

main band (35). The subsequent irradiation with 405 nm laser restores then the main 

band.  Differently from wQ and wQT, the absorption spectra of darkwQ and darkwQT 

display one single band centered at Ғпул ƴƳ, and the irradiation at the main peak 

behaves differently: the absorption spectrum is almost unchanged for darkwQT upon 488 

nm excitation while the same illumination decreases the single band of the darkwQ 

absorption spectrum. Changes in the absorption spectrum eventually lead to changes in 

the emission spectrum. Excitation with 405 nm wavelength partially restores the band in 

darkwQ. 
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Figure 6.2. (a) Photoconversion of darkwQ. (b) Photoconversion of darkwQT. 

6.1.1.2 Photolysis with transient absorption detection 

Flash Photolysis (and photolysis with transient absortpion detection) is a technique used 

to study fast light-dependent reactions and was originally developed during World War II 

as an approach to develop cameras fast enough to capture enemy missiles. The technique 

was originally developed by George Porter (later Lord Porter of Luddenham) and Ronald 

Norrish in 1949, and their achievements were subsequently recognized with the Nobel 

Prize in Chemistry awarded in 1967 (143). Flash Photolysis is a pump-probe technique in 

which the sample is first excited by a short-pulse source such as a pulsed laser or a flash 

lamp. The pump laser excites a molecule into a reactive state, and from there, it is possible 

to measure the reaction spectroscopically, using a light beam to measure absorbance 

changes in time. Current implementations exploit nanosecond pulsed lasers (nanosecond 

laser flash photolysis) or ultrafast laser sources (pump-probe transient absorption) to 

produce reactive excited states, which are then probed by monitoring the concomitant 

absorption changes. We have used a laser photolysis setup where excitation is achieved 

by a CW laser (0.5 kW/cm2), and the sample is exposed to the beam for time intervals 

spanning from 1 s to 20 s. By measuring the absorbance at different exposure times, it is 

possible to obtain the switching quantum yield after linear fitting the obtained curve. In 

Table 6.1, we report the experimental points used for data fitting. The fluence (‰) is 

obtained as the product between the exposition time and the power of the laser 

expressed in kW/cm2 so that the final units are mW*s/cm2. The absorbance is reported 

as a variation in the logarithmic scale and normalized for the maximum value ÌÎ ρ

Ўὃὃϳ . The final equation used for fitting is then ÌÎ ρ Ўὃὃϳ ςσπσϽ• Ͻ‐Ͻ‰ 

(Equation AII-6). For both proteins, we obtained an absorbance graph vs. power whose 

trend is linear for low power. We fitted them in this region, considering that the slope of 

the curve is equal to: 
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“z ὶ
• 

Equation 6.1 

Where ‐  is the absorption coefficient at 488 nm, and ὉὭὲίὸὩὭὲ is a conversion factor 

from ὡϽίȾὉὭὲίὸὩὭὲ‗
ρȢρωzρπ. ὶ is the beam diameter striking the cuvette equal 

to 1mm. To better comprehend Equation 6.1, see the full derivation in APPENDIX II: Basis 

of Photolysis with transient absorption detection. 

Table 6.1. A table containing the experimental points used for fitting. 

darkwQ darkwQT 
‰άὡϽίὧάϳ   ÌÎ ρ Ўὃὃϳ  ‰άὡϽίὧάϳ  ÌÎ ρ Ўὃὃϳ  

0 0 0 0 
0,59 0,058 0,55 0,024 
0,99 0,090 1,67 0,029 
1,92 0,185 2,85 0,066 
2,14 0,196 22,42 0,121 
3,74 0,246 44,42 0,143 

22,64 0,308 65,57 0,163 
46,66 0,368 92,52 0,173 
87,76 0,392   

 

Fitting was performed in the linear region of Figure 6.3. For darkwQ (a) and darkwQT (b), 

we evaluate ƻŦŦҦƻƴ photoconversion quantum yields of • ρȢπωzρπ and •

υȢτψzρπ, respectively, comparable with those reported in reference (35).  

 

Figure 6.3. A plot of the data used for fitting. We report the absorbance as a function of the laser 
power used. (a) darkwQ. (b) darkwQT. The first break highlights the linear region considered for 
fitting operations. The linear region is more evident for darkwQ (a). 
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The low photoconversion yield of the two mutants and their very small spectral changes 

upon photoconversion make the two weakly-fluorescent proteins less interesting for 

further consideration in photoacoustic applications. 

6.1.2 GAF3 from slrl1393 
The photophysical properties of GAF3 from slr1393 are well characterized, and data 

related to optical properties come from references (142,144). In the following paragraph, 

we mostly concentrate on the photoacoustic signals generated by photoexcitation of the 

protein. 

6.1.2.1 Absorption/Fluorescence Spectra 

GAF3 from slr1393 is a photochromic protein switching between a red absorbing parental 

(GAF3R) state and a green absorbing one (GAF3G). The photoswitching between these two 

states occurs upon red irradiation (633/670 nm) for the ǊŜŘҦƎǊŜŜƴ ǘǊŀƴǎƛǘƛƻƴ ŀƴŘ ƎǊŜŜƴ 

irradiation (513/540 nm) for the greenҦred transition. GAF3R absorption spectrum 

displays a large band centered on 650 nm (absorption maximum at 649 nm), while GAF3G 

has its absorption peak centered at 536 nm (Figure 6.4). Upon conversion between the 

two forms, the absorption spectra of GAF3 show an isosbestic point at 590 nm. The 

excitation at the isosbestic point leads to an emission mirroring the absorption for GAF3G 

and a slightly different one for GAF3R. It is important to notice the higher Stokes shift 

(Ғ100 nm) revealed for GAF3G compared to GAF3R (Ғ30 nm). GAF3R has a higher 

fluorescence quantum yield (‰ȟ πȢρ), compared to GAF3G (‰ȟ πȢπφ). The 

photoconversion process was previously characterized using nanosecond and CW 

photolysisΦ ¢ƘŜ ǉǳŀƴǘǳƳ ȅƛŜƭŘ ƻŦ ŎƻƴǾŜǊǎƛƻƴ ƎǊŜŜƴҦǊŜŘ ό‰ πȢσπ) is higher than the 

ƻƴŜ ŦƻǊ ŎƻƴǾŜǊǎƛƻƴ ǊŜŘҦƎǊŜŜƴ ό‰   πȢπω), making GAF3R the parental state. The 

photoconversion quantum yields of GAF3R are at least one order of magnitude higher 

than those of GFP derivatives. Moreover, the spectral shift between the two species is 

huge, exceeding 100 nm. Being characterized by high photoconversion yield and large 

changes in extinction coefficient, GAF3 is considered a promising contrast agent for 

photochromic photoacoustic applications, and we will study it in detail in the following 

paragraphs. 



   
 

74 
 

 

Figure 6.4. Absorption/Fluorescence spectra of GAF3. Solid lines show the absorption spectra of 
GAF3G (green) and GAF3R (red), and dashed lines show the fluorescence spectra of GAF3G (green) 
and GAF3R (red). Data adapted from reference (142).  

6.2 Photoacoustic Spectroscopy Characterization 
We have collected the photoacoustic signals for one of the two GFP mutants and GAF3. 
The GFP mutant's PA signal showed a much smaller photochromic response than 
expected. After an initial assessment, we did not further deepen the PA analysis. On the 
contrary, a thorough investigation of GAF3 started from a reevaluation of enthalpic and 
volumetric signals for the two photoconversion processes, taking advantage of a slightly 
better time resolution of the current experimental layout compared to previous 
determinations. We then collected photochromic photoacoustic spectra of the two GAF3 
species, and we studied how we can exploit the changes in the PA signal due to the 
photochromic transformation to obtain a strong contrast over scattering or absorbing 
background and identify the spatial distribution of GAF3 containing structures in a model 
1D scanning detection system. 
 

6.2.1 Optical Setup 
The experimental layout  (Figure 6.5) is obtained by modifying a previously reported setup 

(144). A nanosecond laser (Nd:YAG) tuned by an optical parametric oscillator (OPO) of an 

Integra system (GWU-Lasertechnik Vertriebsges. GmbH, Germany) provides the 

excitation PA signals. Depending on the species, the output at 410/470 nm for GFP 

mutants and 540/650 nm for GAF3 was selected. The repetition rate was kept at 5 Hz, 

and the laser pulse energy was monitored with an energy meter during data acquisition. 

A piezoelectric transducer (Panametrics, V-103, 1 MHz) detects the PA signal that, after 

54 dB pre-amplification (Panametrics model 5662 ultrasonic preamplifier, 0.5-5 MHz, 54-

dB gain), is fed into a digital oscilloscope (LeCroy 9370) operating at 500 MS/s in a 10 µs 

time window, and finally transferred to a personal computer for further elaboration. Each 

PA signal was an average of 100 shots. A 1 cm x 1 cm quartz cuvette (HellmaTM) with four 
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optical windows was inserted into a sample holder with a piece of aluminum foil placed 

between the cuvette and the piezoelectric transducer to reflect stray light from the pulsed 

laser beam preventing the generation of a large-amplitude acoustic wave by direct 

absorption of photons by the transducer's surface. A temperature-controlled sample 

holder (TASC 300, Quantum Northwest, Spokane, WA, USA, 0.02°C of stability) stabilizes 

the temperature of the quartz cuvette containing the sample and thin layers of vacuum 

grease between the cuvette, the aluminum foil, and the transducer match the 

components acoustically. A vertical 270 µm slit, shaping the beam laser (corresponding 

to an acoustic transit time of roughly 200 ns)(145), provides a time resolution of 20 ns 

after the deconvolution of the PA signal (146,147).  

 

Figure 6.5. Schematic sketch of the PA spectroscope used for measurements. A pulsed laser was 
used to induce PA waves within the sample. A is an attenuator, BS is a beam splitter, S is the slit 
shaping the beam. The signal is acquired from the sample placed in the cuvette C through the 
ultrasound transducer T. The photochromic beams come perpendicularly to the surface of the 
transducer (red and green beams). The cuvette may include a capillary. The signal from T is 
amplified (AMP) and fed to a Digital Oscilloscope (DSO). A portion of the beam (around 10%) is 
deflected by the beam splitter to an energy probe (EP) connected to an energy meter (EM) and 
is used as a normalization factor for the waveforms. The signals are transferred to and analyzed 
by a personal computer (PC). The cuvette holder can be moved perpendicularly to the transducer. 

For experiments in homogenous solutions, photoconversion from GAF3G to GAF3R state 

was achieved by the CW emission at 514 nm of a multiline argon-ion laser (JDS Uniphase 

150 mW all lines). The reverse photoconversion was induced using the 633 nm output of 

a HeNe laser (30 mW) and the 670 nm output of a diode laser (3 mW), while the 

photoconversion from darkwQTon to darkwQToff was achieved through the 488 nm 

emission of the previous multiline argon-ion laser, while the reverse photoconversion was 

obtained through a 405 nm diode laser. Two shutters allow the laser line selection with 

the shutter drivers operating oppositely (Uniblitz, Vincent Associates Inc., Rochester, NY, 
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USA). The photoconversion laser was kept on during the collection of PA signals to 

prevent the accumulation of photoproducts generated by the pulsed excitation, forcing 

the proteins to stay in one of their states. The photoconversion beams entered the 

cuvette perpendicularly to the transducer. The absorption of the light of the 

photoconversion beam from the transducers' surface results in a nondetectable signal. 

6.2.2 Dark Mutants of GFP 
As we mentioned, dark mutants of GFP did not show any interesting properties in terms 

of photoconversion and this reflected on PA properties. 

6.2.2.1 Photochromic Properties 

Among the two GFP mutants, darkwQ showed the best photoswitching properties. We 

thus collected photoacoustic (Figure 6.6) signals under excitation at 410 (a) or 470 (b) nm 

for the two species (darkwQoff and darkwQon). To probe the on state, a pulsed excitation 

at 470 nm was used in combination with a photoconversion laser at 405 nm to force the 

protein to remain in that optical state. At the same time, a pulsed 410 nm excitation, and 

a 488 nm CW laser was used to probe the off state for photoconversion. The contrast 

between the two signals is evaluated to be around two in the best case, reflecting the 

poor properties of photoswitching previously demonstrated.  

 

Figure 6.6. (a) PA signal for the solution of darkwQ excited at 410 nm (green darkwQon, black 
darkwQoff). (b) PA signal for the solution of darkwQT excited at 470 nm (green darkwQTon, black 
darkwQToff). 

6.2.3 GAF3 from slrl1393 
Compared to the two GFPs, GAF3 showed better photochromic properties. Its 

photoswitching quantum yields are higher than those evaluated for the dark mutants of 

GFP, and the change in absorption coefficient is by far larger. For this reason, GAF3 has 

adequately been receiving more attention in this work. The analysis moved from more 
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spectroscopic studies aimed at determining kinetic and thermodynamic properties to 

studies intended to provide preliminary information for future microscopy applications. 

6.2.3.1 Photochromic properties and Photoacoustic Spectra 

After baseline correction and normalization, the PA waveforms for GAF3R and GAF3G 

solutions at room temperature were collected as a function of the pulsed laser excitation 

wavelength of 450-670 nm. The amplitude of the first positive oscillation of the waveform 

was taken as a measure of the signal intensity and plotted against the wavelength to have 

an action spectrum. With PA detection, it is possible to exploit the photochromic 

properties of GAF3 to increase the contrast in sensing the compound in the presence of 

background-absorbing media. Figure 6.7 (b, c) compares the PA signals observed for 

GAF3G and GAF3R after excitation in the main absorption bands of the two species 

demonstrating that upon pulsed excitation at 540 (Figure 6.7, c) nm and concomitant 

633/670 nm CW excitation, a large and stable PA signal is observed for GAF3G (green 

curve). The GAF3R generation upon CW photoconversion with 514 nm light strongly 

ǊŜŘǳŎŜǎ ǘƘŜ t! ǎƛƎƴŀƭ όҒп-fold). The ratio between the PA signal amplitudes is in keeping 

with the change in molar absorption coefficient at this wavelength. Using a 650 nm pulsed 

excitation, the ratio between PA signal amplitudes upon conversion from GAF3R (initially 

generated through 514 nm CW excitation) and GAF3G (obtained by 633/670 nm CW 

excitation) ƛǎ ǎƛƳƛƭŀǊ όҒпΦр-fold, Figure 6.7, b). The smaller than expected change in 

amplitude under 650 nm excitation, based on the absorption coefficients of GAF3R and 

GAF3R όҒмр-fold), is attributed to incomplete conversion under the employed 

experimental conditions. 

 

Figure 6.7. Inset (c). Energy-normalized PA signals for a GAF3 solution excited at 540 nm (green, 
GAF3G; red, GAF3R). Inset (b). Energy normalized PA signals for a GAF3 solution excited at 650 nm 
(green, GAF3G; red, GAF3R). Main spectra (a). PA signal amplitude for GAF3G (green dotted line) 
and GAF3R (red dotted line) function of excitation wavelength. Signal amplitudes were estimated 
from the first positive oscillation (at Ғ4 µs) and normalized for laser pulse energy. The 
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corresponding absorption spectra are reported as solid green and solid red lines for comparison. 
T = 20 °C. [GAF3] = 5 µM. 

The action spectra of GAF3 (Figure 6.7, a, dashed lines) are obtained as in the previous 

experiments: we collected PA signals for GAF3G (GAF3R) under 633/670 nm (514 nm) CW 

illumination. The insets in Figure 6.7 report the PA signal intensity measured at 540/650 

nm excitation for GAF3R and GAF3G at 650 nm (b) and 540 nm (c) excitation wavelength. 

The main plot (Figure 6.7, a) compares the PA signal intensity as a function of the pulsed 

excitation wavelength for GAF3G (solid green curve) and GAF3R (solid red curve). It is 

possible to see a good agreement between the absorption spectra (green and dashed red 

curve) and the normalized PA spectra in green and solid red curves. In particular, the red 

curve perfectly overlaps the PA spectrum for GAF3R. The agreement is not perfect for 

GAF3G. We attributed this effect to wavelength-dependent incomplete conversion of 

GAF3 in the range where absorption spectra strongly overlap, which may also reflect the 

larger green to red photoconversion yield. 

6.2.3.2 Photochromic Photoacoustic signals in the presence of competitive absorbers 

Likewise happening in fluorescence microscopy, the photochromic modulation of the PA 

signal amplitude generated by GAF3 allows distinguishing its contribution in the presence 

of absorbing, non-photochromic compounds. This process mimics the situation 

encountered in tissues, where other absorbers are present, most likely not showing 

modulated signals from photochromic conversion. As a simple case, we acquired the PA 

signal of a GAF3 solution exciting at 650 nm and 540 nm for GAF3R and GAF3G, in the 

presence of absorbance by a co-solute, Brilliant Black BN (BBBN), at increasing 

concentrations, to emulate the competitive absorption. The absorbance of GAF3R at 650 

nm and GAF3G at 540 nm were, respectively, 0.22 and 0.14. The range of competitive 

absorbance by BBBN was 0-0.5 at 540 nm and 0-0.75 at 650 nm. Figure 6.8 compares 

selected PA signals for GAF3R and GAF3G after excitation at 540 nm (a) or 650 nm (c) for 

the highest BBBN concentration investigated, corresponding to an absorbance of 0.5 at 

540 nm and 0.75 at 650 nm. Although the non-adjustable PA signal is quite intense, the 

adjustable fraction is evident in the plots, giving rise to reasonably high contrast (Figure 

6.8, b,d). 
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Figure 6.8. PA signals for GAF3R (red curves) and GAF3G (green curves) solutions after excitation 
at 540 nm (a) or 650 nm (c). The solutions also contained BBBN at a concentration corresponding 
to an absorbance of 0.5 at 540 nm and 0.75 at 650 nm. The difference between PA signals at 540 
nm (GAF3G minus GAF3R, b) and 650 nm (GAF3R minus GAF3G, d) shows a solid contrast even in 
a competitive absorber. 

6.2.3.3 Photochromic photoacoustic signals in the presence of scattering media 

After studies on purified protein, we performed experiments on E. Coli suspensions 

overexpressing the protein. This situation expands the previous configuration with 

competitive absorbance to mimic a scattering environment and the possible presence of 

unknown, non-photochromic chromophores. A suspension of bacteria with an OD of 0.6 

at 650 nm is used primarily due to light scattering from the bacterial suspension. Figure 

6.9 shows the PA signals for an E. Coli suspension overexpressing GAF3 after excitation at 

540 nm (a) or 650 nm (c) for GAF3R (red lines) and GAF3G (green lines) with the intensity 

of the signal of GAF3R in (a) much more significant than expected with an abnormal signal 

shape in the first part of the signal. We attribute this evidence to a competitive, non-

photochromic species in the bacterial suspension, absorbing mainly at 540 nm. On the 

contrary, the GAF3G signal in panel (c) is consistent with expectations and does not 
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suggest the presence of additional competitive absorbers. The magnitude of the PA signal 

intensity (contrast) change can be evaluated by subtracting the two waveforms (panels b 

and d). The contrast is much better for the red absorbing species exploiting the 650 nm 

absorption band. As observed previously, due to incomplete conversion, the ratio 

between signals in (d) and (b) όҒтύ ƛǎ ƴƻǘ ŜȄŀŎǘƭȅ ƳŀǘŎƘƛƴƎ ǘƘŜ Ǌŀǘƛƻ ōŜǘǿŜŜƴ ŀōǎƻǊǇǘƛƻƴ 

coefficients of GAF3R and GAF3G. The experiment shows that it is possible to identify the 

contribution to the photoacoustic signal arising from the photochromic protein inside the 

bacteria. 

 

 

Figure 6.9. PA signals for a suspension of E. coli overexpressing GAF3 after excitation at 540 nm 
(a) or 650 nm (c) for GAF3R (red signals) and GAF3G (green signals). After baseline subtraction and 
laser pulse energy normalization, signals were normalized to the lower amplitude waveform 
(GAF3R in the top left and GAF3G in the bottom left). In panels (b) and (d), we plot the two forms' 
contrast by subtracting the two PA signals. 

6.2.3.4 Photochromic photoacoustic signals from a capillary tube 

To test the capability to retrieve spatial information exploiting the photochromic PA signal 

by GAF3, we have placed a capillary tube filled with a solution containing GAF3 under 
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various conditions to realize a simple phantom. We then scanned the laser beam 

horizontally to test the imaging capability in this 1D, simplified scheme.  

A 1 cm x 1 cm plastic cuvette (Sigma-Aldrich) with four optical windows  was placed into 

the PA sample holder, and a small cylindrical glass capillary tube (outer diameter 1.6 mm, 

inner diameter 1.0 mm) sealed at the bottom vertically entered the cuvette (Figure 6.10, 

a) containing the solution of interest (a Brilliant Black BN solution, a GAF3 solution, or a 

suspension of E. Coli expressing GAF3). Depending on the experiment, the cuvette was 

filled with water, a BBBN solution, or an E. Coli bacterial suspension. The beam's position 

(shaped by the 270 µm vertical slit) was scanned horizontally through the cuvette (Figure 

6.10, b) using a micro-positioning translation stage. PA signals were collected at positions 

separated by 200 µm steps. Photoconversion beams for these experiments were obtained 

by coupling a frequency-doubled CW Nd:YAG laser (100 mW) or a high-power LED (central 

wavelength 670 nm, 50 mW) to a fiber bundle. The beam entered the cuvette at a right 

angle to the pulsed laser beam, filling the capillary volume. 

 

Figure 6.10. (a) Schematic representation of the cuvette with the capillary tube, the laser beam, 
and the piezoelectric transducer (PZT). (b) Front view of the cuvette with the capillary and the 
laser beam at three different positions (passing to the left, through the center, or to the right of 
the capillary). (c) Representative waveforms collected with the laser beam passing through the 
solvent (blue), the center of the capillary (green), or the capillary wall (red). The capillary 
contained a BBBN solution with 0.5 (1 cm pathlength) absorbance at the excitation wavelength. 
The oscillation starting at time Ғ0 s at all positions is due to the scattered light absorbed by the 
transducer's surface. The oscillation starting at about 3.5 µs in the green waveform is due to the 
signal generated upon absorption by the solution inside the capillary. The scattering signal 



   
 

82 
 

becomes very large when the laser beam hits the capillary wall (red), and a smaller amplitude 
oscillation is appreciable at about 4 µs due to the absorption of the laser beam by the solution 
inside the capillary. To emphasize the scattering signal, we collected these data without the 
aluminum foil between the cuvette and transducer (which was present in all other experiments) 
to emphasize the scattering signal. (d) Contour plot of the PA signals collected at different beam 
positions inside the cuvette. The signal due to laser scattering is observed at tҒ0 s at all beam 
positions. The width of this signal (solid green line) estimates the external diameter of the 
capillary (1.6±0.2 mm FWHM), consistent with the direct measurement using a caliper. Due to 
the finite speed of sound (Ғ1500 m/s in water), the signal from absorption by the solutions inside 
the capillary is observed at increasing delay when the cuvette is scanned, and the distance 
between the transducer the beam increases. The red shaded area reports the amplitude of the 
acoustic wave generated inside the capillary, whose time-position dependence nicely reproduces 
the speed of sound in the solvent (Ғ1500 m/s). The width of the red curve (FWHM) is 1.0±0.2 
mm, identical to the one measured through an optical microscope with a calibrated ruler. 

In Figure 6.11 (b), we report selected signals collected for GAF3R (red line) and GAF3G 

(green line) under 650 nm excitation, at the center of the capillary tube, along with their 

difference (blue line), showing evidence that the photoacoustic wave for GAF3R is larger 

than the one for GAF3G. Similar results were obtained under 540 nm excitation, the only 

difference being an overall smaller amplitude of the PA signals due to lower absorbance 

at this wavelength. Figure 6.11 (c) reports the contour plot representation of the signals 

for GAF3G and GAF3R collected for the beam at different positions across the cuvette, 

showing the increase in the arrival time of the PA wave generated by the protein, as 

already observed in Figure 6.10 (d). The plot of the amplitude of the first maximum of the 

acoustic wave for GAF3R as a function of the beam position (Figure 6.11, d, left) increases 

when the beam hits the solutions inside the capillary tube, quickly identifying the position 

of the capillary. The signal is much smaller for GAF3G (Figure 6.11, d, center). The right 

panel of Figure 6.11 (d) estimates the contrast in identifying the spatial distribution of 

GAF3 by subtracting the signals corresponding to the two shapes of the protein. It is worth 

noting that the signal becomes slightly smaller near the capillary center, possibly due to 

optical interference caused by the curved capillary surface.  
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Figure 6.11. Capillary tube experiment for a 5 µM GAF3 solution. The cuvette is filled with 
deionized water (b, c, and d). The competitive absorbance of the BBBN solution was 0.75 (1 cm 
pathlength) at 650 nm, where excitation was performed. (a) Schematic of the geometrical 
arrangement of the pump beam (vertical slit), the photoconversion beam (red or green circles), 
and the capillary tube at different pump beam scanning positions for GAF3R (left) and GAF3G 
(right). (b) PA signals were collected at the center of the capillary for GAF3R (red), GAF3G (green), 
and the difference between the signals (blue). (c) Contour plot of the PA signals as a function of 
time and position of the beam in the cuvette for GAF3G (left), GAF3R (center), and the difference 
between the two signals (right). (d) The amplitude of the first positive PA oscillation for GAF3R 
(left), GAF3G (center) and the difference between the two signals (right) as a function of the 
excitation beam position inside the cuvette. 

In the following step, an E. Coli suspension overexpressing GAF3 is placed inside the 

capillary to test the capability to retrieve the spatial information of the photochromic PA 

signal when the capillary is immersed in water in a BBBN solution (to model competitive 

absorption) or in an E. Coli suspension with OD (650 nm) = 0.6 (to model the presence of 

a non-absorbing scattering medium). While pulsed excitation at 540 nm does not lead to 
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satisfactory results (Figure 6.12, Figure 6.14, Figure 6.16), excitation at 650 nm can 

retrieve the position of the capillary under all tested conditions shown in Figure 6.11 

(Figure 6.13, Figure 6.15, Figure 6.17). 

 

Figure 6.12. Photoacoustic signals were collected for a capillary tube filled with a transformed E. 
Coli (overexpressing GAF3) bacterial suspension immersed in a water-filled cuvette. Pulsed 
excitation was at 540 nm, T = 20 °C. The top row (a-c) reports waterfall plots of the photoacoustic 
signals as a function of time and the position of the excitation beam inside the cuvette for GAF3R 
(a), GAF3G (b), and the GAF3G - GAF3R difference (c). The center row (d-f) shows the contour plots 
for the signals in (a-c). The bottom row (g-i) shows the amplitude of the first positive oscillation 
of the PA signals in (a-c) as a function of the excitation beam position inside the cuvette. 
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Figure 6.13. Photoacoustic signals were collected for a capillary tube filled with a transformed E. 
Coli (overexpressing GAF3) bacterial suspension immersed in a water-filled cuvette. Pulsed 
excitation was at 650 nm, T = 20 °C. The top row (a-c) reports waterfall plots of the photoacoustic 
signals as a function of time and of the position of the excitation beam inside the cuvette for 
GAF3R (a), GAF3G (b), and the GAF3R - GAF3G difference (c). The center row (d-f) shows the 
contour plots for the signals in (a-c). The bottom row (g-i) shows the amplitude of the first 
positive oscillation of the PA signals in (a-c) as a function of the excitation beam position inside 
the cuvette. 
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Figure 6.14. Photoacoustic signals were collected for a capillary tube filled with a transformed E. 
Coli (overexpressing GAF3) bacterial suspension immersed in a cuvette filled with a BBBN 
solution, A(540 nm) = 0.5. Pulsed excitation was at 540 nm, T = 20 °C. The top row (a-c) reports 
waterfall plots of the photoacoustic signals as a function of time and of the position of the 
excitation beam inside the cuvette for GAF3R (a), GAF3G (b), and the GAF3G - GAF3R difference 
(c). The center row (d-f) shows the contour plots for the signals in (a-c). The bottom row (g-i) 
shows the amplitude of the first positive oscillation of the PA signals in (a-c) as a function of the 
excitation beam position inside the cuvette. 
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Figure 6.15. Photoacoustic signals were collected for a capillary tube filled with a transformed E. 
Coli (overexpressing GAF3) bacterial suspension immersed in a cuvette filled with a BBBN 
solution, A(650 nm) = 0.75. Pulsed excitation was at 650 nm, T = 20 °C. The top row (a-c) reports 
waterfall plots of the photoacoustic signals as a function of time and of the position of the 
excitation beam inside the cuvette for GAF3R (a), GAF3G (b), and the GAF3R - GAF3G difference 
(c). The center row (d-f) shows the contour plots for the signals in (a-c). The bottom row (g-i) 
shows the amplitude of the first positive oscillation of the PA signals in (a-c) as a function of the 
excitation beam position inside the cuvette. 
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Figure 6.16. Photoacoustic signals were collected for a capillary tube filled with a transformed E. 
Coli (overexpressing GAF3) bacterial suspension immersed in a cuvette filled with an E. Coli 
suspension, A(600 nm) = 0.5. Pulsed excitation was at 540 nm, T = 20 °C. The top row (a-c) reports 
waterfall plots of the photoacoustic signals as a function of time and of the position of the 
excitation beam inside the cuvette for GAF3R (a), GAF3G (b), and the GAF3R - GAF3G difference 
(c). The center row (d-f) shows the contour plots for the signals in (a-c). The bottom row (g-i) 
shows the amplitude of the first positive oscillation of the PA signals in (a-c) as a function of the 
excitation beam position inside the cuvette. 
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Figure 6.17. Photoacoustic signals were collected for a capillary tube filled with a transformed E. 
Coli (overexpressing GAF3) bacterial suspension immersed in a cuvette filled with an E. Coli 
suspension, A(600 nm) = 0.5. Pulsed excitation was at 650 nm, T = 20 °C. The top row (a-c) reports 
waterfall plots of the photoacoustic signals as a function of time and of the position of the 
excitation beam inside the cuvette for GAF3R (a), GAF3G (b), and the GAF3R - GAF3G difference 
(c). The center row (d-f) shows the contour plots for the signals in (a-c). The bottom row (g-i) 
shows the amplitude of the first positive oscillation of the PA signals in (a-c) as a function of the 
excitation beam position inside the cuvette. 

As a result, we find out that the photochromic PA signal enables identifications of the 

spatial distribution of the protein (within the cylindrical capillary tube phantom) in the 

presence of competitive absorbance and scattering media (Figure 6.10). When the 

capillary is immersed in water, the position of the E. Coli suspension overexpressing GAF3 

is easily detected regardless of the photochromic behavior (Figure 6.12, Figure 6.13). 

However, in a competitive absorbing (Figure 6.14, Figure 6.15) or non-absorbing (Figure 

6.16, Figure 6.17) scattering environment, the capillary position becomes evident only 

when the non-modulated background is suppressed thanks to the modulable fraction of 

the PA signal coming from the photochromic change between GAF3R and GAF3G. The 

double peak feature at the center of the capillary is due to optical artifacts due to the 

curvature of the capillary walls. 
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6.2.3.5 Time-resolved heat release and volume changes 

The slightly improved time resolution of the current photoacoustic setup prompted us for 

a reevaluation of the enthalpic and volumetric changes associated with photoconversion 

of GAF3. In this paragraph, we briefly describe the experimental procedure followed to 

analyze the non-radiative decays after photoexcitation of GAF3 (3,146,147) and the 

analysis results. After baseline subtraction, signals are normalized for sample absorbance 

at the excitation wavelength (1-10-A) and laser pulse energy. We compare signals for 

samples (GAF3R or GAF3G) to an absorbance- and laser energy-normalized Brilliant Black 

BN (BBBN) signal measured under identical temperature conditions. BBBN is a 

photocalorimetric reference, i.e., a compound demonstrated to deplete all the excited 

state energy through thermal relaxation within a few nanoseconds from excitation. 

Reference and sample signals are normalized to the maximum of the (laser pulse energy 

and absorbance) normalized reference signal before performing deconvolution analysis 

(performed using the program Sound Analysis, Quantum Northwest, Spokane, WA, USA). 

In paragraph 1.3, we mentioned that signal is a time convolution between the transfer 

function of the instrument, obtained with the calorimetric reference and the time 

derivative of the time-dependent ratio of the signal (Equation 1.19). It is possible to use 

a numerical reconvolution to retrieve the kinetic, enthalpic and volumetric parameters 

(146ς148). These reconvolution methods assume a sum of single-exponential decay 

functions for the evolution of the ratio Ὄὸ as we can see in (Equation 1.19) and 

Equation 6.2. A reconvolution of the waveform of the photocalorimetric reference and 

either one, or the sum of two exponential decays fits the GAF3 signals, depending on 

temperature. 

Ὄὸ
‰

†
Ὡ  

Equation 6.2 

From deconvolution, we retrieved the pre-exponential factors (‰), and lifetimes (†). 

Collecting signals for GAF3R and GAF3G as a function of the thermoelastic parameter 

ὅ”‍ϳ , exploiting the strong temperature dependence of these parameters, it is possible 

the separation of the enthalpic and volumetric contributions (3). The values of ὅ”‍ϳ  as 

a function of temperature for the buffer used in these studies is determined by a 

comparative method, using its known temperature dependence in water. The pre-

exponential factors • are plotted as a function of ὅ”‍ϳ  using the linear relation coming 

from reference (3): 
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‰ ‌
Ўὠ

Ὁ

ὅ”

‍
 

Equation 6.3 

Where Ὁ  is the molar energy of incident photons, ὅ is the constant pressure-specific 

heat, and ‍ is the isobaric volume expansion coefficient. For each transient, we estimate 

the fraction of absorbed energy released as heat (‌) and the structural volume change 

(ɝὠ). Molar structural volume changes ɝὠȟ were then calculated from observed volume 

changes according to the relation: ɝὠȟ ɝὠ ‰ϳ , where ‰ is the reaction quantum 

yield. Further data analysis was performed using OriginLab Pro (OriginLab Corporation, 

Northampton, MA 01060, USA) and Matlab (The MathWorks, Inc., USA). As already 

discussed, the setup used in this work provided a slightly higher temporal resolution 

compared to the one (144) used in previous studies on GAF3 (144) due to the size of the 

slit, allowing a re-evaluation of the heat release and volume change associated with 

photoconversion previously reported. In Figure 6.18, we report the laser pulse energy and 

absorbance normalized PA signals for GAF3R (a, b red curves) and GAF3G (c, d green 

curves) at 5°C (a, c) and 20°C (b, d). The reference signals from BBBN (black curves) are 

shown for comparison. The signals for GAF3R and BBBN at 20 °C (Figure 6.18, b) present 

a comparable amplitude indicating that the heat release upon photoexcitation is similar. 

Their time profile is also similar, but the slight shift of the GAF3R signal suggests the 

presence of a transient occurring at the limit of the time resolution of the setup. This shift, 

more evident at 5 °C (Figure 6.18, a) where the contribution from structural volume 

changes is more relevant, suggests the presence of a contraction in the tens of 

nanoseconds range. This second transient was not detected in our previous investigation, 

due to the lower resolution (Ғ60 ns) of the setup used in that case, where a 1 mm wide 

slit was used (144). On the other hand, the signal from GAF3G at 20 °C (Figure 6.18, d) is 

lower in amplitude than the signal of the reference compound, indicating a transient of 

negative amplitude with a lifetime in the tens of nanoseconds follows a fast, sub-

resolution positive signal. The negative signal becomes evident at 5 °C (Figure 6.18, c). 

We note that at t = 0 s, the absorption of light coming from fluorescence emission by 

GAF3G or GAF3R, excited by the laser pulse or by scattered light, and absorbed by the 

surface of the transducer, produces an intense oscillation. The latter contribution is 

evident also in the signals collected for the reference compound. We then performed the 

deconvolution analysis of signals for GAF3G and GAF3R, retrieving the fractional 

amplitudes of the transients at each temperature. We obtained the best fit of the 

transients with a single exponential decay, with a lifetime below the time resolution (Ғ20 

ns) at the higher temperatures or with the sum of two exponential decays for 

temperatures below 15 °C. Representative fits are reported in Figure 6.19 and Figure 
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6.19. The lower temperature range allows us to determine the second, slower transient 

lifetime that occurs in the 20-100 ns time range. The short lifetime of the resolvable 

phase, occurring at the limit of the time resolution of the setup, affects the estimate of 

the fractional amplitudes. Under these conditions, amplitudes and lifetimes show 

correlation and cannot always be retrieved reliably. Thus, low-temperature data, where 

the lifetime of the second transient becomes longer, usually afforded more reliable 

parameters. 

 

 

 

Figure 6.18. PA signals for GAF3R (a) and GAF3G at 5° C (c) and 20 °C (GAF3R: b, GAF3G: d). The top 
panels report a comparison between the laser pulse energy- and absorbance-normalized signals 
from BBBN (black) and GAF3R (red) at 5 °C (a) and 20 °C (b). The excitation wavelength was 650 
nm. The bottom panels report a comparison between the laser pulse energy- and an absorbance-
normalized signal from BBBN (black) and GAF3G (green) at 5°C (c) and 20 °C (d). The excitation 
wavelength was 540 nm.  
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Figure 6.19. Representative deconvolution analysis of photoacoustic signals for GAF3 G at T = 7°C 
(a) and T = 20 °C (b). Black solid curves are the IRF measured with a BBBN solution. Red solid 
curves are the signals from GAF3G. State GAF3G was selected by CW illumination with the 514 nm 
output of an Ar ion laser. The solution was stirred to ensure homogeneity. The solid green lines 
are the reconvolution of the IRF signals with a biexponential decay. 

The fraction amplitudes of the exponential decay provide the thermodynamic 

information. In Figure 6.20 (a), we plot the energy content of each transient (‰Ὁ) as a 

function of ὅ”‍ϳ . We calculate the fraction of absorbed energy released as heat (‌) 

and the molar structural volume change (ɝὠȟ) from the intercepts and slopes retrieved 

by the linear fits (Table 6.2). In agreement with our previous determination, for both 

species, an expansion accompanies the fast E-Z photoisomerization (labeled as process 1 

in the kinetic analysis, with a ƭƛŦŜǘƛƳŜ ōŜƭƻǿ Ғмл ƴǎύΦ ¢ƘŜ ǊŜŀŎǘƛƻƴ ǾƻƭǳƳŜ ƛǎ ƭŀǊƎŜǊ ŦƻǊ ǘƘŜ 

GAF3G to GAF3R conversion. The ‌  values agree with our previous determinations 

(0.76±0.02 for GAF3R to GAF3G 0.71±0.03 for GAF3G to GAF3R)(144), aside from a small 

difference possibly due to the better resolution of the present work. Thus, the energy 

content of the first reaction intermediate is comparable to our previous estimate. The 

relatively large contraction associated with the second transient (for the GAF3G to GAF3R 

conversion), labeled as 2 in the kinetic analysis, is consistent with our previous findings. 

However, thanks to the improved time resolution, we detect a smaller amplitude volume 

change, with a lifetime in the 10-100 ns range, also for the GAF3R to GAF3G 

photoconversion. Interestingly, the slower processes' heat release (enthalpic change) is 

zero within the experimental error. Last, in Figure 6.20 (b), we calculate the activation 

energy as a slope of an Arrhenius plot ὰὲὯ Ὁ ὙὝϳ ὰὲὯ. Here we consider Ὧ †  

and we plot it against the inverse of the temperature ρπππὝὑϳ . 
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Figure 6.20. (a) A plot of the energy content of each transient (‰Ὁ) as a function of ὅ”‍ϳ  for 
GAF3R (red) and GAF3G (green). Solid lines, ‰Ὁ, dashed lines, •Ὁ. (b) Arrhenius plot for Ὧ
†  for GAF3R (red) and GAF3G (green). We retrieved lifetimes † only at temperatures below 
15°C. 

Table 6.2. Fractions of absorbed energy are released as heat and molar structural volume change. 
The linear Arrhenius plot determined activation energies for the slow process 2. 

 a1  DVR,1 (mL/mol) a2 DVR,2 (mL/mol) ln(A) Ea (kcal/mol) 

GAF3R 0.79°0.01 1.9°0.1 0.01°0.01 -2.6°0.3 40.5°0.5 13.9°0.3 

GAF3G 0.64°0.05 8°1 0.15°0.08 -11.7°0.8 42°1 14.6°0.6 

6.3 Conclusions 
In this first part of the experimental results, we engineered and produced two GFP 

mutants intending to obtain photochromic, non-fluorescent variants. However, from the 

first analysis of optical spectroscopy data, we find out that GFP mutants have non-ideal 

optical properties (photoconversion quantum yield and contrast). In particular, darkwQ 

showed very little switching. The mutant darkwQT was investigated in PA generation 

resulting in a tunable signal with poor contrast. The protein GAF3 from slr1393, on the 

other hand, shows better spectral properties with higher photoconversion quantum 

yields and contrast compared to the two GFPs. The PA signal generated by 

photoexcitation of GAF3 resulted tunable by selecting the red or the green absorbing 

state through irradiation with green or red light. We have shown that this photochromic 

signal can be easily distinguished from competing, non-photochromic absorbers, thus 

enhancing the contrast and rejecting the background signals. GAF3 was then selected as 

the probe to focus our photoacoustic studies. 

We then used a capillary tube filled with a GAF3-containing solution as a phantom, 

demonstrating the possible identification of the tube's position through 1-D scanning of 
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the laser beam across the medium into which the capillary is placed. The photochromic 

behavior allows contrast enhancement and background signal suppression. In the case of 

absorbing media and non-absorbing, scattering media, we achieved it without loss of 

spatial resolution. Interestingly, the results obtained with photochromic PA signals 

recorded after red excitation were stronger than those originating from the green 

absorbing form. 

GAF3, unlike canonical bacterial phytochrome photoreceptors requesting an 

arrangement of three domains (PAS-GAF-PHY), or full preservation of their kinetic and 

spectroscopic properties, binds PCB even as isolated proteins, providing all phytochrome-

typical features of absorption and kinetics (149ς151). Even if PCB is not present in all cells, 

in vivo binding of the chromophore to GAF3 can be obtained using a two-plasmid 

approach in E. Coli (142,152), bypassing external chromophore supplementation.  

The red-green photochromism of GAF3 provides an additional signal that may be useful 

in multispectral photochromic PA imaging, even if not in the ideal spectral transmission 

region. It should be noted here for future applications that cyanobacteriochromes had 

been reported that bind BV (with a similar extent of photochromism between the 

parental and the photoproduct form) and that also PCB-binding CBCR GAF domains had 

been manipulated by mutagenesis to bind BV, shifting the spectral range for excitation 

further into the long wavelengths range of the spectrum. 

As further advantages, photoswitching, bilin-binding proteins exhibit large absorption 

coefficients. The CBCR GAF domains show quite high photoconversion yields, warranting 

very fast photoswitching of the protein between the two states, which may be exploited 

to speed up the acquisition process in multi-wavelength imaging. From a structural 

perspective, CBCR shows a smaller dimension compared to bacterial phytochromes and 

GFPs derivatives. Finally, the modest but appreciable fluorescence yield may be exploited 

in correlative microscopy.  

Further developments to test these photochromic proteins in PA imaging setups and 

extension of the two-plasmid approach to eukaryotic cells will assess the whole potential 

of this photochromic probe for biological applications. 
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7 Two-Photon Photoacoustic Microscopy (2P-PAM) 
As we mentioned in paragraphs 1.2.1 and 4.2.3.2, 2PA provides unique features in terms 

of penetration depth, excitation constraints, and resolution while applied to fluorescence 

microscopy and PAM. Pursuing our aim to develop a system to enhance the contrast of 

PAM, we describe a 2P-PAM setup made for measurements with photochromic systems. 

With this setup, we try to combine the advantages of 2PA and PAM with the future 

perspective of including photochromic probes. 

7.1 Optical Setup 
The optical setup is obtained by modifying a previously reported one (153) and is reported 

in Figure 7.1. The excitation is provided by a Ti:Sapphire laser (Coherent, Chameleon 

Ultra). The laser generates mode-locked ultrashort pulses with a duration of 140 fs; the 

pulse repetition rate is 80 MHz aƴŘ ƛǎ ƎƛǾŜƴ ōȅ ǘƘŜ ƻǎŎƛƭƭŀǘƻǊΩǎ ǊƻǳƴŘ-trip optical path. 

Ti:sapphire oscillators are normally pumped with a continuous-wave laser beam from an 

argon or frequency-doubled Nd:YVO4 laser. The output is modulated by OPO for the 

wavelength and by a custom-made Electro-Optic Modulator (EOM) for the frequency. The 

EOM modulates the ƭŀǎŜǊΩǎ Ŧrequency with a square wave of 1.17 MHz and a duty cycle of 

50%. The next paragraph will threaten the properties of EOM. 

 

Figure 7.1. Schematic representation of the 2P-PAM setup. EOM is the Electro-Optic Modulator, 
PMT is the photon multiplier tube used as a detector, HWP and QWP are half and quarter 
waveplates, SP is short pass filters for fluorescence selecting, DM is a dichroic mirror, and AMP is 
the amplifier sequence. The solid red line is the NIR excitation, dashed red line is the NIR 
excitation after EOM modulation. Fluorescence is reported in a solid green line. The laser's 
position, the lock-in amplifier, the transducer and the delay generator driving the delay generator 
are reported. 

A modulation of 80 MHz has a time between pulses (12.5 ns) that is much shorter than 

the time required by the acoustic wave to travel to the transducer making the detected 
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signal a pulse train of acoustic waves (105), while in conventional pulsed photoacoustic 

working between a few Hz and 10 kHz, single wave analysis is possible (paragraph 6.2). 

The subsequent modulation provided by the EOM will make the system behave like a CW 

laser with an amplitude modulation frequency of 1.17 MHz (paragraph 4.3.1). The laser 

beam then crosses a neutral density filter, and half and quarter waveplates are fed into a 

Nikon A1MP Scanhead. The ultrasound transducer (Olympus, V103-RM Contact 

Transducer) with a central frequency of 1.17 MHz leans against the cover glass, which 

covers the sample, on the opposite side of the objective lens (Nikon, 40x 0.6 NA) and is 

coupled to it with water. The signal is then amplified by a Thorlabs Transimpedance 

amplifier (AMP140 10kV/A Gain 10 MHz Bandwidth) and an Olympus Ultrasonic Pre-Amp 

(30dB Gain 50KHz-25MHz Bandwidth) and fed to a lock-in amplifier (SR830, Stanford 

Research) providing the results. The process behind lock-in detection will be treated in 

detail in paragraph 7.1.2. 

7.1.1 Pump Modulation 
An electro-optic modulator (EOM) is an optical device exhibiting an electro-optic effect. 

This object may also be referred to as Pockels cell. The simplest kind of EOM is made by 

a crystal (such as lithium niobate) attached to a voltage generator (half-wave voltage 

required to induce a “ phase change, ὠ) in the order of hundreds/thousands of volts. The 

high voltage generates changes in the refractive index distorting the molecules' position, 

orientation, or shape; a nonlinear optical material with an incident static or low-frequency 

optical field will see modulation of its refractive index. That means that if the crystal is 

exposed to an electric field, the light will travel more slowly through it, with the phase of 

the light leaving the crystal being directly proportional to the length of time it takes to 

pass through: the phase of the laser light exiting an EOM can be controlled by changing 

the electric field in the crystal. 

In a Phase Modulation pattern, the phase of a carrier signal is modulated to follow the 

changing voltage level (amplitude) of the modulation signal with its peak amplitude and 

frequency remaining constant. If the amplitude of the information signal changes, the 

carrier phase changes correspondingly. It is generally used for creating sidebands in a 

monochromatic laser beam.  

This setup uses a Pockels cell as an amplitude modulator of the 80 MHz output of the 

laser. We consider the beam to have an incoming 45° degrees polarization and the crystal 

with no birefringence without an applied electric field. Behind the crystal, there is a 

polarizer aligned to ƻōǘŀƛƴ млл ҈ ǘǊŀƴǎƳƛǎǎƛƻƴ without an applied voltage. We can 

consider the transmitted field as a superposition of two in-phase field components of 

equal strength. Those components acquire a phase difference of ɝ‰ “ὠὠϳ  after the 
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application of an electric field. The total transmitted amplitude is then proportional to 

ρ Ὡ ςϳ  and we obtain the following result for the power transmission: 

Ὕὠ ρ Ὡ ςϳ ὧέί
“ὠ

ὠ
 

Equation 7.1 

Typically, the voltage varies between zero and half-wave voltage.  

7.1.2 Acquisition System 
The detected PA signal needs to be ŀƳǇƭƛŦƛŜŘ ŀƴŘ άŎlŜŀƴŜŘέ ŦǊƻƳ ƛƴǘŜǊŦŜǊŜƴŎŜǎΦ нt-PAM 

setup generally implements a lock-in detection extracting small signals from a noisy 

background. Lock-in amplifiers (LIA) are homodyne detection schemes combined with a 

low-pass filter to extract signals in a specific frequency band by retrieving relative phase 

and amplitude relative to a periodic reference signal. LIA uses the knowleŘƎŜ ƻŦ ǎƛƎƴŀƭǎΩ 

time dependence to extract it from the noisy background as it happens for radios. LIA 

multiplicates its input waveform with a reference signal (down-mixing or 

heterodyne/homodyne detection) and then applies an adjustable low-pass filter to the 

result (demodulation or phase-sensitive detection). LIA can generate itself a reference 

signal, or it can take one from the outside. In our experimental setup, the reference signal 

is provided directly as the output of the delay generator used to drive the EOM and 

synchronized with the laser repetition pulse   

The system is stimulated by a sinusoidal signal and the system response ὠ and the 

reference signal ὠ is fed to the LIA to determine the relative amplitude Ὑ and phase — 

through dual-phase demodulation. The input signal is split and multiplied with the 

reference signal and a 90° phase-shifted copy of it. The outputs of the mixers pass through 

configurable low-pass filters, providing the two outputs, ὢ and ὣ, termed the in-phase 

and quadrature component. The amplitude Ὑ and the phase   are derived from ὢ and ὣ 

by a transformation from Cartesian coordinates into polar coordinates using the relation 

expressed by Equation 7.2 and Equation 7.3: 

Ὑ ὢ ὣ 

Equation 7.2 

— ὥὸὥὲςὣȟὢ 

Equation 7.3 

In terms of complex numbers, we can consider the signal ὠ ὸ as the sum of two rotating 

vectors (154): 
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ὠὸ ЍςὙὧέί‫ὸ —
Ὑ

Ѝς
Ὡ

Ὑ

Ѝς
Ὡ  

Equation 7.4 

One vector rotates clockwise, the other one counterclockwise, both at the same speed 

‫ . The projection onto the x-axis of the two vectors is the ὠ ὸ while the one on y-axis 

is always zero. We express the dual-phase modulation through the multiplication of the 

input signal with the complex reference signal: 

ὠὸ ЍςὩ ЍςÃÏÓ‫ὸ ὭЍςÓÉÎ‫ὸ 

Equation 7.5 

The complex signal after mixing is then: 

ὤὸ ὠὸϽὠὸ ὙὩ Ὡ  

Equation 7.6 

In practice, this situation is like having two arrows appearing to rotate at different angular 

velocities ‫ ‫  and ‫ ‫ . The second arrow rotates much faster if the signal and 

reference frequencies are close. The subsequent filtering is mathematically expressed as 

averaging the moving vectors over time. Filtering removes the fast-rotating term by 

setting ộὩ Ớ π. The averaged signal is then: 

ὤὸ ὙὩ ὙὩ  

Equation 7.7 

Equation 7.7 reports the demodulated signal in which real and imaginary parts, obtained 

ǘƘǊƻǳƎƘ 9ǳƭŜǊΩǎ ŦƻǊƳǳƭŀΣ ŀǊŜ ǘƘŜ ƛƴ-phase and quadrature components. In the graphical 

view, the condition ‫ ‫  means that the slow-rotating arrow appears at rest while the 

other arrow rotates clockwise at twice the frequency (often called the ς.(component ‫ 

The lowpass filter usually cancels out the ςcomponent completely ‫ 

7.2 Setup Alignment and Calibration 
The setup properties were investigated through metallic grids (Thorlabs R1L3S3PR and 

R1L3S5P). They were used to determine the optimal contact medium and the optimal 

position of the transducer over the sample. 

7.2.1 Grid Samples 
In Figure 7.2, we observe an alignment grid. Panel (a) shows the retrieved amplitude from 

LIA; panel (b) shows the retrieved phase. Panel (c) shows the transmitted light, and panel 

(d) the merged image.  
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Figure 7.2. Photoacoustic images and transmitted light images of a metal alignment grid. (a) The 
amplitude of the PA signal. (b) The phase of the PA signal. (c) Transmitted light. (d) Merged image. 

The first thing that might be observed is the different behavior of phase and amplitude. 

The two different branches of the grid are probably on different layers. This may 

somehow induce a difference in phase between the outcoming waves. 

A resolution grid is used as a sample in the following images (Figure 7.3, a-f). From the 

profile below, we can observe a slope change at the border in phase (b, e); this behavior 

is similar to a derivative. The acquisition wavelength used was 780 nm. 


























































































